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1976 BNTERCOMPARISON OF PERSONNEL DOSIMETERS 

L. W. Gilley, H. W .  DTckson and D, 9. Chrlst%an 

A B STRA C f 

1976 lNTERCOMPARISON OF PERSONNEL DOSPMETERS--The second 

Personnel Dosimeter Intercomparison S t u d y  ( P D I S )  was conducted at 

Oak Ridge National Laboratory’s DOSAR Facility dur ing  the period 

February 18-19, 1976. Eleven independent organizations participated 

i n  an intercomparison of neutron and gamma-ray dosimeters used f o r  

routine personnel dosimetrya The dosPmetets, which were shipped to 

the DOSAR Facility, were exposed a t  the Health Physics Research Re- 

actor to one o f  three “standardized” radiation fields which have been 

used for the past several years for intercornparing nuclear accident 

dosimeters. The results of PDlS reveal t h a t  estimates of dose equiv- 

alent vary over a wide range. For a given r a d i a t i o n  field these dose 

estimates may vary by more then a factor of 2, indicattng the rleed 

f o r  continued evaluation o f  the response o f  personnel dosimeters used 

in mixed fields o f  neutron and gamma radiation, 

*Research sponsored by the Energy Research and Development 
Administration under contract w i t h  Union Carbide Corporation. 
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1 The second Personnel Dos Irnetry I ntercornper i son Study (PO I S )  

was c~nclglcted a t  Oak Ridge National Laboratory's BOSAR F a c i l i t y  

du r ing  t h e  peyiod February 18-89, 1976, w i t h  eleven groups par-  

t i c i p a t i n g .  Two o the r  groups i r r a d i a t e d  d s s ~ m e t e r s l l n d e ~ " e s s e n t 1 a 1 1 y  

i d e n t i c a l  cond i t i ons  a few days l a t e r  and t h e i r  r e s u l t s  a r e  ln- 

cluded in t h i s  report .  The p a r t i c i p a n t s  a r e  l i s t e d  i n  Appendix A .  

The Heal th  Physics Research Reactor was used t o  produce r a d i a t i o n  

f i e l d s  w i t h  known energy spectra and i n t e n s i t i e s .  These f i e l d s  

were produced under c o n d i t i o n s  similar t o  those p r e v i o u s l y  used 

293 f o r  o t h e r  i i - ~ t e r ~ ~ ~ m p a r i ~ o n  s t u d i e s  and, as such, a r e  considered 

"standard" f i e l d s .  The bare,  unshielded reac to r  o r  t he  reac to r  

used with e i t h e r  of  two sh ie lds ,  a 12-cm-thick L u c i t e  s h i e l d  or a 

13-cm-thick s t e e l  s h i e l d ,  provides th ree  d i f f e r e n t  neutron and 

gamma-ray spectra.  A 14 MeV neutron generator was a l s o  used t o  

expose dosimeters, bu t  the generator f a i l e d  t o  operate p r o p e r l y  

and produced a neutron dose less than 4 mrad and a gamma dose less 

3 mrad. Therefore,  t he  r e s u l t s  o f  the 14 MeV exposures a r e  not 

inc luded i n  t h i s  r e p o r t .  

On orde r  t o  produce the  l e v e l s  and spect ra l i k e l y  t o  be en- 

countered i n  r o u t i n e  personnel mon i ta r i ng ,  the reac to r  was operated 

as shown i n  Table 1 .  A l l  badges were placed on w a t e r - f i l l e d  t r u n k  

p o r t i o n s  o f  Bornab phantoms a t  t h ree  meters.  The placement o f  

dosimeters on the  phantoms i s  shown in F i g .  1 and a t y p i c a l  ex- 

per imental  arrangement w i t h  the  steel s h i e l d  i n  p lace  i s  shown i n  

F i g .  2.  
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Generally, the dosimeters were mailed or shlpped to the DOSAR a 

few days in advance of the intercomparison. The dosimeters were re- 

turned in a similar manner the day after the intercomparison exposures 

were completed. Local laboratories hand carried their dosimeters back 

and forth. Dosimeters from two participants arrived late and, there- 

fore, an additional 'lidentical" exposure was made. 

meters used by the participants are listed in Table 2. The participants 

were provided with information on the position of their dosimeters as 

shown In Fig .  1 .  

The types o f  dosi- 

Sulfur pellets exposed at a standard location on the reactor 

during the Intercomparison gave kerrna estimates for  the three meter 

positions of 41, 47, and 44 mrad for the unshlelded, steel-shielded, 

and Lucite-shielded runs, respectively. Hurst detector measurements 

yielded corresponding values of 4 3 ,  5 4 ,  and 43 mrad. 

viation of about - +lo% i s  to be expected due to counting statistics 

and other sources o f  error. The dose also can be calculated based on 

the HPRR neutron spectra for the three exposure configurations used 

and the dose conversion factors which have been calculated previously 

for these spectra. Average quality factors determined by &),>-thy et 

a1 were used for calculating dose equivalent. These values also 

are given in Table 4. 

leakage of the H P R R ,  the neutron fluence was calculated for each re- 

actor run. By applylng the previously determined dose conversion 

factors and average quality factors, the dose and dose equivalent 

were calculated and are given in Table 5. 

A standard de- 

4 

1 

Using the fission yield and the calculated 
6 



Results o f  gemma dose measurements were less s a t i s f a c t o r y  due 

ps;rnar%ly t o  a very  l a r g e  background exposure of many dosimeters. I t  

i s  f e l t  t'rs;s exposcnse came from inadver tent  exposure a t  t he  sh ipp ing  

s torage area a t  ORNIL, The p a r t i c i p a n t s  repor ted higher doses than those 

measured by the  DOSAR gsoeip, T h i s  may be explained by the d i f f i c u l t y  

i n  making c o ~ ~ e c t i o n s  f o r  t h i s  e levated background. The DOSAR das i -  

meters were not exposed f a  aqy apprec iab le baekgrCNAnd. Furthermore, 

the neutron-to-gamma P ~ ~ P Q  of the  DOSAR data i s  I n  reasonable agreement 

w i t h  p a r t  measurements, w h i l e  the participants da ta  e x h i b i t s  large 

v a r i a t i o n s  i n  t h i s  r a t i o ,  

Reference values s f  dose and dose equ iva len t  as measured or 

c a l c u l a t e d  by DOSAR personnel a re  given 'in Table 6. Resul ts  repor ted 

by eleven p a r t i e i p a n t i n g  groups a r e  g iven i n  Tables 7, 8, and 9 f o r  

unshlelded, buei ted-sh ie lded,  and s t e e l  rkielded c o n f i g u r a t i o n s ,  

respectively. A summary o f  the r e s u l t s  i s  shown i n  Table 10. Date of 

two experimenters were n o t  included i n  t he  summary because the  dosimeters 

o f  ane experimenter were i n  the development stage and the o the r  ex- 

perimenter f e l t  he d i d  no t  have good background co r rec t i ons .  There i s  a 

r e l a t i v e l y  l a r g e  variation i n  dose determination among the p a r t i c i p a n t s  

as shown by t he  standard dev ia t i ons  in Table 10 and the  r a w  data i n  

Tab les  7,  8, and 9. I f  one a r b i t r a r i l y  e l i m i n a t e s  the  extreme data 

points o f  the neutron dose for  the th ree  c o n f i g u r a t i o n s  the  standard 

dev ia t i ons  seduce from a range o f  - +3S% t o  I %40% to about - +IS% t o  - +25%- 

P h i s  ' intercomparison study appears to be sf  value i n  view o f  the 

wide range of results obta ined,  Some of t he  badges were apparent ly  i n  
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a developmental stage rather than in routine use. It would be helpful 

in the future if all such badges could be clearly identified or ex- 

posed on separate runs. This facility will provide such exposures on 

a mail-in basis to qualified experimenters throughout the year. It is 

anticipated that this type of dosimetry intercomparisan study w i l l  be 

worthwhile on an annual basis until the problems i n  dosimetry response 

and interpretation have been identified and solved. 
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SUMMARY 

Table 1 

OF REACTOR OPERATIONS FOR lNTERCOMPARlSON 

Run Power Tlme 
No s S h i e l d  (wat ts)  ( m i n . )  

F i s s i o n s  
0 1 3) 

1 Unsh !ell ded 2 

2 Luc I t e  2 

3 S tee 1 2 

3.12 

16.5 

8.68 

1 .16  

6.14 

3.23 

Table 2 

DOSIMETERS USED BY PARTlClPANTS 

Dosimeter Type 

Group Neutron Gamma 

A 
B 
C 

E - l  
E-2 

E-3 
F 

G 

H 
I 

J 

K 

Thor B urn 

TLD 

Po 1 yca rbona t e  

TLD 
TLD 
TLD 
NTA F i l m  

TL D 
NTA F i l m  

TLD 
F i  I m  
ETA F i l m  

f i l m  

TLD 

TLD 
-I- 

TLB 

TLD 
TLD 
TL D 
-I- 

F i  l m  

T l  D 
TLD 
--- 
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1 
2 
3 
4 
S 
5 
7 
8 
9 

10 
11 
12 
13 
14 
15 
16 
17 
18 
19 
20 
21 
22 
23 
24 
25 
26 
27 
28 
29 
30 
31 
32 
33 
34 

( e 4  

1.49 E7 
1.0 E7 
6.7 E6 
4.97 E6 
3.01 E6 
1.5 E6 
9.07 E5 
4.08 E5 
1.11 E5 
8.65 E4 
4.74 E4 
5.25 E4 
4.09 E4 
3,18 E4 
2.48 E4 
1.93 E4 
1.50 E4 
7.10 E3 
3.35 E3 
1.23 E3 
5.83 E2 
2.14 E2 
1.01 €2 
4.79 E l  
2.90 E l  
1.76 E l  
1.07 E l  
5,04 
3.05 
1.56 
1 .o 
0.65 
0.45 
0.1 
5.0 E-3 

Mid 
Enlei-gy 

(e .) 

1.22 E7 
8.19 E6 
3.77 E6 
3.87 E4 
2.12 E6 
1.14 E6 
6.08 E§ 
2.13 E5 
9.88 E4 
7.64 E4 
5.95 E4 
4.53 €4 
3.61 E4 
2.81 E4 
2.19 E4 
1.70 E4 
1.03 €4 
4.88 E3 
2.03 €3 
8.48 E2 
3.54 €2 
1.47 E2 
6.96 E l  
3.73 E l  
2.25 E l  
1.37 E l  
7.34 
3.93 
2.18 
1.25 

2.12 E - l  
2.24 E-2 

No Shield 

9.53 E7 
1.18 E9 
3.43 E9 
1.44 El0 
3.76 El0 
3.16 E16 
4.41 E10 
3.39 E10 
2.60 E9 
2,Q E9 
1.5 E9 
1.21 E9 
9.71 E8 
8.40 E8 
7.35 E8 
6.37 E8 
1.58 E9 
1.39 E9 
1.42 E9 
1.04 E9 
1.24 E9 
5.45 E8 
7.76 E8 
4.72 E8 
4.54 E8 
4.34 E8 
8.09 E8 
3.82 E8 
4.84 E8 
3.04 E 
2.81 E8 
2.42 E8 
1.78 E9 
3.36 €9 

Luci te 
Shield 

3.31 E9 
3.63 E8 
4.39 E8 
2.58 E9 
5.56 E9 
3.19 €9 
3.69 E9 

4.18 E8 
3.81 E8 
3.49 E8 
3.24 E8 
3.05 E8 
2.98 E8 
2.76 E8 
2.66 E8 
7.60 E8 
7.23 E8 
9.48 E8 
6.97 E8 
9.21 E8 
6.91 E8 
6,90 E8 
4.59 E8 
4.50 E8 
4.61 E8 
6.93 E8 
4.58 E8 
6.11 €8 

3.41 E8 
2.86 E8 
2.67 E9 
1.95 E10 

I 

3.08 ~9 

3.79 Ea 

---"GJ- 
Shield 

1.35 E7 
1.5 E7 
3.8 E8 
1.57 E9 
7.94 E9 
1.21 E16 
3.34 E10 
5.02 E10 
2.13 E9 
2.91 E9 
1.41 E9 
1.25 E9 
3.61 E8 
5.64 E8 
2.5 E8 
1.01 E8 
1.14 E8 
1.02 E8 
1.16 E9 
4.2 E8 
4.47 E8 
3.14 E8 
2.88 E8 

1.67 E8 

2.11 E8 
1.28 E8 
1.71 E8 
1.12 E8 
9.16 E7 
7.83 E7 
5.63 E8 
1.09 E9 

1.59 Ea 

1.61 Ea 

t 
This nwrnkr i s  t ram far each energy interval. 



Table 4 

DOSE CONVERSlON FACTORS AND AVERAGE 

QUALITY FACTORS FOR HPRR SPECTRA 

Dose Cower ion Fa t o r  - -4 QF Imrad/cm 3 x IO ) Sh iel ld 

UnshBeBded 25.5 

S tee1 17.9 
tuc i t e  14,6 

9.4 
9.5 
8.9 

Table  5 

NEUTRON ABSORBED DOSE AND DOS& E Q U I V A L E N T  CALCULATED 

FROM HPRR FISSION Y I E L D S  

Reac t o r  FlSs:q.. IF 1 uence Dose D o s e  Eqeri- 
Run S h i e l d  f x  PflX2) (crne2 x l0-7) (rnrad) va lent  (rnrern) 

1 U n s h i e l d e d  9 J .6 2 “28 58 545 

3 kuc Y t e  6% .4 3.26 48 427 
2 Steel 3 2 ” 3  3*9’8 70 665 
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Tab 1 e 

REFERENCE VALUES OF DOSE 

6 

AND DOSE EQUIVALENT 

Neutron Dose Neutron Dose Gamma Dose 
(rnrad) Equ i va 1 ent (mrem) Equ? va 1 ent 

Run Sh ie ld  Calcul- Mea- Celcu. Ca 1 cu- Mea s u red 
lated sured lated lated (rnrem) 

from 
Measured 

1 Unshielded 58 43 2 4 . 3  545 16 1- 1.6 - 40 4 

8 I- 1.2 

41 I- 4.1  

Steel 70 55 2 5.5 665 523 a 

3 but I t e  48 43 - + 4 . 3  427 383 - 
2 
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Table 7 

RESULTS OF PERSONNEL DOSIMETER INTERCOMPARISON 

February 18-19, 1976 - Unlshielded 

Locat ion  Phantom No. 1 Phantom No. 2 Phantom No. 3 
Group on Phantom n (mrem) y ( i .  ,-em> n (mrem) y (mrem) n (mrem) y (mrem’) 

A 

B 
B 

c 

D 

E-1 
E-2 
E-3 

F 
F 

G 

H 
H 

I 

4-1 
4- 1 
J-2 
J-2 

K 
K 

Front  

Fron t  
Back 

Front  

Front  

Front  
Front  
Front  

Front 
Back 

Front 

Fron t  
Back 

Front 

Front 
Back 
From t 
Back 

Frsn t 
Back 

21 0 72 

470 20 
90 5 

70 5 9 05 

560 15 
620 23 
1000 35 

90 20 

486 

200 

2’10 

470 
90 

560 
6 20 
1000 

486 

497 

330 

72 

20 
5 

15 
23 
35 

IO 

25 

6 

6 

210 72 

81 

560 I5 
620 23 

1000 35 

640 40 

486 

54 

30 5 20 

25 

16 

30 
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Tab le  8 

RESULTS OF P E R S O N N E L  DOSIMETRY INPERCOMPARlSON 

February 18-19, 1976 - CUCITE S H I E L D  

Locat ion Phantom No. 1 Phantom No. 2 Phantom No. 3 
Group an Phantom n (mrem) y (mrem) n (mrern) y (mrem) n (mrern) y (rnrern) 

A 

B 
B 

e 

D 

E- 1 
E-2 
E - 3  

F 
F 

G 

H 
H 

I 

J- 1 
J -  1 
J-2 
J-2 

K 
K 

Front 

F roil t 
Back 

Front  

Frsn t 

Front 
F roll t 
F ron t 

Front 
Back 

Front 

Front 
Back 

Front 

Front 
Back 
Front 
Back 

Front 
Back 

260 

720 
40 

418 

560 
720 
70 0 

120 

432 

260 

164 

60 
20 

157 

43 
48 
80 

30 

164 260 164 

6O 
20 

102 

43 560 43 
48 720 48 
80 70 0 80 

590 90 

432 

120 
95 3 3  

65 42C 70 

30 

18 

30 

100 

48 



Tab le  9 

RESULTS OF PERSONNEL DOSIMETRY BNTERCOMPARBSON 

February 18-19, 1976 - Steel Shield 

Loca t ion  Phantom No. P Phantlom No* 2 Phantom No. 3 
Group on Phantom n(rnrem) y(mrern) n(mrem) y(mrernf ' m r ( m r e m )  

I 

A 

B 
B 

C 

D 

E-6  
E-2 
E-3 

F 
F 

G 

H 
H 

I 

J- 1 
J-3 
J-2 
4-2 

K 
K 

Fron t  

Fron t  
Back 

Front  

Front  

Front  
F ron t  
Front  

Fron t  
Back 

Fron t  

F ron t  
Back 

Front  

Front 
Back 
Front  
Back 

Front 
Back 

510 

560 
160 

710 

740 
840 

1300 

100 

842 

120 

54 

5 
3 

105 

20 
26 
35 

20 

510 

560 
160 

740 
840 

1300 

842 

542 

70 0 

54 

5 
3 

20 
26 
35 

10 

6 

5 

510 54 

343 

740 26 
840 26 

1300 35 

7 70 30 

158 

730 15 

12 

9 

30 
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T a b l e  10 

SUMMARY OF RESULTS OF FRONT EXPOSURES 

Exposure 
Cond 0 t ion 

Unsh i elded Reactor 550 2 2 1 7  35 9 29 
Steel Shielded Reactor 753 2 226 31 f 30 

L u c i t e  Shielded Reactor 532 2 154 86 i. 46 - 
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