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ABSTRACT

In order to conduct fission product release tests on commercial LWR
fuel specimens, an induction furnace was developed, capable of operation
at 2000°C in steam. The test specimen and steam atmosphere are contained
in a stabilized ZrO, furnace tube, which is heated by a concentric suscep-
tor of either tungsten or graphite. A two-color optical pyrometer and
high—temperature thermocouples are used for temperature measurement. The
furnace has operated reliably for periods up to 30 min at test temperatures
of 1400 to 2000°C with steam flowing at ~1 L/min.

The apparatus for collecting the released fission products includes a
thermal gradient tube (TGT), an aerosol deposition sampler, a series of
glass fiber filters, and heated charcoal. A steam condenser and cooled
charcoal, for inert gas adsorption, are located further downstream. The
thermal gradient tube, which varies from ~850°C at the inlet to 150°C at
the outlet, is composed of either platinum or stainless steel.

The principal analytical techniques used for fission product iden-
tification and measurement are (1) gamma spectrometry, for all radio-
nuclides on all test components; (2) spark-source mass spectrometry, for
all elements, primarily deposits on the thermal gradient tube and filters;
and (3) neutron activation, for iodine on selected test components. The
apparatus and techniques have been shown to be effective in conducting the
tests and in collecting an abundance of data on fission product release
and behavior in this apparatus.







CONTENTS

Page

.‘ ABSTRACT ....l........................."...........‘....'......... iii
LIST OF FIGURES ...."............................................' vii

LIST OF TABLES .................................................... ix

1. EHCUTIVE SI-WARY ® 8 80000000 OO OOINIOEOEOEOIOE SOOI IRT OO 0 s 0O OO OGOCEOLOLEEOGCEOEOEOEOSISETPOODN 1

2. INTRODUCTION .................................................. 2

3. APPARATUS DESIGN REQUIREMENTS AND CONSTRUCTION «eveeceeoccooesss 3

3.1 FURNACE .................................................l 3

3.2 FISSION PRODUCT COLLECTION SYSTEM +0eveccccocccccconnsnsees 3

3.3 HOT CELL INSTALLATION @0 00 00000000 BN L OO OLOOOIEOSIEOENLNOEGEOIEBDBOEOES o000 5

3.4 INSTRMNTATION LU B B I B A A A N N N N N N N N N N NN N Y NN R 00000008000 12

3.4.1 Temperature MeasuTemMENL seeeeesesessseassacsesessss 12

3.4.2 Gas Flow Rate and Pressure Measurement ..eeeeeesess 12

3.4.3 Radiation Measurement ...ceeoececsscocsscsccsocssss 17

- 3.4.4 Chemical AnalySisS ceeeeeocecococsescnsnsococescness 17
3.4.5 Aerosol Sampling and AnalyS1S eeeseecescesccsossess 20

. 4. PRELIMINARY TESTING AND CALIBRATION ..eveeverecesoooosocnncnoes 20

1 FURNACE TESTING cevececocasescscssosssescscssscncccsnosesns 20
2 THERMAL GRADIENT TUBE TESTING seveveccscscocccncococconosnss 24
«3 INERT GAS AND STEAM FLOW TESTING seveecececcsccoccnconanes 27
4 RADIATION MEASUREMENT TESTING 4eeeevececesosocconanncannnses 27

5. CONTROL TESTS 5 0000000000000 0000000000000060600606006060606006008°O06GCCIOIGES 27

5.1 TESTS C-1 AND C-2 .cvevevsoccnscnnanncocssconccnncne cesens 28
502 TEST €3 teveeeeesosenccasssssssssosnsescasoacscsosasanesns 28
T B 0 L 33
5.4
5.5

TEST C_6 600560060600 0650600000000 00600 060060060600 006000 0060SCGCETLIIEEGEES 38

TESTS C-7 AND C—8 S5 5 50000000000 0000000 0000000000000 0BCESEETDN 45

6. REFERENCES 9 000000060 0600000000060600000060000600606000060600060600O0OO0CGCEIESES 45

APPENDIX. COMMERCIALLY SUPPLIED EQUIPMENT AND INSTRUMENTATION .... 49







Number

10

11

12

13

14

15

16

17

LIST OF FIGURES

Fission product release furnace seeeevecseossccescsccncens
Fission product collection SyStem .eeeseeccsocecccocccnss
Fission product release and collection System sveeeeescese
Photograph of (a) fission product release furnace,

(b) thermal gradient tube, and (c) filter package in
Steel containment box before test HI"B e 0ss0000000000000

Hot cell installation with containment box closed eceeees

Condenser, dryer, and two cold charcoal traps mounted
around NaI(T2) detector for 8°Kr measurement seeeeeseeceee

Data acquisition and processing system for fission
product release teS8t .cceececcsesestcccscssesstossancnnnans

Temperature instrumentation for fission product release

apparatuS 090080000000 00000 00NN 0000000 CEPOIORRO0ROIBOBEEE

Steam generator and flow measurement/control
instrumentation mounted outside hot cell ...cevescecccones

Simplified flow diagram for fission product release
test apparatus ® 6 90 0000000000000 00D OLOOOEIPOEDIPOLOIEPROIEOIOIESIOBDEOIEBIEBOBOSTONES

Multichannel analyzer (MCA) used to measure quantities
of radionuclides on test cOmMPONENtS seceececevvoscscscanas

Arrangement of apparatus for laser—induced
fluorescence (LIF) SpectIrOmELTY eeceeccesceccccssccsssons

Schematic diagram of miniature aerosol deposition

sampler 0 00606000000 0000006000000060000600 0060600006000 060000000s0

Miniature aerosol sampler, showing path of gases/aerosol
through interior @9 00000 00 00 5SSO0 00O OO OO B0 0O SO L 0SS0 0O RSSO

Temperature profiles along test fuel rod as measured
during furnace testing with a 22 turn induction coil ....

Axlal temperature profile indicated by interior platinum
vs rhodium thermocouple during furnace testing .cceeecess

Comparison of temperatures indicated by optical pyrometer
and thermocouple at inlet end in furnace test .ceceeceses

vii

Page
4

7

10

11

13

14

15

16

18

19

21

22

23

25

26




Number Page

18 Temperature and power histories of test C-1 ...cceeeevees 31
19 Temperature and power histories of test C-2 .eceveeeecses 32 :
20 Temperature and power histories of test C-3 ..c.eceveeees 34 -
21 Comparison of the oxidized fuel specimen (Zircaloy-clad
U0,) from test C-3 with an untested specimen ....ccccc... 35
22 Distribution of 1301 along thermal gradient tubes in
tests C-3 and C=4 .ciieseecoscvssscesssonssanssscccsccnns 37
23 Temperature and flow histories of test C-4 ....cceeceeeses 39
24 Distribution of tin and antimony in test C-4 thermal

gradient tllbe 0 0000000 00OEPPOE0C0P0C00OCEOPIOCCECEROESIOEONNOEIOETOTTOETOTTSDOOEOES 42

25 Temperature and flow histories for test C—6 .cceeeesessss 43

26 Appearance of the fuel specimen from test C—6 ....eeceses 44




Fal

Number

LIST OF TABLES

Analytical techniques for fission product release

e o T
Construction and operating data for control tests ..cecess.
Comparison of temperature data in tests C-1 through C-6 ..
Distribution of 130T in test C-3 viiviiveeeeeeneecnnnnnans
Distribution of 1301 in test C-4 .i.vivvrinnrennccencnanas

Distribution of radioactive tracers from irradiated
Zircaloy in teSt C_4 0 0 00 0000 0000000000000 0000000060O0O060O0COCS

Distribution of radioactive tracers (from irradiated
Zircaloy) In test C=6 ceveeeeccecccsccccscscasonscacsnananans

Page

29
20
36

38

40

46







DESIGN, CONSTRUCTION, AND TESTING OF A 2000°C FURNACE AND
FISSION PRODUCT COLLECTION SYSTEM

. Osborne
. Collins
. Lorenz
. Travis
. Webster
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1. EXECUTIVE SUMMARY

The development and testing of the furnace and fission product collec-
tion apparatus discussed in this report were carried out over a period of
about two years; some of the control tests were interspersed with early
tests of LWR fuel. Preparation of this report has been delayed to permit
the inclusion of as many of the apparatus changes and control tests as
possible.

The performance of the high temperature furnace has been generally
consistent with the design goals. The required temperature (2000°C) was
reached easily, with heating rates >2°/s being achieved. Although no
effort was made to determine the maximum possible heating rate, we esti-
mate that rates of 4 to 5°/s are possible, but not necessarily recommended,
because of the increased chance of breakage of the ZrO, furnace tube, which
is the primary containment for the fuel specimen. Temperature measurement
within the furnace required significant effort, and because of the high
electromagnetic fields and the steam atmosphere (which required a protec-
tive ZrO; thermowell for the tungsten vs rhenium thermocouples), precision
has been less than desired. We assume a precision of +50°C at the inlet
end of the furnace, and the axial gradient has been determined to be 50 to
100°C, depending on flow rate and maximum temperature. The ZrO, furnace
tubes, which are stabilized with 3 wt % MgO, have performed very well.
Minor fracturing has occurred in a few instances and a small amount of
blistering was evident on the tube that was heated rapidly to 2200°C.

Development of the TGT has included (1) increasing the length, from
30 to 36 cm; (2) doubling the number of heating elements, from 2 to 4, to
improve temperature control; (3) increasing the number of thermocouples,
from 6 to 12, to improve the temperature resolution; and (4) most recently,
substituting a larger, stainless steel liner, in place of platinum, to
provide a deposition surface similar to that in reactors. With the excep-
tion of one heater failure during a test, this component has operated
quite reliably and has provided the desired linear temperature profile.

The filter package, which contains a series of filters and charcoal
cartridges, the steam condenser, the dryer, and the cooled charcoal traps,
have all performed suitably with only minor modifications. The miniature
aerosol sampler has been used in only two tests; it appears to provide an
adequate means of collecting very small samples of the aerosol as a func-
tion of time during the test, but may require further refinement.




The series of control tests proved the basic operation of the system,
and provided needed experience in operation prior to the introduction of
dangerous levels of radioactivity. The detailed results of three tests
using tracer materials are included. The observed behavior of tracer
levels of fission products/chemical species in the control tests under
relatively simple conditions has been very helpful in interpreting the
behavior of real fission products under the more complex conditions of LWR
fuel tests. Those tests, for instance, showed that most (~95%) of the *
elemental iodine passed through the thermal gradient tube and more than
half penetrated the filters to be deposited on the heated charcoal.

Conversely, such fission product compounds as CsI and CsOH, which dominate
the release from fuel into steam, were collected almost completely on the
thermal gradient tube and the filters. 1In addition, the control tests
provided much of our currently available data on the release and behavior
of several structural elements, such as Cr, Co, Zr, and Sn.

2. INTRODUCTION

Experiments to determine fission product release from light water
reactor (LWR) fuel under accident conditions are needed to assess the con-
sequences of severely overheating the fuel. Such accidents might result
from a loss of cooling water. In order to conduct tests of irradiated
fuel, a highly specialized apparatus capable of remote operation in a hot
cell is required.1 A series of fission product release experiments, in
which fuel specimens were heated in the range of 500°C to 1600°C, was con- -
ducted at Oak Ridge National Laboratory (ORNL) during 1975-1979; the
results of these studies were reported by Lorenz et al.2™* 1In FY 1981 the
U. S. Nuclear Regulatory Commission (NRC) requested further fission prod- "
uct release studies to higher temperatures. Because the previous furnace
capability was limited to a maximum of ~1600°C, a new design was required.
In addition, the importance of collecting more information per test (more
fission product species, identification of particular chemical forms,
aerosol characteristics, etc.) was recognized. Consequently, a program
with the following objectives was initiated.

l. To design, construct, and test a furnace capable of heating a
suitable fuel specimen to at least 2000°C in flowing steam. The
ultimate objective was fuel melting, at ~2500°C, but a preliminary
evaluation of the problem showed that development of a 2000°C fur-
nace, using ZrO, ceramics, could be accomplished more quickly and
cheaply than development of a 2500°C furnace which would require
ThO, ceramics. Since a number of tests in the range of 1400°C to
2000°C were desired, we chose to build and test the 2000°C furnace
first. Then, utilizing the experience gained from operation of this
furnace, we planned to develop the higher temperature apparatus.

2. To improve the fission product collection and analysis techniques
used in the previous tests, with particular emphasis on efforts to -
identify the chemical forms of the fission product species.




3. To improve the on-line data acquisition by the use of newer, improved
instrumentation. Although the initial apparatus would include a
single collection train and NaI(T%) detectors as used previously, we
planned to utilize multiple collection trains, Ge(Li) detectors, a
cascade impactor, and, if available, a sophisticated vapor analyzer
(laser Raman or laser-—induced fluorescence spectrometer) with the
higher temperature furnace.

3. APPARATUS DESIGN REQUIREMENTS AND CONSTRUCTION

The design requirements for the test apparatus and instrumentation
depended heavily on the test parameters: temperature, atmosphere, and
time; other major considerations were the feasibility of remote operation
and safety.

3.1 FURNACE

The ultimate objective of the new furnace was the reliable capability
to isothermally heat a representative fuel specimen (min 100 g) to com-
plete melting (min 2400°C) in a flowing steam atmosphere and maintain
controlled conditions for at least 10 min. Additionally, we required two
temperature measurement methods — thermocouples and optical pyrometry —
and furnace materials as similar as possible to those found in a reactor
core under accident conditions. Application of our experience with fur-
naces used in other fuel testing programs“~® to satisfy these requirements
resulted in the design shown in Fig. 1. The principal features of this
new furnace are an inductively heated tubular susceptor (both graphite and
tungsten have been used successfully), a dense ceramic tube (ZrO,) that
contains the fuel specimen and the flowing steam—helium atmosphere, tem-
perature measurement at the inlet end using both optical pyrometry and
thermocouples, a purified helium purge flowing into the annulus containing
the susceptor, thermal insulation of fibrous ZrO, surrounding the high
temperature zone, and a fused silica vessel that provides gas—tight con-
tainment for the assembly. The silica vessel is surrounded by an induc-
tion coil of .64-cm (1/4-in.)-diam copper tubing which extends ~1 cm
beyond the 25-cm-long susceptor at each end. This furnace is powered by
a radio frequency (RF) generator and has operated reliably in fuel tests
up to 2000°C, which is near the limit for the ZrO, ceramics. This series
of tests, utilizing commercial LWR fuel, began in March 1982; they are
designated HI-1, HI-2, HI-3, etc. and are being reported separately.’~?
Upon receipt of the ThO; ceramics, which are being fabricated at Llos
Alamos National Laboratory (LANL),10 the furnace will be modified and
tested at higher temperatures, up to 2400°C.

3.2 FISSION PRODUCT COLLECTION SYSTEM

During the tests, the vapors and aerosols carried out of the furnace
by the flowing steamhelium atmosphere are the sources of information on
fission product release and behavior, which are the principal objectives
of these experiments. Consequently, we sought to collect and analyze this
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material in ways that would provide as much specific information as possi-
ble. Techniques employed in previous experimental programsz)6 constituted
the basic tools for this effort; most of our data were obtained through use
of the techniques listed in Table 1. The principal components, (as shown
in Fig. 2) in succession downstream from the furnace, are (1) a thermal
gradient tube providing an inert deposition surface (platinum) at tempera-
tures of ~850°C at the inlet, declining to ~150°C at the outlet; (2) a
filter package, maintained at ~130°C, containing, in series, a glass wool
prefilter, glass fiber filters of 96% and 99.7% efficiency in collecting
0.3-pm—diam particles, and four cartridges of triethylenediamine (TEDA)-
impregnated charcoal; (3) a condenser and dryer, operating at 0°C and
-78°C, respectively, to collect the water vapor and any other condensible
species that might pass through the filter package; and (4) two successive
charcoal traps at -78°C for adsorbing the rare gases Kr and Xe, while
allowing the He carrier gas, and any H, formed by steam—Zr reaction, to
pass through for measurement and release. In addition to the above col-
lectors, two others have been considered, and may be used in some tests:

a stainless steel TGT liner in place of the platinum tube, to provide a
deposition surface more similar to that in a reactor system; and a minia-
ture cascade impactor to facilitate particle size separation and analysis.
Because of doubts about the applicability of a cascade impactor to our
apparatus, a small graphite rod aerosol sampler was designed and has been
used in two tests. Along with conversion of the furnace to ThO, ceramics
and the capability for 2400°C operation, installation of dual TGT/filter
packages is planned for operation during different test periods.

3.3 HOT CELL INSTALLATION

Because both the fuel specimens and apparatus components from tests
with significant fractional releases are highly radioactive, the furnace
and fission product collection system were installed in a hot cell, as
shown in Fig. 3. This hot cell is maintained in relatively clean con-
dition (low level radioactive contamination) so that personnel access for
apparatus assembly and checkout prior to an experiment is possible. The
furnace, TGT, and filter package are all mounted inside a stainless steel
containment box ~1.8 m x 0.6 m x 0.45 m (0.5 m3). The box has 3.18-mm-—
thick walls and is connected to the off-gas system; it operates at a nega-
tive pressure of -10-in. water relative to the hot cell, which, in turn,
is ~-1-in. water relative to the surrounding laboratory. This container
was designed to contain the debris in the event of severe damage to the
furnace, and, in addition, the combination of volume, an air flow rate
through the box of 42 L/min, and reduced pressure should prevent positive
pressurization 1f a hypothetical "worst case” hydrogen detonation should
occur. The test apparatus is shown, with the box open in Fig. 4 and with
the box closed in Fig. 5.

The steam condenser, dryer, cold charcoal traps (two), and a NaI(TQ)
detector for 89Kr monitoring are located in a cubicle in the hot cell
wall, as illustrated in Fig. 3, and pictured in Fig. 6. The effluent from
this part of the collection system — the noncondensable gases helium (or
argon) and hydrogen — are returned to the hot cell exhaust system.




Table 1. Analytical techniques for fission product release data
Technique Time Location Elements detected ’
Gamma Pretest, Fuel specimen Long-lived, high energy -
spectrometry posttest fission products — Cs,
Sb, Ru, Eu, Ce,
On—-line Thermal gradient Cs, Kr
tube, filters, gas
traps
Posttest Furnace components, Cs, Ag, Ru, Ce, Eu, (CO)
thermal gradient tube,
filters
Activation Posttest Charcoal, solution I, Br
analysis from furnace, thermal
gradient tube, filters
Spark-source Posttest Samples from furnace, All

mass
spectrometry

thermal gradient tube,
filters
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3.4 INSTRUMENTATION

Instruments are used to continuously measure, control, and record
temperature, to measure and record gas flow rates, to measure gas
pressure, and to measure and record radioactivity during the course of
each experiment. Although most of the sensors, and a few of the indica-
tors, are located inside the hot cell, all devices for test control,
operation, and data recording are located outside the hot cell as shown in
Fig. 7. After the fuel specimen has been loaded into the furnace and the
containment box closed, use of the manipulators to conduct a test is not
required. The commercially supplied instruments and the RF power supply
are listed in the Appendix.

3.4.1 Temperature Measurement

Measurement, control, and recording of the furnace and fuel specimen
temperature during a test were accorded top priority. The principal tem—
perature instrumentation is illustrated in Fig. 8. Power input to the
furnace is controlled manually by adjusting a large rheostat that controls
plate voltage in the RF power supply via a saturable reactor. Both thermo-
couples — with bare Pt vs Pt-107 Rh for tests up to 1700°C or W-5% Re vs
W-26% Re in ceramic thermowells for tests above 1700°C — and a two—color
optical pyrometer are used to sense the temperature at the inlet end of
the furnace. The optical pyrometer utilizes windows, a mirror, and the
gas inlet hole through the ceramic end plug to view the end of the fuel
specimen. The thermocouples are located in the same area, 1 to 2 cm from
the end of the specimen. Calibration tests with unirradiated, instru-
mented fuel specimens were conducted to determine the temperature correc-—
tions and gradients for various geometries, temperatures, and gas flow
rates.

Immediately downstream from the furnace, the temperature of the TGT
(see Fig. 2) 1is monitored by 12 stainless steel clad Chromel-Alumel thermo-
couples and controlled by four heaters to provide a linear thermal gradient
from ~850 to 150°C over its 35.6-cm length. Because gas flow rate and
furnace temperature affect temperatures in the TGT, automatic controllers
are used to operate the four heaters. The low temperature furnaces that
heat the filter package and the steam lines, however, are insensitive to
other test conditions and are operated manually. The steam generator,
which is mounted outside the hot cell as shown in Fig. 9, is electrically
heated; a resistance thermometer senses the temperature and supplies a
signal to an automatic controller that maintains the desired temperature
to a deviation of +0.2°C.

3.4.2 Gas Flow Rate and Pressure Measurement

Gas flow in the test apparatus 1s shown schematically in Fig. 10,
Purified helium is supplied to three regions: (1) the furnace thermowell,
to protect the thermocouple and furnace inlet region from backflow of
steam in the event of thermowell breakage; (2) the annulus in the furnace




ORNL DWG 82-1041R

THERMOCOUPLES GelLi DETECTOR
FLOWMETERS Nal DETECTOR
OPTICAL PYROMETER HoT
CELL FLOPPY
& HARD
DISK
PROGRAMMABLE
MUL T ICHANNEL
ANALYZER
DATA ACQUISITION / -1, MAG.
CONTROL UNIT DESK TOP TAPE (ND 682)
COMPUTER
(HP 3497A) [ REMOTELY
A (HP-9825A) LOCATED )
REAL 1V
TIME FLOPPY
DAY/DATE DISK
CLOCK TELEWRITER
4 PEN THERMAL
PLOTTER LINE
PRINTER
Fig. 7.

release test.

Data acquisition and processing system for fission product

€T



ORNL DWG 84-621

AEROSOL
SAMPLER
THERMAL FILTER
FURNACE GRADIENT PACKAGE
0000000000 ] TUBE
= e———— L1 —
FLOW
l 00000000000 OUT
|
|
|
IJ.]
OPTICAL
PYROME TER
SENSOR
. S G A S A [/
700N 2o meT || e WALk A %
cLock TEMPERATURE
_ ! | [ THERMOCOUPLE CONTROLLERS
HIGH - FREQUENCY A TOR
POWER SUPPLY
OPTICAL
PYROMETER
INDICATOR :] SATA
2 - PEN | ACQUISITION
RECORDER SYSTEM
12 - POINT
RECORDER

Fig. 8. Temperature instrumentation for fission product release
apparatus.

w1






ORNL DWG 84 -614

a

FURNACE

.[::}T CELL

INSIDE HOT CELL

N
\

7

FILTER | HOT

Nzzzzzzzz2222302

—

1 L

1 1

/

MFM-6

)

GT-2

GT-14

D c

INSIDE CUBICLE

Fig. 10.
apparatus.

MFM-1

PT-1
MFM-2 He SUPPLY #1
MFM-3

PT-2

He SUPPLY #2
STEAM OUTSIDE HOT CELL
GENERATOR
LEGEND

MFM MASS FLOWMETER

PT PURIFICATION TRAP

GT GAS TRAP (Kr AND Xe)
c STEAM CONDENSER

D DRYER

Simplified flow diagram for fission product release test

9T



17

that contains the susceptor (either graphite or tungsten), again to guard
against backflow of steam; and (3) the steam generator. (A small, but
constant amount of helium is required to sweep the fission gases and any
hydrogen produced in the furnace through the condenser and dryer to the
gas collection traps.) These inlet helium flow rates and the outlet flow
rate (a mixture of helium and hydrogen) are measured by mass flowmeters
that operate on thermal conductivity principles (see Appendix). The pres-
sures (~l.1 atm) are monitored at various points throughout the system
during a test to ensure proper operation.

3.4.3 Radiation Measurement

Two NaI(T4) detectors and one Ge(Li) detector are used for on-line
measurement of gamma-emitting fission products that are collected in the
TGT, in the filter package, and in the cold charcoal traps (Fig. 3). The
spectra are recorded at l-min intervals during a test, and subsequently
analyzed with a multichannel analyzer (MCA). The deposits in the TGT and
the filter package are dominated by 134cg and 137Cs, whereas only 85Kkr
reaches the cold charcoal traps. In addition, qualitative data are
obtained before, during, and after a test through use of a portable in-
cell ion chamber and two Geiger-Mueller (G-M) tubes located in holes in
the hot cell wall.

Following each test, the apparatus is completely disassembled and all
components are carefully analyzed by Ge(Li) detector and MCA. This
computer/MCA, shown in Fig. 11, is capable of simultaneously collecting
data from three detectors and supplying quantitative data for the amount
of fission products on each sample. Both long distances (up to 12 m) and
lead attenuation (up to 6 cm) are used to analyze samples with very high
levels of gamma activity, as high as 1000 R/h at contact.

3.4.4 Chemical Analysis

Chemical species analysis in the gas phase at high temperatures
(~700°C) has been considered. The species of particular interest would
include CsI, I,, HI, CsOH, and perhaps others as well. Two potential
techniques, development of which has been supported in another laboratory
on a limited basis, are laser Raman spectrometry and laser—-induced fluo-
rescence spectrometry.ll Although the former initially appeared to be
quite promising, preliminary experiments in vacuum showed a relatively low
sensitivity for Raman compared with laser—induced fluorescence.l2 Further
experiments using the fluorescence technique in an apparatus with steam
flow are planned.

If this analysis method proves to be applicable to our apparatus, a
special quartz or sapphire cell would be installed immediately downstream
from the furnace (Fig. 2) as indicated in Fig. 12. Other components of
such an analyzer would include a laser mounted outside the hot cell, a
light-pipe to conduct the beam to the cell, a detector to sense the scat-
tered radiation, and an MCA to record and analyze the signals. While such
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a system offers the potential for greatly expanding our analytical capa-
bility, a significant development and implementation effort will be
required once applicability to our test conditions has been proven.

3.4.5 Aerosol Sampling and Analysis

Data on the mass and the composition of the released aerosol as a .
function of time during tests were recognized as being of considerable
interest. Accordingly, a sampling device was designed to provide con-
tinuous, differential aerosol collection. However, it was installed rela-
tively late in the development phase, first being tested in release test
HI-5. This collector, which is a miniature graphite rod driven slowly by
a motor-operated screw across a narrow gap in the gas stream, is illus-
trated in Fig. 13; a view in the direction of gas flow through the sampler
is shown in Fig. 14. The deposited aerosol particles trace a spiral path
along the graphite rod, thereby allowing posttest examination of the aero-
sol sample at any particular time during the test. Graphite was selected
as the deposition surface because of its low atomic number (6), which
causes no interference with elemental analysis by the energy dispersive
x-ray method (EDX) in a scanning electron microscope. The very small size
(0.8 mm diam) and narrow deposition area (1 mm) were selected to avoid the
high levels of radioactivity inherent in larger samples. This collector
is installed between the TGT and the filter package, and is heated to
150°C to prevent steam condensation.

4. PRELIMINARY TESTING AND CALIBRATION

Following assembly of the test apparatus, the components were tested,
both separately and together, to ensure proper operation and calibration.
Some of these tests have been repeated at intervals (between fuel heatup
tests) to account for apparatus modifications or to verify stable perform—
ance.

4,1 FURNACE TESTING

Several tests of the furnace and induction coil were conducted to
determine the axial thermal profile in the test zone for various coil
configurations, heatup rates, and gas flow rates. (The inflowing steam—
helium mixture tends to cool the inlet region.) The induction coils were
concentrated at the ends to counteract end losses; the coil spacing varied
from 0.95 em (3/8 in.) at the ends to 1.59 cm (5/8 in.) at the center.

Two additional coils were added at the inlet end to counteract the cooling
effect of the incoming gas.

Two techniques were used to measure the axial thermal profile. In one
case, six Pt vs Pt-Rh thermocouples were installed on a Zircaloy test
specimen, thereby affording simultaneous temperature measurement at six .
locations in addition to the normal measurements by thermocouple and opti-
cal pyrometer at the inlet end. Two temperature profiles (at different
argon flow rates) from this test, shown in Fig. 15, indicate a gradient of
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some 100°C over the 20-cm specimen length. Compared to the inlet thermo-
couple and optical pyrometer, the maximum specimen temperature was ~75 and
~125°C higher, respectively.

In a later test, using a single movable Pt vs Pt-Rh thermocouple
inside a Zircaloy specimen, the axial profile was measured at two dif-
ferent temperature levels. Using the same 22-turn coil configuration, but
a different flow rate, 1.0 L/min steam plus 0.3 L/min He vs 2.0 L/min Ar
in the previous test, a somewhat different axial profile was found, as
shown in Fig. 16.

Several tests comparing the response of a W-5% Re vs W-26% Re thermo-
couple with the two-color optical pyrometer were conducted in order to
select the best combination of mirror and windows used in the light path
to the pyrometer. As may be seen in Fig. 3, the radiation must (1) pass
through a small window at the inlet end of the furnace, (2) be reflected
90°, and (3) pass through a window in the stainless steel containment box
before reaching the pyrometer. The windows and mirror are made of high
purity fused silica (quartz), while back-silvering was found to be better
than front-silvering for the mirror.

The results of a test to 2200°C are displayed in Fig. 17. Using a
graphite rod as a test specimen, the pyrometer viewed the bottom of an
axial hole in the inlet end and the thermocouple was installed in a simi-
lar hole in the outlet end. The furnace was heated slowly (~50°C/min) in
a heliumhydrogen atmosphere. As indicated by the figure, the thermo-
couple and pyrometer agreed well up to ~1900°C; thereafter, the pyrometer
indicated a significantly lower temperature. Since the immediate objec-
tive was conducting tests to a maximum of 2000°C, we concluded that this
arrangement was adequate for the first series of tests using ZrO, ceramics,
but would require further development for higher temperature tests using
ThO, ceramics. (Not unexpectedly, the ZrO, furnace tube was damaged by
the 2200°C temperature of this brief test.)

Another aspect of furnace testing included the installation and posi-
tioning (by trial and error) of a 5-cm-long platinum tube in the inlet end
plugs of the furnace to serve as a gas preheater. Sufficient power from
the induction coil was obtained to heat this tube, and the gas flowing
through it, to ~800 to 1000°C during high-temperature operation, thus
reducing the cooling effect of inflowing gas on the test specimen.

4,2 THERMAL GRADIENT TUBE TESTING

Based on previous experience2 and the performance of several test .
heaters in this program, a suitable method of heating the TGT was devel-
oped. First, two layers of quartz insulating tape (~0.1 mm thick) are
wound on the fused quartz tube. Twelve Chromel-Alumel thermocouples, -,
located at specific positions, are strapped to the tube, and bound with
three layers of quartz tape. Next, the nickel—chromium heating wire is
wound in place, and secured with additional layers of quartz tape. The
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35-cm-long tube is divided into four sections, each ~9 cm long, with the
spacing of the windings gradually increasing toward the outlet end. Each
heating section is individually controlled, and at least two thermocouples
monitor the temperature.

Because a new assembly is required for each experiment, it is tested
for the proper power input, heater response, and axial temperature profile
prior to final test assembly.

4.3 INERT GAS AND STEAM FLOW TESTING

The mass flowmeters used to measure helium flow through the apparatus
were tested and certified as accurate by the ORNL Instrumentation and
Controls Division. The entire system was pressure- and vacuum-tested to
ensure gas purity. Standard test operating procedure includes rechecking
for system integrity prior to each test.

The flow of steam from the steam generator was carefully measured as
a function of both temperature and argon flow in preliminary testing.
These calibration tests showed that, for an inert gas flow of 0.15 L/min,
temperatures of 95 and 85°C provided the desired steam flows of 1.0 and
0.35 L/min, respectively. These values have been verified in control tests
with tracers and in fuel tests.’~?

4.4 RADIATION MEASUREMENT TESTING

As described in Sect. 2.4.3, NaI(TR) and Ge(Li) detectors are used to
obtain on-line fission product release data during each test. Because an
accurate quantitative calibration of these detectors/spectrometers would
be very difficult, we rely on posttest analysis with calibrated Ge(Li)
detectors and MCAs for quantitative measurements. The 85Kr counting
system was initially a single-channel analyzer with teletype recording,
precisely adjusted to detect the 514-keV gamma ray by use of a 85Kr
source. More recently, the 85Kr detector has been connected to the MCA.
This detector, along with the detectors that monitor the TGT and filter
package, are checked prior to each test for position and measurement,
using sources of 8°Kr and 137Cs. The MCA is regularly calibrated using
NBS standard sources.

The in-cell ion chamber and the G-M counters mounted in the hot cell
wall are not calibrated, but are checked for proper operation before each
test. One G-M counter monitors the filter pack and the other monitors the
low temperature end of the TGT. Both are located inside l-in.-diam holes
that penetrate the cell wall,

5. CONTROL TESTS

After assembly of the test apparatus, a series of control or verifi-
cation tests were conducted to ensure proper operation of the entire
system, to calibrate certain instruments, and to determine the effects of
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test conditions on unirradiated fuel specimens. Minor changes and adjust-
ments in both the hardware and the operating procedures were made during
these tests; these changes are summarized in Table 2 and will be discussed
in the order in which they were conducted. Test C-5 was aborted because

of experimental problems and has been omitted. Three of the tests con-
tained radioactive tracers (1301 and/or Zircaloy activation products:

Slcr, 60Co, 95zr, 113gn, and 125gh), which were used to test radioactivity
measurement and to study the behavior of these elements in our test appara-
tus. Temperature data for tests C-1 through C-6 are summarized in Table 3.

5.1 TESTS C-1 AND C-2

These two tests had as their common objectives testing the furnace
with steam flow, investigating the effect of the high temperature steam on
a Zircaloy specimen, and determining the steam flow rate under conditions
expected for the tests with radioactive fuel specimens. Construction and
operating data for both tests are listed in Table 2, while temperature and
power histories are shown in Figs. 18 and 19. As determined in temperature
calibrations, the optical pyrometer data require a correction factor of
~150°C at 1700-2000°C because of absorption in the windows and the mirror.
Because the furnace thermocouple is mounted in the inlet end of the furnace
and does not make contact with the Zircaloy specimen, it requires a correc-—
tion that is strongly dependent on the distance from the end of the speci-
men. The Pt-10% Rh vs Pt thermocouple in test C-1 was mounted ~1 cm from
the end of the Zircaloy specimen; it indicated a maximum of 1690°C before
failing, perhaps by melting, whereas the optical pyrometer indicated a
maximum of 1700°C. Because the Zircaloy specimen in test C-1 was partially
molten, the melt may have contacted the thermocouple and caused failure. -
(The melting point of pure Zircaloy has been reported to be ~1750°C, 13 but
increases rapidly with oxidation.) In test C-2, the thermocouple was
mounted ~2 cm from the end of the specimen, which was typical Zircaloy-
clad U0,. In this case, the thermocouple indicated ~150°C less than the
optical pyrometer, or ~300°C less than the specimen temperature. Since
gas (argon and steam) flow conditions were similar in the two tests, we
concluded that, at specimen temperatures of ~1800°C, a temperature correc-—
tion for the thermocouple of 150°C/cm from the specimen was reasonable.

Temperature data for the five control tests are summarized in Table 3.

As shown in Table 2, the steam flow rate into the furnace was slightly
more than 1 L/min in each test, and the combined argon flow rate (to steam
generator and to susceptor purge) varied between 0.30 and 0.60 L/min. The
steam mass flowmeter used in these tests provided inconsistent readings;
the data shown in Table 2 were derived from the masses of water collected
in the condenser and dryer and from measurements of the total gas flow
rate (including hydrogen) exiting the apparatus.

5.2 TEST C-3

This test was similar to tests C-1 and C-2 except that a source of
elemental iodine, traced with 1301, was included to study the behavior of




Table 2.

Construction and operating data for

control tests

a

Test No.
Property or condition c-1 c-2 c-3 C-4 Cc-6
Test specimen Zircaloy Zircaloy-U0, Zircaloy-U0, Zircaloy-U0, Zircaloy-U0,
Tracer material None None 13012 13012 and Irradiated
irradiated Zircaloy
Zircaloy
Furnace thermocouple Pt/Rh Pt/Rh Pt/Rh Pt/Rh W/Re with
thermowell
Susceptor material Tungsten Tungsten Tungsten Tungsten Graphite
Test atmosphere Ar-steam Ar-steam Ar-steam Ar-steam He-steam
Flow rates (L/min):
Ar to steam
generator 0.30 0.30 0.30 0.30 0.15
Ar to susceptor
purge 0.30 0.30 0.20 0.15 0.15
Steam out 0.88 1.03 0.99 0.92 0.54
Steam in ~l.1 1.19 1.21 1.30 0.89
Specimen tempera-
ture (°C) ~1850 1820 1830 1700 2100
Heatup rate (°/min) 42 48 72 75 140
Time at Tpax (min) ~20 30 20 20 20

ATest C-5 was aborted because

of experimental problems and produced no valid data.
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Table 3. Comparison of temperature data in tests C-1 through C-6

Maximum indicated
temperatures (°C)

Thermocouple Estimated maximum
Test location? By By optical specimen
No. (cm) thermocouple  pyrometer temperature (°C) .
b

c-1 1 1690 1700 ~1850

c-2 2 1526 1670 1820

c-3 1 1692 1680 1830

CcC-4 1 1564 1555 1700

Cc-6 1 1940 1940 2100

a
Approximate distance from thermocouple to end of fuel specimen.

Thermocouple falled during test.
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I, in the apparatus, especially in the TGT. Test materials, temperatures,
and gas flow rates were very similar to those in test C-2 (see Table 2 and
Fig. 20). Following the test, the test C-3 specimen was compared with an
identical untested specimen in Fig. 21, The Zircaloy cladding appeared to
be completely oxidized to Zr0O, and was quite brittle. In addition, diam-—
eter measurements indicated oxidation induced increases of up to 11.5% for
the cladding and 8.6% for the end caps; the length increase was about 97%.

Utilizing a technique developed in earlier studies, 1% the iodine
tracer was prepared by combining 1297 with palladium to form PdI,. This
material, in powder form, was sealed in a quartz (fused silica) ampoule
for irradiation in order to generate the desired amount of 12.,4-h 1307,
Following the irradiation in the ORNL Bulk Shielding Reactor, the ampoule
was analyzed by gamma spectrometry, then broken and immediately loaded
into a platinum tube in the inlet end of the furnace at room temperature.
Because PdI, begins to dissoclate at <400°C,15 the ampoule was positioned
in the inlet end plug where the temperature would not reach ~400°C until
the specimen was at least 1300°C. The PdI, should have been completely
dissociated, releasing the 1307 vapor into the flowing steamargon atmo-
sphere, during the first 10 min of the 20-min test.

After the test the apparatus was disassembled and inspected, and the
amount of 1301 on each component was determined by gamma spectrometry,
using a calibrated Ge(Li) detector and an MCA. The distribution of 13071
in the test apparatus is summarized in Table 4; only 4.7% of the total
iodine injected into the system was found on the TGT whereas 9.61% was
found on the filter media, and 49.1%7 passed through the filters and was
adsorbed on the heated charcoal. Only 85.5% of the original 1301 was
found at the end of the test. As shown in Fig. 22, no 301 deposited on
the platinum TGT until the temperature had dropped to ~450°C; the maximum
concentration occurred at ~410°C, then declined rapidly. This distribu-
tion of 1301 in the furnace, TGT, and filter package 1s consistent with
previous experience in collecting elemental iodine under these condi-
tions.l* The iodine deposit in the TGT probably results from an iodine
formed from impurities in the system. Relatively small amounts of iodine
deposited on Teflon surfaces compared with stainless steel surfaces. More
iodine was found on the stainless steel components of the filter holders
than on the filter media, which is not unusual behavior for molecular
iodine (I5).

5.3 TEST C-4

Two forms of radioactive tracer material, elemental 1301 (as in test
C-3) and irradiated Zircaloy containing 51Cr, 6°Co, 952r, 113Sn, and
125gh, were used in test C-4. In this way, indicators were included to
monitor the behavior of both fission products and structural materials in
our apparatus. The irradiated Zircaloy was in the form of two thin strips,
~l mm x 0.4 mm x 15 cm long, weighing 3.16 and 3.05 g; in conducting this
tests, one strip was placed on each side of the fuel specimen in the
furnace.
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Table 4. Distribution of 1301 in test C-3

Amount of 1301

Approximate temperature % of original
Test component/collector (°C) (uCt) total
Pretest:
1301 gource ampoule 398.2 100
Posttest:
PdI, ampoule ~700 0.01 0.003
Furnace and specimen 1000-1800 0.08 0.02
Thermal gradient tube 150850 18.67 4,69
O-ring and Teflon
connector to
filter pack 150 8.14 2.04
Teflon entrance cone
to filters 150 1.60 0.40
Glass wool filter 150 38.28 9.61
25-pm filter 150 7.36 1.85
Il-pym filter 150 7.37 1.85
Teflon holder and SS
screen for glass wool 150 28.09 7.05 ~
Teflon holder and SS
screen for filters 150 28.49 7.15
Other filter pack body
parts 150 5.55 1.39
Charcoal 1 150 161.1 40,46
Charcoal 2 150 22.81 5.73
Charcoal 3 150 5.50 1.38
Charcoal 4 150 1.33 0.33
Empty charcoal holders
(plastic) 150 4.90 1.23
| Line to condenser and
condensate 150 1.27 0.32
Total recovered 340,55 85.5

Unaccounted for 57.65 14,5
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The construction details and operating conditions for this test are
summarized in Table 2, while the temperature and flow histories are
illustrated in Fig. 23. Temperature control of the specimen was quite
good, and the hydrogen generation peak resulting from the steam—Zircaloy
reaction was clearly defined, as shown in this figure.

Posttest examination revealed that the Zircaloy cladding was heavily
oxidized; the appearance was very similar to that of the fuel specimen in
test C-3 (Fig. 21). In addition, the irradiated Zircaloy strips had oxi-
dized and disintegrated into powder and short pieces <1 cm long. The mass
of water collected in the condenser and the combined flow data indicated
the flow rates shown in Table 2.

The test apparatus was completely disassembled and each component was
analyzed by gamma spectrometry. The distribution of 1301, gimilar to that
in test C-3, is summarized in Table 5. Unlike test C-3, no 1301 was
detected in the water from the condenser. A somewhat larger fraction of
the 1301 was collected on the filters, indicating more particulate material
was present in this test. The deposition profile for 1301 in test C-4 is
compared with that of test C-3 in Fig. 22.

The distribution of the Zircaloy activation products is summarized in
Table 6. As expected, the transport of 25Zr beyond the furnace was less
than that for the more volatile components of the Zircaloy; much larger
fractions of 113Sn and 125Sb (48 and 43% respectively) than of °1Cr and
60Co were found outside the furnace. Rapidly declining concentrations of
tin and antimony were detected at the inlet end of the TGT and are shown
graphically in Fig. 24. The deposition behavior of antimony on the plati-
num TGT liner appears to be similar to previously observed antimony depo-
sition in gold TGT liners.?

5.4 TEST C-6

Test C-5 was prepared, but experimental problems were encountered
during flow testing in the preheat phase. Electrical interference made
thermocouple readings doubtful, and abnormally high back pressures to flow
were measured. The test sequence was interrupted, and after thermocouple
revisions and replacement of the filters, the test was begun again denoted
as C-6 (see Table 2 for construction and operating details). This test,
run at a higher temperature (2100°C), included irradiated Zircaloy strips
as in test C-4, but did not contain 1301 tracer. The primary objectives
were to test the performance of a graphite susceptor and to investigate
temperature measurement and test effects on the fuel specimen. (Although
graphite susceptors had been used previously in furnace testing and tem-—
perature calibration, this was the first test using both a graphite
susceptor and a steam test atmosphere.) Temperature and flow histories
are shown in Fig. 25, with Fig. 26 illustrating the posttest specimen
appearance. Apparently, the Zircaloy cladding had been almost completely
molten early in the test, then was thoroughly oxidized to Zr0O,; only
powder and very small chips of oxide remained under and beside the UO,

»
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Table 5. Distribution of 1301 in test C-4

Approximate temperature

Amount of 1301

% of original

Test component/collector (°C) (uCi) total
Source ampoule (pretest) 409.0 100
Posttest data:
Source ampoule ~700 0.013 0.003
Fuel specimen and Zr0O,
boat 1700 0.0 0.0
ZrO, furnace tube 1000-1700 0.2122 0.519
ZrO, sliding plug 1700 0.0040 0.001
ZrO0, plug right 1000-1400 0.0185 0.005
ZrO, insulator right 600—1200 7.256 1.774
Total in furnace 7.491 1.83
Thermal gradient tube 200860 27.85 6.81
Filter inlet tube (Teflon) 150 8.17 2.00
Filter inlet cone (Teflon) 150 2.37 0.58
Glass wool prefilter
and Teflon holder 140 121.5 29,71
HEPA filters and Teflon
holder : 140 62.95 16.39
Total on filters and holders 195.0 47 .68
Charcoal 1 140 127 .6 31.20
Charcoal 2 140 16.97 4,15
Charcoal 3 140 5.719 1.40
Charcoal 4 140 0.8896 0.22
Holder for charcoal 140 4,138 1.01
Total on charcoal and holder 155.3 37.97
Condenser 0 0.0 0.0
Total released from furnace 378.2 92.46
Percent of original recovered 94,29




Table 6.

Distribution of radioactive tracers from irradiated Zircaloy in test C-4

Approximate
temperature Tracer (uCi)
Test component or during test
collector (°c) Sicr 60co 95zr 113gn 125gy
Source strips (pretest) 1.253+2% 4,86-2 4,204+2 1.378+4+0 2,58-1
Pogttest data:
Fuel specimen and ZrO,
boat 1700 8.398+1 3.215-2 3.74242 5.123-1
ZrO, furnace tube 1000-1700 1.124+1 1.300-2 1.495+0 4,52-3
Zr0, sliding plug 1700 6.46-1 1.28-3 3.69-2 3.47-3
Zr0O, plug right 1000-1400 1.801+0 2.36-3 5.30-2 1,482-2 4,09-3
Zr0O, insulator right 600—1200 2.5-5 6.0-4 1.501-2 2.25-3
Total in furnace 9.767+1 4,882-2 3.758+2 5.501-1 6.34-3
Pl
Thermal gradient tube 200860 9.87-2 2,13-3 1.20-2 5.274-1 8.86~2 -
Filter 1inlet 7.22-2 6.1-5 4,50-3 1.175-2 1.91-3
Glass wool prefilter 1.002~-1 3.9-4 4.40-3 1.163-1 1.892-2
HEPA filters (2) 4,91-3 3.6-4 5.72-3 1,48-3
Total on filters 1.773-1 4,51-4 9.36-3 1.338-1 2,23-2
Total released from
furnace 2,760-1 2,58-3 3.34-2 6.612-1 1.11-1
Percent of original
released from furnace 0.220 5.31 0.0079 47,98 43,0
Percent of original
remaining in furnace 77.95 100.5 89.39 39.92 2.46
Percent of original
recovered 78.17 105.8 89.40 87.90 45.5

aData in exponential notation:

1.25342 = 1,253 x 10*2, 4.86~2 = 4.86 x 1072,
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fuel pellets. The lower sides of the pellets had been damaged, apparently
the result of attack (partial dissolution) by 1iquid zirconium.

Relatively low radioactivity levels of the tracers made measurement
difficult. The distribution of 51Cr, 60Co, 9SZr, 113Sn, and 125Sb in the
test apparatus are summarized in Table 7. The cladding source strips used
in tests C-4 and C-6 were irradiated immediately prior to test C-4. The
pretest tracer concentrations shown in Tables 6 and 7 were obtained by
analyses performed immediately after irradiation; all posttest analyses
for both tests were decay-corrected to the initial analysis date. Because
of the decay time in test C-6 (146 d), relatively poor counting precision
was obtained for some of the tracer nuclides, compared with test C-4.

Only 113sn was released from the furnace in significant amount; as indi-
cated in test C-4, appreclable quantities of 125Sp probably were released
but not detected. Because of the very low levels of radioactivity, it was
not possible to measure the distribution along the TGT with reasonable
precision. However, most of the 113Sn was located near the inlet (high
temperature) end, as in test C-4 (Fig. 24).

5.5 TESTS C-7 AND C-8

These recently conducted tests were designed to compare the behavior
of CsI, CsOH, and Te in platinum and stainless steel TGTs. A smaller,
furnace, heated by electrical resistance, was substituted for the induc-—
tion furnace, and the maximum furnace temperature was only 1000°C. Four
tracer nuclides were used: 1301 (as CsI), 134cg (as CsI), 137¢s (as
CsOH), and 129MTe (as metallic Te). Because these two tests are being
reported in detail separately,16 and because the furnace and test proce-
dures were quite different from tests of fuel specimens, no further
discussion will be included in this report.
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APPENDIX, COMMERCIALLY SUPPLIED EQUIPMENT AND INSTRUMENTATION

Electrical power supply for furnace:

RF generator, Model No. T-50-3RS, 50 kW input, 300 kHz, Lepel Corp.

Temperature measurement, control, and recording:

Ae

i.

Two—-color optical pyrometer, Model No. R-99C05, 1000° to 2600°C,
Ircon, Inc.

Digital indicator, Model 2168A, Omega Engineering, Inc.

Two-pen strip chart recorder, Model No. 7100B, Hewlett-Packard,
Inc.

Twelve point strip chart recorder, for thermal gradient tube and
filter package, Brown Electronik, O to 1200°C (Type K thermo-
couples), Minneapolis Honeywell, Inc.

Twelve-point strip-chart recorder, for steam supply system,
Brown Electronik, O to 350°C (Type K thermocouples), Minneapolis
Honeywell, Inc.

Temperature controllers, for thermal gradient tube, four each,
Model No. 527Z, 0 to 999°C, Barber Coleman Co.

Temperature controller, for steam generator, Series 520 digital
controller, Barber Coleman Co.

Thermocouples, for furnace, Pt vs Pt-10% Rh and/or W-5% Re vs
W-26% Re, Omega Engineering, Inc.

Thermocouples, other apparatus locations, Chromel-Alumel
(Type K), sheathed with stainless steel, Omega Engineering, Inc.

Measurement and recording of gas flow:

a.

b.

Mass flowmeters, for helium inlet flow, 0 to 500 cc/min, Teledyne
Hastings—Raydist.

Mass flowmeter, for helium outlet flow, O to 5.0 L/min with
Totalizer, Model ALL-5K, Teledyne Hastings—Raydist.

Four-pen strip-chart recorder, for recording signals from mass
flowmeters, Model FLO4W6D, Texas Instruments, Inc.
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4, Filtration materials:

a. Filters, borosilicate glass fiber, MSF Nos. GA-100 and GA-200,
Micro Filtration Systems, Inc.

b. Charcoal, impregnated with triethylenediamine (TEDA), Type
NAC-G-618, North American Carbon, Inc.

5. Radiation detection and analysis:
a. NaI(T) detectors, Type 125, Harshaw Chemical Co.
b. Ge(Li) detectors, Model 8101, EG&G ORTEC, Inc.

¢c. Multichannel analyzer/computer, System 682, Nuclear Data, Inc.
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