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SUBJECT: PREFACE 

The Environmental Sciences Division's Taxicology Laboratory began conducting chronic and acute 
toxicity tests with fathead minnow larvae (Pimephalespromelm) and a daphnid (Ceriadaphnia dubia) 
in October 1985. Toxicity tests with these two species, approved by the U.S. Environmental 
Protection Agency, were initially required by ?he Tennessee Department of Health and Environment 
in the National Pollutant Discharge Elimination System (NPDES) permit issued to the Oak Ridge 
Y-12 Plant on May 24, 1985, and later, in the NPDES permit issued to the Oak Ridge National 
Laboratory on April 1, 1986. Toxicity tests were also required in the NPDES permit modification 
issued to the Oak Ridge Gaseous Diffusion Plant on September 11, 1986. As we gained experience 
in performing the tests, it became clear that the test methods recommended by EPA were in some 
cases inappropriate, unsatisfactory, or ambiguous. Yet careful documentation of the test procedures 
and test results was necessary for legal, scientific, and fiscal reasons. This document was developed 
to assist the Toxicology Laboratory in its efforts to consistently provide high-quality toxicity tests. 
Because highquality tests can result only if good methods are followed consistently, the document 
was developed first and foremost as a "working document" for use by those conducting the tests. 
To meet this objective, the document includes an extensive index, cross-references procedures and 
sections whenever appropriate, and has been thoroughly edited to ensure clarity. This document 
is subject to revision as new and/or improved operating procedures are developed. Please contact 
the senior author for recent revisions. 

We thank Karen N. Gibson for her work on the design and format of this document. We also 
thank the technical staff of the Toxicolog Laboratory, without whose support and assistance this 
document could not have been completed: Richard Bailey, Peggy Braden, Linda Ewald, G, J a p e  
Haynes, Gail Morris, and Jackie Richmond. 
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SUBJECT: EXECUTIVESUMMARY 

This document was developed to provide the personnel working in the Environmental Sciences 
Division’s Toxicology Laboratory with documented methods for conducting toxicity tests. The 
document consists of two parts. The first part includes the standard operating procedures (SOPs) 
that are used by the laboratory in conducting toxicity tests. The second part includes reference 
procedures from the U.S. Environmental Protection Agency document entitled Short-Term M e t h d  
for Estimating the Chronic Toxicig of E’ents and Receiving Waters to Freshwater Organisms, upon 
which the Toxicology Laboratory’s SOPs are based. Five of the SOPs relate specifically to the 
Ceriodaphnia suwival and reproduction test. These SOPs include procedures for preparing 
Ceriodaphnia food (SOP-3), maintaining Cerihphnia cultures (SOP-4), conducting the toxicity test 
(SOP-13), analyzing the test data (SOP-13), and conducting a Cerhfuphnia reference test (SOP-15). 
Five additional SOPs relate specifically to the fathead minnow (Pimephales prmneEas) larval survival 
and growth test: methods for preparing fathead minnow larvae food (SOP-5), maintaining fathead 
minnow cultures (SOP&), conducting the toxicity test (SOP-9), analyzing the test data (SOP-12), 
and conducting a fathead minnow reference test (SOP-14). The six remaining SOPs describe 
methods that are used with either or both tests: preparation of controVdilution water (SOP-l), 
washing of glassware (SOP-2), collection and handling of samples (SOP-7), preparation of samples 
(SOP-S), performance of chemical analyses (SOP-11), and data logging and care of technical 
notebooks (SOP-16). 
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TCO 

TRC total residual chlorine 

S standard deviation 

trout chow and Gerophyl mixture 
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Exhibit SOB-14.1 Data sheet for fathead minnow reference test. 

Exhibit SOP-15.1 Data sheet for Cericdapknia reference test. 
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SUBJECT: STANDARD OPERATING PROCEDURES-CON'IENTS 

The following standard operating procedures were designed specifically for the TopriCOlogy 
Laboratory. Full descriptions of the individual procedures are contained in this section of the 
manual. 

SOP-1: 

SOP-2 

SOP-3: 

S O P 4  

SOP-5 

SOP-6: 

SOP-7: 

SOP* 

SOP-9 

SOP-10 

SOP-11: 

SOP-12: 

SOP-13: 

SOP-14: 

SOP-15: 

SOP-16: 

PREPARATION OF DILUTED DEGASSED MINERAL WATER 

WASHING OF GLASSWARE 

PREPARATION OF CERIODAPHNIA FOOD 

MAINTENANCE OF CEZUODAPHNU CULTURES 

PREPARATION OF NEWLY HATCHED BRINE SHRIMP 

CULTURE OF FATHEAD MINNOWS 

COLLECTION AND HANDLING OF SAMPLES 

PREPARATION OF SAMPLES 

FATHEAD MINNOW TOXICITY TEST 

CERIODAZ'HNM TOXICITY TEST 

PERFORMANCE OF CHEMICAL ANALYSES 

STATISTICAL ANALYSES OF DATA FROM THE FATHEAD MINNOW 
TOXICITY TEST 

STATISTICAL, ANALYSES OF DATA FROM THE CENODAPHNL4 TOXICITY 
TEST 

FATHEAD MINNOW REFERENCE TEST 

CERIODAPHNU REFERENCE TEST 

DATA LOGGING AND CARE OF TECHNICAL NOTEBOOKS 
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SUBJECT: PREPARATION OF DILUTED DffiASSED MINERAL WATER 

purpose 
To provide chemically defined water for maintaining Cm.&phniu cultures and for conducting 
fathead minnow and Ceriodaphnia toxicity tests. 

l3quipment 

Mineral water (e.g., Perrier) 
Deionized distilled water 
Micro Algae Grow Mass Pack (Florida Aqua Farms, 5532 Old St. Joe Rd., Dade City, FL, 33525) 
52-L Nalgene carboy 
2-L and 100-mL graduated cylinders 
118-mL (8-oz.) plastic bottle 
Air lines and hose 
Air stones 
Conductance meter (see SOP-11) 
pH meter (see SOP-11) 
Chlorine titrator (see SOP-11) 
Chemicals for hardness and alkalinity measurements (see SOP-11) 
Water preparation log sheet 

1. 

2. 

3. 

4. 

5. 

Procedure 

In a 52-L Nalgene carboy, combine mineral water and deionized distilled water in a ratio of 1:9 
(5 L of mineral water plus 45 L of deionized distilled water). Use the 2-L graduated cylinder 
to measure the liquids. 

Prepare the trace metals mixture (if necessary). Obtain the liquid concentrate labeled "PART 
A: Trace Nutrients" from the Micro Algae grow Mass Pack. Add 700 pL of the trace 
nutrients to a 100-mL graduated cylinder. Bring the mixture to 100 mL, using autoclaved, 
deionized distilled water. Transfer the 100-mL volume to a clean plastic bottle labelled %ace 
metals." Label the bottle with the date of preparation and initial. Store the solution in the 
refrigerator when it is not being used. 

Add 500 pL of the trace metal mixture (made fresh or located in the refrigerator) per liter of 
water made in step 1. 

Put an air stone on an air line, and put the air stone into the water. Then gently aerate the 
contents of the reservoir for 24 h. The air line should contain a carbon filter. 

Before using the water, measure its conductivity, pH, alkalinity, and hardness, according to the 
directions in SOP-11. Record these measurements on the water preparation log sheet. 
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SUBJECT: WASHING OF GLASSWARE? 

fiP= 
To clean dirty glassware. 

Equipment 

Alwnox detergent powder 
Reagent-grade nitric acid 
Sodium bicarbonate 
Tap water 
Distilled water 
Two 50-gal Nalgene mobile tubs 
Rubber gloves 
Protective eye glasses 
Bristle brushes 
Wire cart or absorbent lab cover 

Procedure 

Note: You should wear gloves and protective eye glasses while using nitric acid. 

1. 

2. 

3. 

4. 

5. 

6. 

7. 

Add -75 L of distilled water to one of the 50-gal Nalgene tubs to use as a bath. Add 7.5 L 
of nitric acid solution and 67.5 L of distilled water (10% nitric acid solution) to the other 50- 
gal Nalgene tub to make a nitric acid bath. 

Fill one side of a double sink with a small amount (- 1 Tbl.) of Alconox detergent and 8 L of 
warm tap water. Using a bristle brush and the warm soapy water, scrub the dirty glassware until 
clean. In the other half of the double sink, immediately rinse the soapy glassware with tap 
water. DO NOT allow the soap to dry on the glassware. 

Soak the rinsed glassware in the nitric acid bath for at least 15 min. 

Remove the glassware from the nitric acid bath, and rinse it in the distilled water bath. (The 
glassware does not have to soak in the distilled water bath.) After rinsing the glassware in the 
distilled water bath, rinse the glassware five times with distilled water directly from the tap. 

Place the clean glassware upside down on a wire cart or absorbent lab cover to dry. 

Once a week, neutralize the distilled water in the distilled water bath by adding sodium 
bicarbonate, and then discard it. Rinse the distilled water bath several rimes with distilled 
water; then add fresh distilled water. 

Twice a year, neutralix the nitric acid in the nitric acid bath by adding sodium bicarbonate, and 
then discard it. Rinse the nitric acid bath several times with distilled water and replenish the 
bath (see step 1). 
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SUBJECT: PREPARATION OF CEWODAPMYIA FOOD 

purpose 
To provide suitable food for Cariodaphnia cultures and Cehahphnia toxicity tests. 

Quipment 

#1 Purina Trout Chow 
Fleishmann’s yeast 
Cerophyl 
Deionized distilled water 
Blender 
Air line and hose 
Balance accurate to 0.1 g 
Graduated cylinders 
Three 4-L beakers 
Cheesecloth 
118-mL (8-02.) plastic bottles 
500-mL flask 
Four 1-L flasks 
4-L flask 
8-L f l a k  
2-L graduated cylinder 

Procedure 

1. Prepare digested trout chow as follows. 

a. In a blender, combine 13.3 g of trout chow and 2.66 L of distilled water. 

b. Mince the mixture well, and aerate it in a 4-L beaker for 7 d at 25°C. 

c. Pour the mixture into a 4-L beaker, and refrigerate it overnight. 

d. Decant the digested trout chow, and discard any particulate matter. 

2. Prepare yeast as follows. 

a. In a blender, combine 10.0 g of Fleishmann’s yeast and 2 L of distilled water. 

b. Blend the mixture at low speed for 5 min. 

c. Pour the supernatant into a 4-L beaker, and refrigerate it overnight. 
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SUBJECT: PREPARATION OF C E i U Q D M !  FOOD 

3" 

4. 

5. 

6. 

7. 

Prepare Cerophyl as follows. 

a. 

b. 

C. 

d. 

In a blender, combine 11.1 g of Cerophyl (ground to a powder) and 2.22 L of distilled 
water. 

Blend the mixture at high speed for 5 min. 

Pour the mixture into a 4-L flask, add a stir bar, and place the flask on a magnetic stirrer 
until the end of the day. Place the mixture in the refrigerator, and allow it to settle 
overnight. 

The next day, take the mixture out of the refrigerator, and decant it. Discard any 
particulate matter. 

Combine the dewnted trout chow and the decanted Cerophyl. Then strain the mixture two 
times through four layers of cheesecloth. 

Stir the yeast mixture, and add it to the trout chow-Cerophyl mixture (referred to as TCO). 

Bottle the mixture in clean 118-mL (8-02~) plastic bottles. Label the bottles with the date that 
the food was prepared. After labeling the bottles, freeze the food and store it in the freezer 
until it i s  needed. 

To supplement the trout chow-Cerophyl mixture, cultivate green unicellular flagellate algae, 
Haemutococcus Zacusms (hereafter, H. Zucustris), as follows: 

a. Prepare the growth medium (Moss 1972) by completing the following steps. 

(1) Make four separate stock solutions in I-L flasks, using deionized distilled water. 

e 0.5 g/L K2HP0, 

o 2.0 g/L NaHCO, 
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SUBJECT. PREPARATION OF C ~ O l M P K h E 4  FOOD 

(2) Prepare a trace element mixture by combining the following in a 500-mL flask. 

0 

e 

0 

1.5 g/L EDTA, tetrasodium salt 

40 mgA, FeCl, 0 6H@ 

38 mglL MgCl, e 4H,O 

0 5 mgLZnC1, 

e 1 mg/L CoC1,oSHZ0 

e 5 mg/L NaM00,*2H20 

(3) Cover the flasks of the stock solutions made in steps 7a(l) and (2), and store them 
in the dark. 

(4) In an 8-L flask, add 10 mL of each stock listed in step 7a(1) and 2 rnL of the trace 
element mixture listed in step 7a(2) to each liter of deionized distilled water to he 
used. This mixture constitutes the growth medium. 

Heat the medium by ONE of the following processes: (5)  

0 

* 
Autoclave the medium for about 15 min, or 

After adding the appropriate volume of the nutrient stlock solutions to the 
deionized distilled water, heat the medium on a hot plate to a final 
temperature of 80-90"C. 

Heating will kill algae that may have inadvertently been introduced. 

Allow the medium to cool to rmm temperature. Then bubble it briefly (for 1-3 
rnin.) with pure CO, Bubbling with CO, augments the supply of dissolved 
inorganic a r b o n  in the medium and helps solubilize carbonates that may have 
precipitated from solution as the medium was heated. 

(6) 

b. Add H. lucustris cysts to fresh Moss culture medium to restart the culture. For an 8-L 
flask containing 7-8 L of medium, 5-10 mL of a suspension of H. Eacustris cysts provides 
a sufficient inoculum. For a 1-L flask containing 300-500 mL of medium, 0.5-1.0 mL of 
cyst suspension is adequate. The new cultures do not need to be shaken, continually but 
the rate of culture development can be increased somewhat if the contents of the flasks 
are swirled by hand once or twice daily to disrupt diausion barriers. Ekcystment will 
generally oecur 3-4 d after a culture is started. Maintain three to four 8-L cultures at 
a time to ensure that a sufficient amount of algae will be available. 
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c. Culture the algae at room temperature. Light can be supplied by placing the culture 
containers either on a window sill that receives natural sunlight or in a growth chamber 
equipped with fluorescent lamps. Inspect the developing cultures carefully 4 or 5 d after 
starting them. Individual cells of H. kcusin3 are large enough to be discerned by eye; 
in an undisturbed culture vessel, any disturbance will cause the cells to quickly migrate 
downward as a descending cloud of visually discrete greenish-reddish cells. If the medium 
becomes a more opaque, highly turbid yellowish green, suspect contamination; if 
microscopic examination at 100 or 4OOx magnification reveals algae other than H. 
fucustris, discard the culture and start a new one, following the directions in step 5b. Cyst 
suspensions can be stored for 2 years or more and remain viable; they will encyst on 
schedule as described above. 

d. In the vegetative stage, cells of H. fucustrk are motile and therefore difficult to separate 
from the culture by centrifugation, filtration, etc. As the cultures age (-2 to 3 weeks), 
most of the cells encyst and settle to the bottom of the culture vessel. In this phase, the 
cells can easily be collected. 

Vigorously swirl the contents of an 8-L culture to dislodge cysts that may have 
adhered to the inner walls of the culture vessel. 

Allow the culture to stand undisturbed overnight so that the cysts can settle. 

Carefully siphon off the top 7.5 to 7.8 L of the medium, using a piece of tygon 
tubing. As siphoning nears completion, the culture vessel can be gently tilted so 
that few cysts will be lost as siphoning proceeds. 

Then swirl the remaining medium to fully resuspend the cysts, and combine the 
cyst-enriched aliquot in a 2-L graduated cylinder. 

Allow the cyst-enriched medium to stand undisturbed on the graduated cylinder 
overnight, as before. 

Siphon off excess supernatant the next morning to further concentrate the cysts to 
a final volume of -300 mL. 

Three 8-L cultures can be expected to yield 60-80 mL of settled cysts. 

8. Siphon off enough of the medium overlying the cysts to leave a final volume of 300 mL (cysts 
plus medium). Add enough TCO food (prepared in steps 1-6) to bring the mixture to a final 
volume of 2 L. Cover the top of the 2-L graduated cylinder with clean parafilm. While 
holding the parafilm in the palm of your hand, invert the cylinder five or six times to mix the 
algae and TCO thoroughly. The methods described here will yield ten bottles of 
supplemented food (referred to as TCA). When mixing is complete, pour the mixture back 
into the trout chow bottles, and relabel the bottles with yellow tape, indicating the 
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preparation dates (TCA month/day/yex; TCO month/day/year). Put your initials on the bottle 
so we know who made it. If the TCA will not be used immediately, freeze the bottles of 
TCA. 

9. Unialgal cultures of H. Z ~ C U S O ~ Y  can be purchased (for approximately $10) from the Culture 
Collection of Algae at The University of Texas at Austin. Address correspondence to 
Curator, Department of Botany, The University of Texas at Austin, Austin, TX 78712. Phone 
(512) 471-4019. 

Work Cited 

Moss, B. 1972. The influence of environmental factors on the distribution of freshwater algae: 
An experimental study. I. Introduction and the influence of calcium cconcentration. Journal of 
Ecology &1:917-932. 
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purpose 
To maintain healthy cultures of Ceriodaphnia. 

Equipment 

Lighting system with timer 
1000-mL pyrex glass beakers 
Holding tank with plexiglass cover 
Finger bowls (190 x 100 mm) 
Polished glass tubing (2-mm bore, -25-cm lengths) 
1-mL pipette bulbs 
Binocular stereomicroscope with fiber-optics lighting 
Two 38.8-L (10-gal) aquariums 
IOOO-pL volumetric pipette 
Well/spring water or diluted degassed mineral water (see SOP-1) 
Cerihphnia food (see SOP-3) 
Paper towels 
Registered Cerihphnia culture log book 

Description of the System 

The Cerio&lphnia cullure system consists of six 1000-mL p y r a  glass beakers. Each beaker contains 
approximately 1 L of culture water (welVspring or diluted degassed mineral water) and 15 adult 
Ceridaphnia. The beakers arc kept at room temperature. The beakers are located outside the 
Toxicology Laboratory in the main building space. Overhead lighting (5-14 ft-c, measured with a 
Rich Wetljed Protomatic light meter) is achieved through the use of cool-white or daylight 
fluorescent lamps. 

Procedure 

1. Change the Ceriodaphnia culture water once every 7 d as follows. 

a. Pour a Cerioifaphnia culture from the 1-L beaker into a large clean finger bowl. 

b. Wipe the empty culture beaker with a paper towel, and rinse the beaker with diluted 
degassed mineral water (once a month use acid-washed glassware; see SOP-2). 

c. Add loo0 mL of fresh diluted degassed mineral water to the clean beaker. 

d. Reestablish each culture by adding to the fresh water 60-70 healthy neonate Cerihphnia 
selected from those in the finger bowl. Use a polished glass tube and a 1-mL, pipette 
bulb to select the animals. Examine the animals under the binocular stereo-microscope 
to determine their health before adding them to the new culture. 
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2. Feed each culture 0.5 mL of Ceriadaphnia food twice daily (once in the morning and once 
at the end of the working day). 

3. Maintain the cultures at room temperature and at a photoperiod of 16:s h (1ight:dark). 
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SUBJECT: PREPARATION OF NEWLY I4A’IXXF.D BRINE SHRDMP 

purpose 
To provide food for young fathead minnows in laboratory cultures and for fathead minnow larvae 
used in the toxicity tests. 

Equipment 

Brine shrimp eggs (high-yield variety from Aquarium Products, 

Two I-L separatory funnels 
Sodium chloride (NaCl) 
Air line 
Modified vulcan cup with saeitp 
Vulcan cup 
Beakers 
200-pL volumetric pipette 
Dechlorinated tap water 

18OL Penrod Court, Glen Burnie, MD 21061). 

Procedure 

1. 

2. 

3. 

4. 

5. 

6. 

7. 

8. 

Prepare two batches of brine shrimp eggs on each day of the toxicity test. 

In a 1-L separatory funnel, combine 500 mL of dechlorinated tap water, 25 g of NaC1, and 
2.5 g of brine shrimp eggs. 

Mix the contents of the funnel by gently swirling. Attach the air line to the bottom of the 
separatory funnel, and aerate the mixture for 24 h at 28°C. 

Close stopcock, and remove the separatory funnel from the air line. Allow the hatched 
shrimp to settle in the funnel for 8 min. 

Carefully release the settled shrimp by opening the stopcock of the funnel. Collect the shrimp 
in the modified vulcan cup with a metal w e e n  (- 1W-pm mesh) glued to its base. 

Rinse the shrimp once gently with dechlorinated lap water to remove excess salt. 

Fill a regular vulcan cup with 145 mL of dechlorinated tap water, and nest the screened 
vulcan cup (which contains the brine shrimp) inside the regular vulcan cup. Then swirl the 
cup gently to mix the shrimp and water. 

Using a 200-pL volumetric pipette, feed larvae in each fathead minnow test beaker 50 p L  of 
the shrimp-water suspension. This amount contains 700 & 100 shrimp, according to previous 
counts. 
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SUBJECT: PRJZf'ARATYON OF NEWLY HATCHED BRINE SHRIMP 

9. To save e x w  shrimp do the following. 

a. Place 500 mL of dechlorinated tap water in a separatory funnel. 

b. Add 25 g of NaCl and hatched brine shrimp. 

c. Aerate the suspension gently. 

10. Hatched brine shrimp that are not used for a toxicity test can be fed to the culture larvae. 
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SUBJECT CULTURE. OF FATHEAD MINNOWS 

purpose 
To maintain healthy fathead minnow cultures and to culture 1- to 5d-old fathead minnow larvae 
(with a 48-h range in age) for the fathead minnow toxidty test. 

Equipment 

Dechlorinated tap water 
Twenty-four 154, aquariums (used as spawning tanks) 
3-in. PVC pipe cut into 4-in. lengths, each of which is then split 

Lighting system with timer 
Two 2-L separatory funnels 
Hatching chambers (clear plastic mice cages) 
Air line and air stone 
Petri dishes 
Water bath with temperature control (+2"C) 
Frozen brine shrimp 
Tetramin flake food 
Polished glass tubing (2-mm bore, -25-cm lengths) 
1-mL pipette bulb 
Aquarium scraper 
Vacuum pump 
1-mL pipette tip 
Tongs 
Thermometer 
Nets 
Backup cultures of minnows to serve as future breeding stock 
Nylon mesh scrub pad.. 
Round petri dishes (125 mm x 65 mm) 
Registered fathead minnow culture log book 

longitudinally to make spawning tiles (5 per aquarium) 

Description of the System 

The fathead minnow culture system consists of twenty-four 15-L spawning aquaria. Each aquarium 
contains male and female minnows in a ratio of 1:3 and five spawning tiles (PVC pipe cut into 4- 
in. lengths and then split longitudinally). Ebch aquaria receives a constant flow of dechlorinated 
tap water, and a hole drilled into the side of each aquaria maintains a constant water level. The 
water temperature of the culture system is maintained at 25 t 0.5"C. Overhead lighting (14 h light 
and 8 h dark) is achieved through the use of cool-white or daylight fluorescent lamps. 
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SUBJECT: CULTUREOF m o w s  

1. The following tasks must be performed daily. 

a. Check the temperature of two aquariums per group of spawning aquariums twice daily, 
and adjust the temperature if it is not 25 2 0.5"C. Record the temperature in the 
registered fathead minnow log book. Maintain a photoperiod of 16:s h (1ight:dark). 

b. Feed the fish in each spawning aquarium three times daily at approximately 4-h intervals 
during the work week and twice daily during the weekend. Alternate frozen brine shrimp 
and Tetramin flake food. Thaw and store the brine shrimp in the refrigerator as needed. 

c. In the registered fathead minnow culture log book, record any observed changes in the 
culture conditions, such as death, disease, pairing inconsistencies, restricted water flow, 
or changes in the photoperiod. 

2. The collection of eggs involves the following steps. 

a. Using tongs, collect spawning tiles from the aquarium on Monday, Wednesday, and 
Friday. As the tiles are collected, record the size of the egg mass (small, medium, or 
large) in the registered fathead minnow culture log book. Remove the tiles that have 
eggs attached, and replace then with clean ones. 

b. Clean the top surface of the used spawning tiles (the exterior surfaces of the tiles can be 
safely wiped clean with a scrub pad) if necessary. Be careful not to disturb the eggs. 
Place the cleaned tiles in a hatching chamber. 

c. Using an air line and an air stone, aerate the eggs for 45-60 min. 

d. Using a rolling motion of the thumb, gently remove the eggs from the tiles, and place 
them in a round petri dish containing 10-20 niL of dechlorinated tap water. It is 
important to keep the eggs moist during this process. Qiscard eggs with fungus and eggs 
that have not been fertilized (their contents are dead white rather than black and white). 

e. Transfer the eggs from the petri dish to a 2-L separatory funnel containing about 1.4 L 
of dechlorinated tap water. Aerate the eggs, using an air line extending to the bottom 
of the separatory funnel; the end of the air line should he fitted with a 1-mL pipette tip 
to prevent eggs from settling below the point of air entry. 

f. After 24 h, allow the eggs to settle, and drain them into a petri dish. Again, remove any 
eggs with fungus. Return the go& eggs to the separatory funnel containing fresh 
dechlorinated tap water, and aerate them an additional 24 h. 
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g. After additional aeration, allow the eggs to settle. Then drain them into a round petri 
dish. Discard unfertilized eggs and eggs with fungus. The remaining eggs should be 
measured in a 1Q-mL graduated cylinder: the volume of eggs provides an estimate of the 
number of larvae that can be expected to develop (2.5 mL of eggs yield - 1000 larvae). 

h. Place the eggs in a hatching chamber with aeration, and leave them there until they are 
hatched. All larvae that are 1-5 d old may be used for a toxicity test. 'Extra larvae 
(those not used in a toxicity test) can he raised to became breeding adults. 

i. The spawning tiles from which eggs were collected should be cleaned with a nylon mesh 
scrub pad and scalded with hot water before being reused. 

3. Once a week the following tasks should be performed. 

a. Clean all hatching equipment by scrubbing and rinsing; scald all equipment with hot 
water. NEVER USE SOAP TO WASH HATCHING EQUlPMENT OR AQUARIUM 
SUPPLIES USED FOR FISH! 

b. Scrape the interior walls of the breeding aquariums and spawning tiles to rid them of 
algae. Vacuum out excess food, algae, and detritus residing on the bottom of the 
aquarium, using the pump. 

4. Once a month the following task must be performed: check each spawning pair; using a net, 
remove and replace immature males, old males, and nonproducing females. 
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purpose 
To collect ambient samples for taxicity tests. 

Equipment 

1- and 2-gal Nalgene bottles 
Rubber boots and gloves 
1-L Nalgene bottle 
5-gal bucket and nylon rope 
Hand-held electronic thermistor (+0.1"C) or a 

Cardboard boxes lined with red plastic bags (for "C-Zone" samples only) 
Field data sheets 
Registered water sample log book 

Procedure 

glass-mercury thermometer (+aS"C) 

1. Collection and handling of samples involve the following steps. 

a. Label a clean 1- or 2-gal Nalgene bottle with sampling site identification. 

b. Put on rubber boots and gloves to do the sampling. 

c. At each sampling site, rinse the bottle with several hundred milliliters of water from the 
site before filling it. 

d. Fill the bottle by gently submersing the bottle in the stream or effluent. Be careful to 
stand downstream from the bottle during this procedure to avoid sampling water that 
contains sediments inadvertently suspended by the immersion of the bottle or by your 
movements. 

e. In sites where the depth of the water precludes obtaining a sample by immersing the 
bottle, use a smaller container (a 1-L Nalgene bottle) to dip the water from the site, and 
then pour it into the 2-gal bottle. 

f. Fill the sample bottle completely to reduce the exchange of gases between dissolved and 
gaseous phases. 

g. Samples that are difficult to obtain because of the terrain may be sampled with a 5-gal 
bucket tied to the end of a nylon rope. Rinse the bucket with water from the site before 
using it. 
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SUBJECT: COLL.ECl'ION AND HANDLING OF SAMPLES 

h. Collect samples from "C-Zone" sites in 2-gal Nalgene bottles, and transport them to the 
laboratory in cardboard boxes lined with red plastic bags to prevent the possible spread 
of contamination. 

2. Recording field data involves the following steps. 

a. Immediately after collecting the sample, record on a field data sheet the temperature of 
the water and the time of day that the sample was collected. Upon returing to the 
Toxicology Laboratory, transcribe the data into the registered water sample log book. 

b. In the registered water sample log book, also record the names of those collecting the 
samples, ancillary information that may be of value later (e.g., "raining hard; Site 15 up 
10-15 cm and very turbid"), and the time that the samples are delivered to the laboratory. 

c. Measure the water temperature with a hand-held electronic thermistor (e.g., Cole-Palmer 
Model 85230-00, +O.l°C) or a glass-mercury thermometer (+OS"C). Record the 
temperature in the registered water sample log book, 
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firPo= 
To prepare water samples for toxicity tests. 

Equipment 

Volumetric pipettes (20-5000 pJ-,, Rainin Pipetternan, adjustable) 
Volumetric flasks (200-2000 mL in volume) 
Graduated cylinders (10-2000 mL in volume) 
Dilution water: one part degassed mineral water to nine parts deionized distilled water (see SOP-1) 
Thermometer 
Water bath with temperature controll 
30-grn Nitex mesh 
Rubber gloves 
Protective eye glasses 
Registered water sample log book 

Procedure 

Note: You MUST wear gloves and protective eye glasses while preparing samples. 

1. In the registered water sample log book, record the sampling time and the temperature of the 
water samples brought into the laboratory. 

2. Heat or cool the water samples in a water bath, as required, to achieve a final temperature 
of 25 t 05°C. 

3. When preparing ambient water samples, filter the water through a M-gm Nitex mesh before 
using it in toxicity tests. 

4, If the samples were heated rapidly, aerate mch sample for several minutes, using an air line 
with an air stone attached. The aeration will prevent supersaturation of gases in the water. 

5. If dilutions of the water need to be made, use the appropriate volumetric flasks, graduated 
cylinders, and/or volumetric pipettes. If the same dilutions are used for the Ceriodaphriia and 
fathead minnow toxicity ta ts ,  one 2000-mL volumetric flask for each dilution is sufficient. 
If different dilutions are used, then use 2oOa-mL volumetric flasks for the fathead minnow test, 
and use 250-mL volumetric flasks for the Ceriduphnifll test. Dilutions for the fathead minnow 
and Ceriodaphnio tests are made with the dilution water. 
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To measure the chronic toxicity of water samples to fathead minnows during 7-d static renewal 
6XpOSUreS. 

uiprnent 

Fathead minnow cultures (see SOP-6) 
Water bath with temperature control 
Dilution and control water: one part mineral watcr to nine parts deionized distilled water 

Microbalance accurate to O.OOO1 mg (Cahn) 
Microweight pans (e+, Cahn) 
Drying oven 
10- and 600-mL beakers 
250-mL glass beaker or a ~ ~ ~ a ~ l ~ ~ ~ n g  dish 
Volumetric flasks 
Graduated cylinders 
Volumetric pipettes 
Various colored slickers 
Polished glass tubing (2-mm ID) 
1-mL pipette bulbs 
Siphoning hose (hose and modified U-sha@ tygon connector) 
White plastic photographic tray 
20-mL polystyrene beaker 
Newly hatched brine shrimp (see SQP-5) 
Perforated foil 
Desiccator 
Scintillation vial 
Registered fathead minnow log book 

(see SOP-1) 

Procedure 

1. 'fie following tasks should be performed in preparation for the test. 

a. Prepare the glassware. Label and color code four 600-mL beakers per test concentration 
(or site). &ch of these four will be fepkates (REPS). Label the necessary graduated 
cylinders and volumetric flasks. 

b. Prepare the weight beakers for the test larvae. Label 1O-mL beakers with the sample, 
dilution, and REP number. Predry microweight pans in an 80°C Oven for at lease 2 h. 
Place a microweight pan in each 10-mL beaker, and put the beakers in a suitable 
container (e.& a 250-mL glass beaker or a crystallizing dish, depending upon the number 
of IO-mL beakers needed). Weigh the microweight pan from each beaker on a calibrated 
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Cahn microbalance, and record the initial w e ~ g ~ t  of each pan in the registered fathead 
minnow log book Put each microweight pan back in its appropriate beaker. Cover the 
container of beakers with perforated foil, and store it in a sealed desiccator. 

e. Prepare the weight beakers for the initial larvae. Label four 10-mL beakers as "initial 
1," "initial 2," "initial 3," and "initial. 4." These beakers will be used to find the weight 
of the larvae that initiate the test. Place a microweight pan in each 10-mL beaker, and 
weigh as described in step lb. 

d. Check the number of larvae available for the toxicity test. Only if necessary, order larvae 
from the EPA laboratory in Newtown (Cincinnati), Ohio. Note: If larvae must be 
ordered for a test, the request to in the EPA laboratory should be made no later than 
Monday afternoon to ensure that the larvae can arrive by Wednesday by Federal Express. 

e. Prepare brine shrimp according to SOP-5. 

2. To start the test do the following. 

a. Isolate the larvae. Using a polished glass tube and pipette bulb, transfer ten larvae that 
are 1-5 d old (hatched within 48 h of each other) from the hatching chamber to a 20- 
mL polystyrene beaker containing 5-8 mL of control water. Transfer ten larvae for every 
REP of the test. Also transfer ten larvae for each initial beaker. 

b. Begin the test. Randomly transfer larvae from the 20-mL polystyrene beakers to 600- 
mL beakers containing about 250 mL of test solution. The amount of water transferred 
with the larvae should be kept to a minimum to avoid dilution of the test solution. 
Randomly arrange test beakers in a temperature-controlled water bath (25 2 0.5"C). 
Record the time at which the last test beaker receives its larvae and is placed in the 
water bath. Feed the larvae in each test beaker 50 pL of brine shrimp food twice daily 
at a -8-h interval (at the beginning and at the end of the work day). Record the source 
and hatching date of the larvae that are used. Identify the test water, the dilutions used, 
and the dilution water. Any other pertinent information about the test or sample should 
also be rccorded at this time in the registered fathead minnow log book. 

c. Transfer all the larvae Irom the initial beakers into a scintillation vial containing 
dechlorinated tap water. Add several drops of formaldehyde solution. The scintillation 
vial will now contain 40 larvae. Label the vial with "initials," the date and the name of 
the test. Store the vial in a safe location until the end of the test. 

3. Repeat the following renewal process every day, starting 24 h after the test begins and 
continuing until the test is finished on Day 7. 

a. Take fresh samples and make fresh dilutions. 

b. Change the water of all REP beakers for a particular concentration (or site) before 



starting the next four-beaker series, 

(1) Siphon off old water, excess shrimp, and detritus from the beakers, using rubber 
tubing and a modified foot made from a Y-shaped tygon connector. Slowly siphon 
the. water from the beaker into a white plastic photographic tray until -50 mt of 
old test solution remains. Control the flow through the siphon by holding one 
gloved finger over the end of the tubing. 

(2) If any larvae are accidentally siphoned off with the water, retrieve them from the 
plastic tray, using a polished glass tube and pipette bulb. Then return them to the 
beakers. 

(3) Record the number of these larvae as SQR (siphoned out and returned) in the 
registered fathead minnow log book. Record the number of all surviving l a m e  in 
each beaker (including the SOB),  and discard the dead larvae, 

(4) Add - 250 mL of fresh sample to each beaker. Add the fresh solution very slowly, 
gently pouring it down the side of the b a k e r  to avoid disturbing the larvae. 

c. Feed the larvae one drop of brine s ~ ~ m p  twice daily record the temperature within 
representative beakers and within the water bath with the morning feeding. 

4. Terminate the test after the fish have been exposed to the test solution for 7 consseuiive 
days. 

a. Siphon out as much of the test Solution as possible, and pour the last aniount of solution 
~ c o ~ t a ~ n ~ ~ ~  the surviving larvae) through a net. 

Kill the krvae that are retained on the net by severing their spinal cords with forceps. 
Remove each larva from the net with forceps, and place all larvae from a REP beaker 
ora the m ~ c r ~ w e ~ ~ ~ t  pan corresponding to the beaker from which they were taken. 

b. 

c. Obtain the s ~ ~ ~ ~ ~ l l ~ ~ ~ Q n  vial containing e initial larvae. Pour the contents of the vial 
into a net to oblain the hnwe. You may need to rinse the vial several. times with 
distilled water to remove all the larvae. After all the larvae are in the net, rinse the 
larvae several time to remove the fOrWdldehyde solution. Remove ten larvae kana the 
net and place on a microweight pan from an initial beaker. Repeat thk procedure for 
all four initial beakers. 

d. Put each pan in its labeled 10-mL beaker, and place the beakers in a suitable container. 

e. Cover the container with perforated foil, and k t  the contents dry overnight at 
a drying oven. 

f. The following morning, cool the larvae in a d a i m t s r  before weighing them with a 
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calibrated Cahn microbalance. 

g. Record the final pan weights in the registered fathead minnow log book. 

5. Prepare the data by making the following calculations. 

a. Calculate the percent survival of larvae in each REP as follows: 

number of larvae surviving 7 d 

% survival = 100 X 

number of larvae at the start of the test 

b. Calculate the mean percent survival of larvae in each concentration (with four REPS) 
as follows: 

% sunival + % survival + % survival + % survival 
REP 1 REP 2 REP 3 REP 4 

mean % survival = 

4 

c. Subtract the weight of the microweight pan from the weight of the microweight pan plus 
the larvae. This value is the final larvae weight. 

d. Calculate the mean initial larvae weight. For each initial beaker, subtract the weight of 
the microweight pan from the weight of the microweight pan plus the larvae for each pan. 
Calculate the mean initial larvae weight as follows: 

weight weight weight weight 
initial 1 + initial 2 + initial 3 + initial 4 

mean initial larvae weight = 

4 

e. Calculate larval growth for each REP simply as the mean change in weight per larva: 

final larvae weight - mean initial larvae weight 

growth per larva = 

number of surviving larvae 



E$ 1) 4- . a . + growth P E P  n) 
a n a n  growth = 9 

n 

Nngtc: ASAS program in the AQS275.58 area is available to calculate mean growth per larvae. The 
pr~~grarn requires as input the weight of the empty foil pan, the weight of the foil pan after thc 
fish haw been dried upon it, and the mean weight of she larvae at the start of the test. 





To measure the chronic taxicity of ambient or waste waters to CePiodayhnia in 7-d static: renewal 
exposures. 

uipment 

Cerzdaphnia cultures (sa: SOP-4) 
Water bath with temperature control 
Dilution and control water: one part mineral water 

to nine parts deionized distilled water (see SOP-1) 
Binocular steresmicroscope 
Magnifying lamp 
Large finger bowls (190 x 100 mm) 
Small finger bowls (70 rnm x 50 mm) 
2@mL polystyrene cups 
Polished glass tubing (2-mm ID) 
1-mL pipette bulbs 
Disposable Pasteur pipettes 
Styrofoam racks for test vessels 
'Thermometer 

~ e ~ a ~ ~ ~ ~ ~ ~  lacusbis cultures (see SOP-3) 
~ ~ ~ u ~ ~ ~ ~ r ~ ~  D a s h  

Ceridaphnirjr food (see SOP-3) 

OQ ~ ~ ~ ~ ~ a ~ ~ e - ~ ~ ~ ~ ~ ~ e  pipette 
Stir bar 
Magnetic stirrer 
Stage micrometer 
Registered C ~ ~ ~ ~ ~ h ~ ~ ~  log book 

1. In preparation for the t a t ,  complete the ~ ~ ~ ~ ~ ~ n g  steps. 

a. Prepare the glassware. Label 2@mL polystyrene beakers with sample, dilution, and 
replicate (REP) number (ten REPS are typically used per concentration or site; ~ ~ d ~ t ~ ~ ~ ~ ~  
REPS may be required for some tests). Label the necessary volumetric flasks, ~ ~ a ~ ~ ~ ~ e ~  

b. Obtain neonates for tbc test. Before isolating adults, complete water chemistry 
measurements (pM, wnductivity, alkalinity, and hardness) of the control water. Tiiree 
days before the start of a test, isoiate adult females from healthy set-up cultures 
maintained in the hhoratory. Using a polshed 2-mm (ID) glass tube fitted with a pipette 
bulb, remove 60-70 adults from the set-up cultures and place them in a large ~ i ~ ~ e r ~ ~ ~  
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containing the control water. If cared for properly, these adults well produce 
approximately 4-50 neonates for the test. Use as many fingerbowls (and adults) as 
necessary to produce the desired number of neonates (which depends upon the size of 
the test). b c h  day following isolation, remove neonates from the fingerbowls and discard 
them, without changing the water. Feed the isolated cultures 2 nL of food twice daily 
(once in the morning and once at the end of the workday). Maintain the isolates at 25 
_. 3- 0.5"C. 

2. To perform the test do the following. 

a. Isolate neonates. The neonates used for the test must be less than 24-h old and be born 
within a 6-h period. If the test will not be set up until late afternoon, begin the 
collection procedure at an appropriate time on the day befare to ensure that the young 
collected will not be alder than 24 h. 

(1) The morning of the day before the test is to start, remove the young from the 
isolated cultures, and set them aside for the preparation of the next week's test. 

(2) Within the next 6 h, collect all the young necessary for the test, using a Pasteur 
pipette and bulb and, if necessary, a magnifying lamp. 

(3) Place the isolated neonates in a m a l l  finger bowl containing the control water that 
will be used in the test. 

(4) Feed the neonates 0.75 mL of Cerhiaphnia food. 

b. Start the test. 

Set up labeled beakers for the test, with ten REPS per concentration. 

Using the 100-pL rued- or adjustable-volu e pipette, add 100 pL of food and 
15-17 mL of t a t  solution to each beaker. Stir the Ceridaphnia food gently with 
a stir bar and a magnetic stirrer as the f w d  is used. 

Include a control with the appropriate dilution water in every test. 

Place one neonate (collected the day before) in each test beaker, using a Pasteur 
pipette. 

Place the beakers in styrofoam racks, and put the racks in the temperature- 
controlled water bath. 

In the registered Ceriodaphnia log book, record the starting time. Also record the 
age of the neonates used (e.g., 0-6 h) and the time they were isolated. Using the 
batch-specific codes, identify the dilution water and the food. Also record the 
dilutions for each coded test and any additional pertinent information. 



3. Perform a 24- r ~ ~ ~ w a ~  each day dwiag she 7-d test 

a. Prepare fresh dilutions each day. 

eaxd ~ a ~ l ~  the suwival, the ~~~~~ of young prod 
transfer was made, and the temperature of the water 
representative beakers). 

d. Discard both the neonates produced by the test animals and the old test strlnticsn. 

e. On the final day of the test, discard adults and young along with the old test  so^^^^(^^^ 

f. Code males ~ ~ ~ r ~ ~ r i ~ ~ e ~ ~  if they are present. (For wme tests, the 7-d old animals can 
be measured with a stage micrometer to determine their length before they are discar 

. The test should be terminated 7 d -+ 2 h after being started. 

4. Prepare the data by making the ~ ~ ~ ~ o ~ ~ n ~  calculations. 
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To analyze pH, alkalinity, conductivity, haxdnss, and total residual and free chlorine in all water 
samples daily and to measure the dissolved oxygen in samples during the fathead minnow test, 

uipment 

pdl meter (Orion model 811) equipped with a Fisher (13-639-80) probe 
Conductance meter (YSI model 32) with pVrex conductance cell (K = l.O/cm) and tempcrature 

Chlorine titrator (Wallace and Tiernan) 
Dissolved oxygen meter (VWR) with submersible probe 
Betz hardness titrating solution 
Eriochrome Black T 
Sodium chloride (NaCl) 
Calgon certified hardness buffer 
Phenylarsene oxide 
Potassium iodide 
Stir bars 
Magnetic stirrer 
pM buffers (4.00, 7.00, and 10.00) 
1 N HCI 
Two 25-mL burettes 
108-mL beakers 
50-mL graduated cylinder 
Pasteur pipettes 
1-mL pipette bulbs 
2Ca-mL polystyrene cups 
8-oz. specimen containers 
Kimwipes or facial tissues 
Po~assium iodide 

probe P S I  model 3220) 

Procedure 

1. Determine the gH as follows. 

a. Use the pM meter and probe to measure the pfi  of the samples. Gently stir the sarslples 
with a stir bar and a magnetic stirrer while measuring, 

b. Each day before making pM measurements, calibrate the meter with pH 4. 
10.0 (20.01) buffers (traceable to National Bureau of Standards Reference Standards; Red 
Bird Service, Inc.). 
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Fill one 20-mL polystyrene cup with the pH 4.00 buffer and another cup with the 
10.0 buffer. Slide the plastic sleeve on the probe down to expose the vent hole of 
the probe. Rinse the probe with distilled water and gently wipe off excess liquid 
with a Kimwipe (or facial tisue). For quality control reasons, it is important to 
record the pH measurement before and after calibration. Submerge the probe in 
the pH 4.00 buffer, and move the function knob of the meter from "standby" to 
4.00. Record the pH as "before" in the registered chemistry log book. 

Repeat the procedure in step lb(1) with the pH 10.00 buffer, but turn the function 
knob to 10.00. 

Now calibrate the meter as follom. Submerge the probe in the pH 4.00 buffer, and 
move the function knob of the meter from "standby" to 4.00. Push the calibration 
button until it reads ".*.". When the calibration button remains lighted, push the 
button again. The meter should read 4.00 (k0.02). Record the pH reading as 
"after" in the registered chemistry log book. 

Repeat the prosedure in step lb(3) with the pH 10.00 buffer and the function knob 
adjusted to 10.00. 

After the probe has been calibrated, check the probe's response by moving the 
selection knob to "slopc." If the value is less than 95%, attempt to recalibrate 
with the two buffers as described, or clean or replace the probe as required. 

c. Measure the pH of each water sample by submerging the probe in 50 mL of water. 
Always rinse the probe with deionized distilled water after measuring each sample. 
Record the pH value directly from the meter into the registered chemistry log book. 
Also record the number of the pH meter that you are using. 

d. Always return the function knob to "standby" when finished, and slide the protective 
sleeve upwards to cover the vent hole of the probe. Store the pH probe immersed in 
pH 7.00 buffer. 

2. Determine the alkalinity as follows. 

a. Alkalinity is a measure of a water sample's capacity to neutralize a strong acid. Alkalinity 
is determined by titrating 50-mL samples with 0.01 N HCI (prepared from 1 N HCI 
stock) to a potentiometric endpoint of 4.50 -+ 0.04. Gently stir the sample with a stir 
bar and magnetic stirrer during the titration. 

b. Submerge the pH probe [calibrated as in steps lb(3) and b(4)] in the 50-mL sample. Fill 
the 25-mL burette (graded into 0.1-mL units, readable to the nearest 0.05 mL) with the 
titrant (0.01 N HCI). 
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e. M o w  the pM to stabilize (this step can be wed to measure pH as in step IC above). 
Slowly add the titrant (0.01 N HG1) uartil the sarnple reaches an endpoint of 4.50 
If a fu~~-strength sample is being analyzed, calculate the amount of alkalinity (expresed 
as milligrams of CaCB, per liter) by multiplying the milliliters of consumed acid solution 
(see the reading on the burette) by 10 (e.g., 10.5 mL of 0.1 N H a  x 10 = 105.8 mg 
CaCO, per L). 

d. If the amount of titrant needed to reach pM 4.50 is greater than 25 mL (in rare 
instances), a 1:2 dilution of the sample is necessary. In at SO-mL graduated cylinder, add 
25 mL of full-strength sample, and bring it to volume with deionized distilled water. 
Titrate as in step 2c. Calculate the amount of alkalinity in milligrams CaCO, per liter, 
by m u ~ ~ ~ p ~ ~ n g  the milliliters of consumed acid solution by 20. 

Record the amount of alkalinity (expressed as mg of GaCB, per liter, as calculated above> 
directly into the registered chemistry log bmk. If the sample is diluted, enter a small 
capital "D" next to the alkalinity value. Also record the number of the pH meter YOU 
are using. 

e. 

3. Determine the hardness as follows. 

a. Hardness is a measure of divalent cations (primarily 6a2+ and Mg2') per unit volume of 
water. As in the measurement of alkalinity, hardness is expressed in terms of the amount 
of CaCO, (m@) that it would take to yield a particular amount of hardness. Determine 
hardness by titrating SO-mE water samples with Betz hardness titrating solution (1 
of which is equivalent to 1 n g  of hardness) to a colorimetric endpoint. Use Eriochrome 
Black T, which changes mior when complexed with 02* and Mg2+, to determine when 
all hardness ions have been removed. by the titrant. Stir the sampk with a stir bar and 
magnetic stirrer during titration. 

b. Submerge the pH probe (calibrated as in step Ib) into the 50-mL sample. Fill a 2 - m L  
burette (graded into 0.1-mL units and readable to the nearest 0.05 mL) with the %tz 
hardness titrating solution. 

c. Allow the pH to stabilize. Adjust the pM of the sample to 10.0, adding Calgon certified 
hardness buffer one drop at a time and adding 0.05 g (a "pinch") of the indicator (0.5 
g Eriochrome Black T mixed with 100 g NaCl). 

d. Slowly add Betz hardness titrating solution until the color of the sample changes from 
red to purple" At this point, add the Betz hardness titrating solution one drop at a time 
until the color of the sample changes from purple to blue. If a full-strength sample is 

being ~ n ~ ~ y ~ ,  calculate the amount of hardness, exprcwed as milligrranis of 
CaCO, per liter, by ~ u l t ~ ~ ~ y ~ n g  the milliliters of titrant by 20 (e.g., hardness is 
10.5 rnL of titrant x 20 = 210 mg CACQ, pep L). 
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e. If the amount of titrating solution needed to reach the colorimetric endpoint (blue) is 
greater than 15 mL, a 1:2 or 1 5  dilution of the sample is necessary. 

(1) To make a 1:2 dilution, in a 50-mL graduated cylinder, add 25 mL of full-strength 
sample, and bring it to volume with deionbed distilled water. Titrate as in step 
3d, Calculate the amount of hardness, expressed as milligrams of CaCO,, by 
multiplying the milliliters of titrant by 4.0 (e.g., 12 mL of titrant x 40 = 480). 

(2) To make a 15 dilution, in a 50-mL graduated cylinder, add 10 mL of full-strength 
sample, and bring it to volume with deionized distilled water. Titrate as in step 
3d. Calculate the amount of hardness, expressed as milligrams of CaCO,, by 
multiplying the milliliters of titrant by 100. 

f. In the registered chemistry log book, record the amount of hardness in milligrams of 
CaCO, (as calculated). Also record the number of the pH meter you are using. If the 
sample is diluted, place a small capital "D" next to the hardness value; use a subscript 
2 or 5 to indicate a 1:2 or 1 5  dilution, respectively. 

4. Determine the conductivity as follows. 

a. Measure the conductivity of each water sample with the conductance meter equipped with 
the conductance cell and probe. Evaluate the responses of each newly installed cell for 
at least ten temperatures ranging from 1°C to 40°C to determine the appropriate 
compensation setting for correct temperature compensation. Subsequent conductance 
readings are then standardiirxd to 25°C electronically. Evaluate the response of the meter 
and cell periodically for sustained linearity by analyzing dilutions of various test solutions. 
Replatinix the conductance cell as required, and check it for thermal response after 
replatination. 

b. Fill a suitable container (e.g., 8-02. specimen container) with a water sample. The depth 
of the water must be at least 8 cm. 

c. Submerge the conductance cell and the temperature probe in the sample; carefully raise 
and lower the cell and probe several times to ensure that the sensors are exposed to a 
well-mixed sample and to force any air out of the probe via the vent of the probe. Move 
the function knob to "Temperature Coefficient," and adjust the range knob to the proper 
setting. Between samples, rinse the cell and probe with deionized distilled water. 

d. Record the conductivity values directly from the meter into the registered chemistry log 
book. Record the number of the conductance meter, conductance cell, and temperature 
probe that you are using. 

e. Always return the function knob to "off" when the meter is not in use. 
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5. Measure the amount of total residual chlorine (TRC) and free chlorin,e (FC) as follows. 

a. Measure TRC and FC a m ~ ~ o ~ ~ t r i ~ l ~ y  with the chlorine titrator. Use p ~ e n ~ ~ a r ~ ~ ~ ~  
oxide as the titrant. 

Always titrate samples to be analyzed for TRC or FC immediately u n their nmival at 
the laboratory because of the rapidity with which chlorine s p i e s  are converted to 
chloride. 

b. 

c. Fill the sample vessel with 200 mL of water (to the white line). Measure TRC by adding 
1 mL of 4.0 pW buffer and 1.0 mL of potassium iodide to 200 mL of the sampk before 
titrating. Measure FC by adding 1 mL of 7.0 pH buffer to 200 mL of sample before 
titrating. Note: The buffers (4.0 and 7.0) may not be adequate to control pH to the 
desired value for some samples. It may be necessary to use M,SO, to adjust the pM of 
such samples close to 4.0 with (for TRC) or to 7.0 (for FC) before adding the 
appropriate buffer. 

d. Adjust the range of the chlorine titrator to read approximately 80-100. Wait fox the 
needle to stabilize. Slowly add the tilranl (-0.01 mL at a time) until an addition of 
titrant no longer causes the neetile lo move. As titration p r o d s ,  readjust the range 
upward to 80-100 if the neerile fails below 10. 

e. The amount of ritrant usedl is equal to the amount of TRC (or FC) in mg/L. Read the 
amount o f  titrant directly from the burette, and record rhe amount in the registered 
chemistry log book. Afso record the number of the titrator you are using. 

6. Determine the amount of dissolved oxygen ( 
minnow test as follows. 

a. DO is routinely measured with a meter quipped with a submersible probe. 

b. Measure DO bath in the fresh water samples taken daily ("new water") and in the fathead 
i d l y ,  One beaker per re limte is measured. 

c. Olibrate the meter before each use 35 bllows. Remove the p r o k  from the use and 
turn the function knob ob the meter to "Air Ql" (for "air ~ ~ i ~ r a t ~ o ~ " ~ .  Allow the 
reading to stabilii~. Turn the calibration knob until the meter reads 20.2. Record the 
temperature and the DO at this setting by turning the function knob to the a ~ ~ r ~ p ~ i a t e  
sealing- Record this information in the registered water chemistry log hook as "DO 
Calibration Behre." 

(8, Measure the DQ in each sample by setting the function 
submerging the probe in the water sample. 
in mg/L, directly from the meter to the regis 
number of the DO meter and probe you are using. 
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e. Mer all of the DO measurements have been taken, read the air calibration, temperature, 
and DO as in step 6b above. Record this information in the registered chemistry log 
book as "DO Calibration After." 

f. Always return the function h o b  to "standby" when the meter is not in use. 



To provide final statistical analyses of fathead minnow survival and growth for the toxieiay test 
report after the data sets have been analyzed by the General Linear Models (GLM) Pr-ure. 

PraGedure 

1. Analyze the survival data, 

Note: If mean survival in all concentrations and in the control is ~ 8 0 % ,  then the G 
analysis is not necessary, and the following statement should bc: included in the final toxicity 
test report: "No statistical analyses were conducted, for survival was 280% in all 
concentrations that were tested." Otherwise, the following steps apply" 

a. Obtain output of the GEM table from the computer by using 8 SAS p~~.ogriim in the 
ENVSCLAQS27558 area. The following is an example of a CLki table from the S M  
program. 

General Linear  Model5 Pracisduse 

Dependent V a r i a b l e ;  SURV 

Source OF Squares Square F Value P r  > F 

Model 3 4400.1237743 1466.7079248 31.72 0.OQO1 

E r cor 12 554.8067384 4 6  - 2338949 

Sum of  Mean 

Corrected Total 15 4954.9305127 

!?-Square. C . V .  Root MSE 

0.888Q27 3.7539530 6.799551 1 

Note: "Pr" signifies pmbabilify. 

Transcribe the information directjy from the SAS-generated GLM table to the GLM table 
in the final toxicity test report. The following is an examp€e of the format af the final 
GLM table. 

b. 
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Source D.F. Sum of Mean Calculated F (0.05) 
squares square F 

Among 3 4400.124 1466.708 31.72 3.49 
Within 554.807 46.234 

Total 15 4954.931 (Pr > F = 0.OOOl) 

The following pairs of terms from the two GLM tables are synonymous: 
"model"ramong," "error"Pwithin," "corrected total"Ttota1," and "F value"/ "calculated F." 
Directly transcribe the degrees of freedom (D.F.), the sum of squares, and the mean 
square for the model and the error. Also transcribe the total D.F. and the total sum of 
squares, as well as the F value and the Pr>F value. 

c. Find F(0.05) for the GLM table in the final toxicity test report. Each GLM table in the 
final report needs to include this value. Use a "Values for P table in a statistical book 
(e.g., Steel and Torrie 1960, p. 436). Find the F value for alpha = 0.05 by using the D.F. 
from the "among" row in the GLM table as the numerator df and the D.F. from the 
"within" row as the denominator a'' Enter the F value under the F(0.05) column in the 
GLM table to complete the table. 

Example: 

In the GLM table in step lb, the numerator df is 3 and the denominator df is  12; 
therefore; the F value is  3.49. 

d. Compute the least significant difference (LSD). The LSD is used to determine whether 
or not the fish in a particular concentration or site had significantly lower survival than 
the control. It is the minimum amount of survival that can be statistically determined 
from the data in the GLM table. "he calculations are used to complete the following 
sentence in the final toxicity test report: "For this set of data, the least significant 
difference is -.- (arcsin transformed). Td = -.-, a n d p  = 0.05 (one-tailed test)." 

(1) Because survival data are expressed as a percentage, the data are "bound": that is, 
they cannot be higher than lo0 or lower than 0. Because of the "boundedness," the 
survival values must first be tramformed (by arcsin square root). 
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The %AS program which prints out the GUM table also prints ou t  the mean 
transformed survival value for each ~ n ~ n ~ a t ~ ~ n  (or site) and fur the control. 
Nternatively, the transformed value for each replicate (REP) in the control can be 
found by using the appropriate table in a statistical book (e.g., Steel and Torrie 

Example: 

If mean sumival of the ~ a t h ~ ~  minnows in EP 1 of the controls i s  
9096, its transformed value would be 71.56. If the mean sunival in 
REP 2 is $Os, its corresponding transformed value would be 63.44. 

Using all four transformed values, calculate the mean transformed survival value: 

(REP I), + (REP 21, + (REP 3), + (REP 4), 
mean, = f 

(2) en you have thc transformed sumiva values, mmpnte the LS 

4 

Dunnett's 1 (0.05) can Ae found in a statistical. bok (e.g., Stwl and Torrie 19 
>" uw. the alpha and D,F. values you used to fi F in IC, but in this a%? 

the "among" D.E va.alue is p (the number of treatment mean§ ~X~~~~~~~ the ~ ) ~ t ~ ~ ~ ~  

and the "wi~bin" D.F. value is the error D.F. value along the ~ e ~ - ~ ~ ~ ~  5ide ot-' the 
tabie. As in step IC, alpha is 0.05* 
of thep e and the error row. MSE can he found on the GLM table: i t  i s  
the tnan value in the "within" row. 

unnett's r-value i s  found at  the iratersecti 

Example: 

table given in step lb, the "among" D.F. value is 3 and the 
me ACSE i s  "within" D.F. value is 12; therefore 

46.234. Computed from the EXD 
t's t (0.05) i s  2.29. 

ixk step Id, the 1-sD Q 1a.or. 

e. Compute the kslp expacssed as a percentage of the control. ashis ~ ~ ~ o r m ~ t i o ~  will bt: 
used to ccmplete the following sentence i the final toxicity test report: This represents 
a -.-% reduclion in survival." 
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To calculate the LSD expressed as a percentage of the control, use the following 
equation: 

LSD (transformed data) 

LSD as a % reduction = 100 x 

mean survival of the control (transformed) 

Example: 

From the data in step If and the LSD calculation in step ld(2), the LSD i s  11.01 
and the mean survival of the control (transformed) is 90; therefore, the LSD 
expressed as a percentage of the control is 12.2%. 

f. Determine if the fish in a particular concentration (or site) had significantly lower survival 
than the control. This analysis is conducted only when the Pr > F value in the GLM 
table is 50.05. This analysis will determine where the asterisks are to be added to the 
following table in the final toxicity test report. 

Replicate 

Effluent 
dilution 1 2 3 4  Mean 

Control 100 100 100 100 100,o 
100% 50 40 60 90 55.0* 
50% 70 80 80 70 75.0* 
25% 90 loo 100 90 95.0 

Note: Survival values in the summary table 
for fathead minnow survival are in 
nontransformed values. 

Obtain the transformed mean survival values for each concentration and the control (as 
in step Id). Subtract the LSD from the transformed mean survival of the control. If any 
transformed mean survival value of a concentration is lower than this value, it should 
receive an asterisk. 



With the data in the table above, the arcsin transformed survival values are as 
follows: control = 90; 100% = 47.9; 5Q% = 60.11; and 2$% = 8Q.78. If 
is 11.01, then the arcsine rransfomed value of the control (90) minus th 
78.99. Because the arcsine transformed survival values for fish in the 
100% concentrations are less than 78.99, place an asterisk next to the mean survival 
value in the table as shown. 

2. Analyze the growth data. 

a. Obtain output of the GLM table from the computer by using a SAS program in the 
ENVSCf.AQS27558 area. The following is an example of a GLM table from the SF& 
program. 

G e n e r a l  L.nnear Models Procedure 

Dependent V a r i a b l e :  WT 

Source OF Squares Square F V a l u e  Pr > F 

Mode 1 3 0.24803625 o.oa26m75 13.52 0.0004 

E r r o r  12 0.07338550 0.00611546 

Corrected T o t a l  15 0.32142175 

s u m  o f  Mean 

R - S q u a r e  C.V.  Root MSE WT Mean 

0.771685 18.872132 0.07820140 0.41437500 

Note: "Pr" signifies probability. 

b. Transcribe the information directly from the SAS-generated GLM table to the G 
in the final toxicity test report. The following is an example of the format of the final 
GLM table. 
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Source D.F. Sum of Mean Calculated F(0.05) 
squares square F 

Among 3 0.2480 0.0827 13.52 3.49 
Within 12: 0.0734 0.0061 

Total 15 0.3214 (Pr > F = O.ooo4)  

The following pairs of terms from the two GLM tables are synonymous: 
"model"/"among," "error"/"within," "corrected total"/"total," and "F value/ "calculated F." 
Directly transcribe the degrees of freedom (D.F.), the sum of squares, and the mean 
square for the model and error. Also transcribe the total D.F. and the total sum of 
squares, as well as the F value and the PrrF value. 

c. Find F(0.05) for the GLM table in the final toxicity test report. Each GLM table in the 
final report needs to include this value. Use a "Values for F" table in a statistical book 
(e.g., Steel and Torrie 1%0, p. 436). Find the F value for alpha = 0.05 by using the D.F. 
from the "among" row in the GLM table as the numerator df and the D.F. from the 
"within" row as the denominator dfi Enter the F value under the F(0.05) column in the 
GLM table to complete the table. 

Example: 

In the GLM table given in step 2b, the "among" D.F. value is 3 and the "within" 
D.F. value is 12; therefore, the F value is 3.49. 

d. Compute the LSD. The LSD is used to determine whether or not the fish in a particular 
concentration or site had significantly lower growth than the control. It is the minimum 
amount of growth that can be statistially determined from the data in the GLM table. 
The calculations are used to complete the following sentence in the final toxicity test 
report: "No transformation was used before data analysis. For this set of data, the least 
significant difference is _.- mg. T, = -.-, a n d p  = 0.05 (one-tailed test)." 

Compute the LSD by using the foollowing equation: 

LSD = t ,  x 2 x MSE 
? 

4 
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Where t,, is Dunnett's t-value at 0.05 and MSE is the mean square error. 

Dunnett's t can be found in a statistical boak (e.g., Steel and Tomit: 1960, p. 446). Use 
the alpha and D.F. values you used to find I; in step 2c, but in this case the "among" D.F. 
value is p (the number of treatment means excluding the control) and the "within" D.F. 
value is the error D.F. value along the left-hand side of the table. As in step 2c, alpha 
is 0.05. Dunnett's t-value is found at the intersection of t h e p  column and the error row. 
The MSE can be found on the GLM table: it is the mean q u a r e  value in the "within" 
row. 

Example: 

In the GLM table given in step 2b, the "among" D.F. value is 3 and the "within" 
D.E value is 12; therefore, Dunnett's t (0.05) i s  2.29. The MSE is 0.MI.  
Computed from the ILSD equation in step 24  the IS@ is  0.055. 

e. Compute the LSD expressed as a percentage of the control. This information will be 
used to complete the foll~wing Sentence in the final toxicity test report: "This represents 
a -.-% reduction in dry weight." 

Tu calculate the LSD expressed as a percentage of the mntrol, use the ~~~1~~~~~ 
equation: 

LSD 

UB, as % reduction = 100 x 

weight of the control 

The m a n  weight for the control is e;lllc;tnlated following each toxicity test {SQP-9) and 
can be found in the registered fathead minnow log book. 

Example: 

From the data in step 2f and the LSD calculated in step 2d, the LSD is 0.055 mg 
and the mean weight of the control h 0.449 mg; therefore, the FSD expressed as 
a percentage of the control is 10.7%* 

f. Determine if the fish in a particular conentratioin {or site) had significantly lower growth 
than the fish in the controls, This analysis is completed only if the GLM indicates a 
significant difference between treatments (?'he P r > F  is 0.05). Subtract the LSlD value 
calculated in step 2d from the mean weight of the controls. All mean weight values that 
are less than this value should receive an asterisk. 
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Replicate 
Effluent 
dilution 1 2 3 4 Mean -+ S 

Control 0.586 0.324 0.557 0.595 0.516 0.129 
100% 0.201 0.204 0.204 0.202 0.202 2 0.038* 
50% 0.414 0.427 0.495 0.458 0.449 & 0.0319 
25% 0.595 0.409 0.511 0.448 0.491 2 0.081 

Example: 

me mean weight of the controls is 0.516 mg, and the LSD is 0.055 mg (calculated 
in step 2). The mean weight of the controls minus the LSD is 0.461 mg. Because 
the weight values of the fish in the 50% and 100% concentrations are less than 
0.461 mg, place an asterisk beside the standard deviation of the mean weight value 
(see table). 

Work Cited 

Steele, R. G. D. and J. H. Torrie. 
Reference to the BiQ!Q&Ol Sciences, McGraw-Mill, New York. 

1960. Principles and Procedures of Statistics, with Special 
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purpose 
To provide final statistical analyses for fecundity and survival of Ceriduphnia after the data sets 
have been analyzed by the General Linear Models (GLM) Procedure. 

Procedure 

1. Analyze the survival data. 

a. Transcribe the mean Ceriudaphnio survival, the mean reproduction, and the reproduction 
standard deviation directly from the summary table in the registered Cerihphnia log 
book to the summary table in the final toxicity test report: 

Summary of ceniodaphnia test results 

Effluent Number of Number of females Mean number of offspring 
dilution replicates surviving 7 d per female (+ S) 

Control 10 10 23.4 & 2.8 
5.0% 10 10 22.9 & 2.7 

10.0% 10 10 13.9 * 2.0* 
25.0% 10 4* 9.2 & 3.9 

b. Use the Fisher’s Exact Test to analyze Ceriodaphnia survival. This analysis will determine 
if Ceriodaphnia in a particular concentration had a significantly lower survival than the 
control, and it will determine where the asterisks should be added to the survival column 
in the table in the final toxicity test report (see step la). 

The following table may be used to find the critical value for Fisher’s Exact Test (with 
ten replicates). 

Meansurvival Critical 
in controls value 

10 6 
9 4 
8 3 
7 2 
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Determine the critical value for the data set. If mean survival in a concentration is qual 
to or less than the critical value, place an asterisk next to the survival value in that 
concentration. If the mean survival of the controls is 7, the test may be eonsidered 
invalid. 

Example: 

In the table in step la, the mean survival of the controls is 10; therefore the critical 
value is  6. Because the mean survival in the 25% concentration is 4 (?elow the 
critical value), an asterisk is placed next to the survival value. 

2. Analyze the fecundity (reproduction) data. 

a. Obtain output of the GLM table from the computer (produced by a SAS program in the 
ENVSCI.AQS27558 area). The GLM analysis for fecundity includes only those 
concentrations for which survival was not significantly lower than the survival in the 
controls (see step lb). The following is an example of a GLM table from the SAS 
program. 

General Linear Models Procedure 

Dependent Variable: REPRO 

S o u r c e  OF Squares Square F Value Pr > F 
Sum of Mean 

Mods 1 2 571.66664667 285.83333333 45.34 0 * 0001 

Error 27 170.20000000 6.30370370 

Corrected Total 29 741.86666667 

R - S q u a r e  C . V .  Root MSE 

0.770579 12.511883 2.5107178 

Note: "Pr" signifies probability. 

REPRO Mean 

20.06464663 

b. Transcribe information directly from the SAS-generated GLha table to the GLM table 
in the final toxicity test report. The following is an example of the format of the final 
GLM table. 
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STANDARD OPERATING PROCEDURES DATE 06.01-89 

SUBJECT: STATISIKAL. AFWLYSES OF DATA FROM THE CERIoDAp1MvLQ 
mxIcm TEST 

Sum of Mean Calculated 

Source D.F. squares square F %,, 

Among 2 571.667 285.833 45.34 3.35 

Total 29 741.867 p r  > F = 0.Oool) 

Within 22 170.200 6.304 

The following pairs of terms from the two GLM tables are synonymous: 
"model"/"among," "error"/"within," "corrected total"/"total," and "F value"/ "calculated F." 
Directly transcribe the degrees of freedom (D.F.), the sum of squares, and the mean 
square for the model and the error. Also transcribe the total D.F. and the total sum of 
squares, as well as the F value and the P r > F  value. 

Find F(,,t for the GLM table in the final toxicity test report. Each GLM table in the 
final report needs to include this value. Use a "Values for F table in a statistical book 
(e.g., Steel and Torrie 1960, p. 436). Find the F value for alpha = 0.05 by using the D.F. 
from the "among" row in the CLM table as the numerator df and the D.F. from the 
"within" row as the denominator Of. Enter the F value under the F(aos, column in the 
final GLM table. 

Example: 

c. 

In the GLM table in step Zb, the numerator df is 2 and the denominator df is 27; 
therefore, the F value is 3.35. 

d. Compute the Imt significant difference WD). These analyses are analogous to those 
used for the fathead minnow growth values (see SOP-12). The LSD is the minimum 
amount of fecundity that can be statistically determined from the data in the CLM table. 
The calculations are used to complete the following Sentence in the final toxicity test 
report. "Asterisks in the summary table show concentrations significantly reducing 
survivorship of Ceriodaphnia according to Fisher's Ehct Test and/or concentrations 
significantly lowering fecundity according to Dunnett's r-test (p = 0.05, one-tailed, r, = 
- .A. The least significant difference in fecundity at the 5% level (LSD,,) is -.- 
offspring per female, as computed from the error mean square term obtained by wing 
the GL,M analysis procedure." 
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SUBJECT: STATEIIAL ANALYSES OF DATA FROM THE C E Z U O D M ~  
ToxIclTy TEST 

Calculate the LSD using the following formula: 

LSD (in offspring per female) = c, x 

where t ,  is Dunneat's t-value at 0.05 a 

d2XMSE 
10 

d MSE is the mean square rror. 

Dunnett's t (0.05) can be found in a statistical book (e.g., Steel and Torrie 1960, p. 446). 
Use alpha = 0.05. The "among" DF, from the GLM table isp (the number of treatment 
means excluding the control), and the "within" D.F. from the GLM table is the error D.F. 
value along the left-hand side of the table for Dunnett's t-Test. Dunnett's t-value is 
found at the intersection of thep  column and the error row. MSE can be found on the 
final GLM table: it is the mean square value in the "within" row. 

Example: 

In the GLM table in step 2b, the "among" D.F. value is 2 and the "within" D.F. 
value is 27; therefore, Dunnett's c (0.05) is 2.00. The MSE is 6.304. According to 
the E D  equation, the LSD is 2.25. 

e. Determine whether or not the Ceriaiaphnia in a particular concentration or site had 
significantly lower fecundity than the control. Subtract the LSD value from the value for 
mean reproduction of the controls. If any of the mean reproduction values for the 
concentrations are lower than this number, place an asterisk next to the reproduction 
number. 

Example: 

In the summary table in step 2b, the mean reproduction of the controls is 21.0. 
When the LSD (2.25) is subtracted from the mean reproduction of the controls 
(23.4) the remainder is 21.15. BeGausc the mean reproduction value in the 10% 
concentration is less than 21.15, an asterisk is placed beside it. 

f. Compute the LSD expressed as a percentage of the control. This information will be 
used to complete the following sentence in the final toxicity test report: "The LSD repre- 
sents a -.-% reduction in fecundity in relation to the control." 
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To calculate the LSD expressed as a percentage of the control, use the following 
equation. 

LSD 

LSD as % reduction = 100 x 

mean reproduction of controls 

Example: 

In the GLM table in step ?a, the mean reproduction of the controls is 23.4. As 
calculated in step 2d, the LSD is 2.25. The LSD as a percentage of the control is 
therefore 9.6%. 
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SUBJECT: THE FATHEAD MlNNOW REFERENCE TEsf 

purpase 

for toxicity tests. 
To establish the sensitivity of fathead minnow larvae maintained in the breeding cultures and used 

Equipment 

Isolated fathead minnows larvae (see SOP-9) 
Cadmium chloride 
Twenty-eight 100-mL glass beakers 
Twenty-four 20-mL polystyrene beakers 
Six 500-mL graduated cylinders 
Six IOO-mL graduated cylinders 
Six 500-mL volumetric flasks 
1.0-mL or ZOO-pL Pipetteman pipette 
Metder top-loading baiance 
Piexiglass racks for test vessels 
Parafilm 
Cadmium Hazardous Waste container 
Binocular stereomicroscope 
Magnifying lamp 
Desktop magnifier or Wild microscope 
Dilution and control water: one part mineral water to nine parts deionized distilled water 

Registered fathead minnow log book 
(see SOP-I) 

Procedure 

1. Isolate larvae. Using a polished glass tube and pipette bulb, transfer six larvae that are <24 h 
old from the hatching chamber to a 20-mL polystyrene beaker containing 5-8 mL of control 
water. Repeat this procedure until YOU have 42 beakers with six larvae in each. 

Using cadmium chloride (which is readily soluble) and deionized distiled water, prepare sk 
stock solutions of cadmium in 500-mL volumetric flasks. The concentrations (CONC) of 
cadmium are as follows: 

2. 

Label the flasks accordingly. 

A = 29.0 mg Cd& 
B = 22.6 mg CdL, 
C = 17.0 mg Cd& 

E = 11.0 mg CdL, and 
D = 14.0 "g CdL, 

F = 8.6 mg CdL. 
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STANDARD OPERATING PROCEDURE§ DATE 06-01-89 

3. 

4. 

5. 

6. 

7. 

8. 

9. 

10. 

11. 

Make two sets of six polystyrene beakers, labeling (coding) the beakers in each set: A, B, C, 
D, E, and E Label six 500-mL graduated cylinders: A, B, C, D, E, and E 

Pour a small amount of stock A (slightly more than 5 mL) into a polystyene beaker labeled 
"A" Then r e a p  volumetric flask A. Pour the same amount of stock €3 into a beaker labeled 
"B." Then recap volumetric flask €3. Continue until this i s  done for stocks A through E 

Using the top-loading balance, tare beaker A from the second set of polystyrene beakers. 
Then, using a Pipetteman pipette, carefully weigh out 4,267 g of solution A from the heaker 
A, and put it in tared beaker A. Repeat this procedure for beakers B, C, D, E, and F. 

Prepare cadmium solutions for the test as follows. Fill a BO-mL beaker with control water. 
Pour about 5-15 mL of control water from the 250-mL beaker into beaker A, which contains 
4.267 g of stock A. Pour everything from beaker A into a graduated cylinder labeled "A"; 
do this at least three times. Bring the volume of solution in the graduated cylinder up to 
320.0 mL with control water. Repeat this procedure for beakers B, C, D, E, and F, using 
corresponding stock solutions. Cover each cylinder with parafilm, and invert them several 
times to mix their content$. 

Label clean 100-mL beakers for the replicates (REPS) in the test: Al, A2, A3, A4, B1, . . 
. F4. Fill the REP beakers with the corresponding test solution. Label four control (CONT) 
beakers: CONT 1, CONT 2, CONT 3, and CONT 4. Fill the CONT beakers with the control 
water. 

Into each beaker, transfer six larvae from those isolated in step la. 

In the registered fathead minnow log book, record the time you start adding animals to the 
test solution and the time when the last animal has been added. 

Twenty-four hours after the test has been started, inspect the animals in each beaker. If 
necessary, use the Wild microscope or the desktop magnifier. In the registered fathead 
minnow log book, record the number of dead and live animals, using the data sheet in Exbibit 
SOP-14.1. 

Dispose of all solutions containing cadmium by putting them in the container labeled 
"Cadmium Hazardous Waste." 
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DATA SEEEX FOR FATHEAD MINNOW REFE3RENCE TEST 

Date: Test no.: Initials: 

Time test stand from to 

CONC Starting 
(mg/L) CODE REP number 

Number of dead 
at 24 h 

0.300 B 1 
0.300 B 2 
0.W B 3 
0.300 B 4 

0.00 CONT 1 
0.00 CQNT 2 
0.00 CONT 3 
0.00 CONT 4 

- - - 

Time test ended: from to 

PROBIT or MOVING AVERAGE L Q  mg cd/L 

95% CL = mg Cdn, Initials: 

Control chart info: No. of standard less completed. 

Central tendency: - + rng C d L  Initals: 

Exhibit SOP-14.1 Data sheet for fathead minnow reference test. 
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SUBJECT: THE CERloaAPHNLQ REPERENCE TEST 

purpose 
To establish the sensitivity of Ceriodaphia maintained in the breeding cultures and used for toxicity 
tests. 

Equipment 

Isolated Cenodaphniu (see SOP-10) 
Cadmium chloride 
Twenty-eight 100-mL glass beakers 
Twenty-four 20-mL polystyrene beakers 
Six 500-mL graduated cylinders 
Six 100-mL graduated cylinders 
Six 500-mL volumetric flasks 
1.0-mL or 200-pL Pipetteman pipette 
Mettler top-loading balance 
Styrofoam racks for test vessels 
Parafilm 
Cadmium Hazardous Waste container 
Binocular stereomicroscope 
Magnifying lamp 
Desktop magnifier or Wild microscope 
Registered Ceriaiaphnia log book 
Dilution and control water: one part mineral water 

Deionized distilled water 
(e.g., Perrier) to nine parts deionized distilled water 

1. 

2. 

Isolate neonates (see SOP-10, step 2a.). 

Using cadmium chloride and distilled deionized water, prepare six stock solutions of cadmium 
in 500-mL volumetric flasks. The concentrations (CONC) are as follows: 

A = 40.0 mg Cdb, 
B = 30.0 mg Cdb,  

D = 15.0 mg CdL, 
E = 10.0 mg C d L  and 
F = 5.0 mg CdL.  

C = 20.0 mg Cdb, 

Label the flasks accordingly. 
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3. 

4. 

5. 

6. 

7. 

8. 

9. 

10. 

11. 

Make two sets of six polystyrene beakers, labeling ( d i n g )  the beakers in each set: A, €3, C, 
D, E, and E Label six 100-mL graduated cylinders: A, B, C, D, E, and F. 

Pour a small amount of stock A (slightly more than 5 mL) into a polystyrene beaker labeled 
"A" Then recap volumetric flask k Pour the same amount of stock B into a beaker labeled 
"B." Then recap volumetric flask B. Continue until this until stocks A through F have been 
poured into beakers. 

Using a Metliler top-loading balance, tare beaker A from the second set of polystyrene 
beakers. Then, using a Pipetteman pipette, carefully weigh out 1.OOO g of solution A from 
beaker A, and put it in tared beaker A. Repeat this procedure for beakers B, C, D, E, and 
E 

Prepare cadmium solutions for the test as foollows. Fill a 500-mL beaker with control water. 
Pour about 5-15 mL of control water from the 500-mL beaker into beaker A, which contains 
1.OOO g of stock k Pour everything from beaker A into a graduated cylinder labeled "A"; 
do this at least three times. Bring the volume of solution in the graduated cylinder up to 
75.0 mL with eontrol water. Repeat this procedure for beakers B, C, D, E, and F. Cover 
each cylinder with parafilm and invert several times to mix, 

Label. clean polystyrene beakers for the replicates (REPS) in the test: Al, A2, A3, A4, Bl ,  
. . . F4. Label four control (CONT) beakers: CONT 1, CONT 2, CONT 3, and CONT 4. 
Fill the CONT beakers with 15-17 mL of control water. Fill the REP beakers with their 
corresponding t a t  solution. 

Into each beaker, transfer six neonates from those collected in step 1. 

In the registered Ceriodaphniu log book, record the time you start adding animals to the test 
solution and the time when the last animal has been added. 

Twenty-four hours after the test has been started, inspect the animals in each beaker. Use 
a microscope or desktop magnifier to determine if each animal is alive or dead. In the 
registered Ceriodaphnia log book, record the number dead and the number alive, using the 
data sheet in Exhibit SOP-15.1. 

Dispose of all solutions containing cadmium by putting them in the container labeled 
"Cadmium Hazardous Wmte." 



SECTION SOP-15 
PAGE 3of3 
DATE 06-01-89 

Date: Test no.: CW--. Initials: 

Time test started: from to Water batch 
________________-_________^_^___________--------------------------------------- 

CONC starting Number of dead 
(m@) CODE REP number at 24 h 

C 3 
C 4 

0.150 D 1 
0.150 D 2 
0.150 D 3 
0.150 D 4 

0.100 E 1 
0.100 E 2 
0.m E 3 
0.100 E 4 

0.00 cow 1 
0.00 cow 2 
0.00 cow 3 
0.00 CQNT 4 

PROBIT or MOVING AVERAGE LC$ mg CdlL 

95% CL = mg Cd/L Initials: 

Control chart info: No. of standard tests completed: 

Central tendency: - f mg C d L  Initials: 

M i b i t  SOP-15.1 Data sheet for CeXi0daphni.a reference test. 
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purpose 
To maintain clear, legible research records. 

Equipment 

Registered technical notebooks from Laboratory Records in Building 4500-North. 

Procedure 

1. 

2. 

3. 

4. 

5. 

6. 

7. 

8. 

Keep good research records, using the proper registered technical notebook for each task. 

Return notebooks to Laboratory Records upon the termination of the research records, upon 
termination of your employment, upon termination of the program or project, or at the time 
that the notebooks cease to be of reference value. 

Write entries legibly with a ball point pen. 

Date and sign each entry you make. Arrange entries in chronological order. 

Make alterations or amplifications by adding new entries with the current date, and cross 
reference them to previous entries. DO NOT OBLITERATE OR BACK DATE ANY 
ENTRY. DO NOT USE CORRECTION FLULD. 

Date and sign all data sheets and charts, as well as a 1  drawings and graphs drawn on special 
paper, and securely fasten them in place, using glue or other means. ID0 not obscure any 
information. 

Preface each new item (e.g., each fathead minnow toxicity test) with a brief description of the 
purpose and planned approach (e.g., water sample, concentrations tested, and cOncen tration 
of stock solution). 

For more information, see the following copy of Technical Notebooks as ResPnrch Records. 
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SUBJECT: DATA LOGGING AND CARE OF TECHNICAL NOTEBOOKS 

TECHNICAL NOTEBOOKS 
AS 

RESEARCH RECORDS 

THEIR PURPOSE AND USE 

Prepared by 

PATENT SECTION 
OFFICE OF GENERAL COUNSEL 

MARTIN MARIETTA ENERGY SYSTEMS, INC. 
POST OFFICE BOX Y 

OAK RIDGE, TENNESSEE 37831 
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INTRODUCTlON 

Your technical notebook has been issued as a conveni- 
ence for recording your ideas, experimental endeavors, 
and the da ta  a n d  results thercof. The pages are bound 
so that portions o f  the information cannot be misplaced 
or lost. The notebook has an identification number, and 
the pages are serially numbered for ease in locating and 
identifying the contents. 

In using your notebook remember that its contents 
should serve niariy purposcs, ;inti thc care you usc 
in recording the information will al'fect its use. A 
well-kept notebook will provide a useful document 
which will: (1)  avoid future duplication of efforts, 
(2) assist in the development of a fundamental approach 
to a solution of a technical problem, (3) serve as a source 
of information for reports and technical talks, and 
(4) provide records for patent purposes. 

It is therefore necessary that entries in the notebook 
should answer these questions: 

1 .  What was done? 

2. When was it done? 

3.  Who did it? 

4. Who knows about it? 

By following the guides set forth below, these questions 
can be answered at any Pubsequent date - even after 
several years, when memory may fail. 

1 
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STANaARD OPERATING PR URES DATE W 1 - 8 9  

WHAT WAS DONE 

Entries should be made in ink whenever it is reasona- 
ble to do so, although pencil notations are acceptable. 
Remember, the records must be readable many years 
hence. 

I t  is highly advisable to preface each new item, such 

as a process, machine design, composition of mnttcr, 
method, etc., with a brief description o f  the purpose of 
the work so that you will not have to guess if asked 
to interpret the data several years later. It is also an 
aid to  others who may be carrying on that particular 
line of investigation at a later date. 

The data should be entered directly in the notebook, 
if possible. When this is impossible, records can be made 
on separate sheets of paper and transferred to the 
notebook the same day. In the event that some unavoid- 
able interruption prevents entering the data the same 
day, it should be entered as soon as possible thereafter 
under the date of entry. 

NEVER back-date on entry! 

Charts, graphs, small drawings, etc., drawn on special 
paper should be glued or otherwise securely fastened 
in place. There should be some narrative reference to 
these supplemental pages in the notebook entries for 
explanation. 

In somc instances csscnlial technical information will 
not be i n  11 form convcnicnt for cwtry in I.ho notchook, 
as  in the case o f  computer outputs, large drawings, tape 
recordings, etc. In these cases, a narrative summary 
should be made in the notebook and some identifying 
dcsigntition giv1.n t.0 L h c t  cavidcwro rind rdiwmccxl in thv 
summary. In this way, the information may be located 
when required. Furthermore, the entry of the summary 
establishes a date for the supporting data. 

2 
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SuBJEcTr: DATA LOGGING AMD CARE OF TEXHWCAL NDIEBCXIKS 

Never erase or smudge out an entry or remove pages 
from the notebook. If a n  entry is wrong, draw a line 
through i t  and continue in a new space. It is not neces- 
sary to state why the data are in error, but it is a 
good plan to do so because the explanation is useful 
in refreshing your memory at a later date. Remember, 
the recording of negative results may help prevent dupli- 
eiition of clTort. 

WHEN WAS IT DONE 
Every page or entry should bear a date. If several 

entries made the same day are on one page, a single 
date a t  the top of the page; is sufficient. Where entries 
on a page are not all made on the same day, each 
entry should bear a date even though there are several. 

Ordinarily the notebook will contain entries in 
chronological order; therefore, any deviation from this 
order should be plainly marked and explained if possi- 
ble. The previously mentioned charts, graphs, drawings, 
etc., should be dated like any other entry and placed 
in the notebook in as close to  chronological order as 
possible. 

WHO DID OT 
Entries will normally be made by the individual to 

whom the notebook has been issued, and each will be 
signed by him. Entries by others should be signed by 
Lhcm. 

Credit should be given to individuals who have made 
suggestions relating to the development so that in case 
an invention is made, there will be no problem of inven- 
lordi ip .  Credit. ~l iould  ulso \>a given to anyone 
performing work relating to the development so that 
their contribution can be weighed in determing inventor- 
ship. 

3 
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SUBJEW DATA LOGGING AND CARE OF ' lFCHN?W NOTEBOOKS 

In cases where work is carried on in cooperation with 
other organizations, personal conferences are often neces- 

sary to discuss new developments; Such conferences 
should always be entered in your notebook. The entries 
should give the date of the conference, a list of those 
present, and an  outline of the subjects discussed. This 
will nullify occasional claims of other partics Lhal you 

have appropriated information received from them. 

WHO KNOWS ABOUT IT 
In order to get the notebook. admitted as evidence in 

a controversy, you must establish its authenticity. This 
is done by your testimony and recognition of your own 
handwriting and your signature. In addition, your evi- 
dence must be corroborated by independent witnesses. 
In  order that  you may know whom to call at some 
future date, you should have your notebook rcvicwed 
by persons in your department. They should be familiar 
with your work but should not be working on the same 
problem with you. They should sign thcir names and 

the date a t  Ihe end of a section ol' your notebook which 
they reviewed, indicating that they read and understood 
the foregoing entries. Witnessing stamps' are available 
for this purpose in most Department offices. It is 
suggested that your notebook be witnessed periodically; 
for example, once a week. Witnessing of supplemental 
pages is also essential. 

In  addition to the above-mentioned witnesses, it is well 
to mention any other persons who are familiar with 
the development and explain their association with it. 
As stated in the previous section, it is advisable to list 
any other organizations or individuals who have knowl- 
edge of the development. This includes organizations 
with whom you have had personal conferences or to 
whom you have sent drawings or other technical data. 

'See sample entry on last page. 

4 
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SUMMARY 

The keeping of good records of research is an  essential 
part  of your professional responsibility. The quality of 
your technical reports, publications, etc., may well depend 
upon the care with which you record data in your techni- 
cal notebook. Furthermore, the success and promptness 
with which you complete your research will be influenced 
by the notebook entries. Last, but not least, your 
records - in particular your technical notebook - may 
determine the outcome of patent proceedings to establish 
the first inventor. 

For all these purposes, your notebook entries must 
provide information as to “what, when, and who.” Make 
sure that your notebook complies. 

FREQUENT OMISSIONS 

1. 

2. 

3. 

4. 

5 .  

6. 

7 .  

Description of experiment. 

Date of entries. 

Original data. 

Signature of experimentor. 

Credit for ideas. 

Signature of witnesses. 

Official notebook number. 
9 

5 
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SUBJEGT: REFlXENCE PROCEDURES-GONTENTS 

This section of the manual cites the specific national testing procedures, or reference procedures, 
upon which the standard operating procedures of the ESD Toxicology Laboratory are based. 

REF-1: 

REF-2 

REF-3: 

R E F 4  

REF-5: 

RlEF-ci: 

EF-7:  

REF-$: 

REF-9: 

REF-10: 

HEALTH AND SAFETY 

QUALITY ASSURANCE 

FACILITIES AND EQUIPMENT 

DILUTION WATER 

EFFLUENT AND RECEIVING WATER SAMPLING AND SAMPLE HANDLING 

CHRONIC TOXICITY TEST END POINTS AND DATA ANALYSIS 

FATHEAD MINNOW (PIMEPHXES PROMELAS) LARVAL SURVIVAL, AND 
GROWTH TEST METHOD 1OOO.0 

RECOMMENDED DEFINITIVE TEST CONDITIONS FOR FATHEAD MINNOW 
(FIMEPI-tALES PROMELAS) LARVAL, SURVIVAL AND GROWTH TEST USED 
FOR NPDES PERMITS 

CEMODAPHNLA SURVIVAL AND REPRODUCTION TEST METHOD 1002.0 

RECOMMENDED DEFINITIVE TEST CONDITIONS FOR CERIQDMHNU 
SURVIVAL AND REPRODUCTION TEST USED FOR NPDES PERMITS 





SECTION 
PAGE 
DATE 

The followirng methodl h from a W.S. E~~~~~~~~~~ Protection Agency document: Short-term 
methods for estimating rhe chronic toxicity of effluents and receiving waters to freshwater organisms. 
~ ~ ~ ~ / 4 - ~ ~ ~ 4 ,  edited by W. B. Homing and C. 1. Weber, 1985, pp. 6-7. 
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S E C T I O N  3 

HEALTH AND SAFETY] 

3.1 GENERAL PRECAUTIONS 

3.1.1 Collection and use of effluents in toxicity tests may involve 
significant risks to personal Safety and health. Personnel collecting 
effluent samples and conducting toxicity tests should take all safety 
precautions necessary for the prevention of bodily injury and illness which 
might result from ingestion or invasion of infectious agents, inhalation or 
abSOrptlQn of corrosive or toxic substances through skin contact, and 
asphyxiation aue to lack o i  oxygen or presence of noxious gases. 

3.1.2 Prior t o  sample collection and laboratory work, personnel should 
aetermine that all necessary safety equipment and materials have been 
oDtainea ana are in gaoa condition. 

3.2 SAFETY EQUIPMENT 

3.2.1 Personal Safetv Gear 

Personnel should use safety equipment, as required, such as rubber 
aprons, laboratory coats, respirators, gloves, Safety glasses, hard hats, 
and safety shoes. 

3.2.2 Laboratory Safety Equipment 

Each laboratory (including mobile laboratories) should be provided with 
safety equipment such as first aid kits, fire extinguishers, fire blankets, 
emergency showers , and eye fountains. 

3.3 GENERAL LABORATORY AND FIELD O P E R A T I O N S  

3.3.1. Work with effluents should be performed i n  compliance with accepted 
rules pertaining to the handling of hazardous materials (see safety 
manuals, Paragraph 3.5). 
samples and performing toxicity tests should not work alone. 

It is recomnended that personnel collecting 

3.3.2. Because the chemical composition of effluents is usually only 
poorly know, they should be considered as potential health hazards, and 
exposure to them should oe minimized. 

3.3.3. 
after collecting effluent samples. 

It i s  advisable to cleanse exposed parts of the body immediately 

3.3.4. A l l  containers should be adequately labeled to indicate their 
contents. 

'Adapted from: Peltier and Weber (1985). 
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3.3.5. Gum housekeeping C O ~ ~ T - ~ D M ~ ~ S  to safety ana r e l i a b l e  results. 

3.3.6. Electrical equipment o r  extension cords not bearing the approval of 
Underwriter Laboratories must n o t  be used. Ground-fault interrupters must 
be installed in a l l  '"et" :aboratories where electrical equipment I S  used. 

- 

3.3.7. 
electrical shoclc. 

:4obile l a b o r a t o r i e s  should be properly q-ounded to p r o t e c t  a g a i n s t  

3 . 4  DISEASE PREVENTION 

3.4.1 
human wastes s h a u l a  be immunized aga ins t  tetanus, typhoid fever, and p ~ l i ~ .  

3.5 W E T Y  MANUALS 

Personnel t iandl ing Samples which are known or suspected to conta in  

3.5-1 
samples ana conducting tox ic i ty  t e s t s ,  check with the permittee 2nd consult 
general inaushrlal s a f e t y  manuals, i n c l u d i n g  USEPA ( 1 9 7 7 ) ,  ana Nalters and 
Jmeson (1984). 

For Further guidance on s a f e  practices when collecting effluent 
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The following method is from a I J S  ~ ~ v i r ~ n ~ ~ ~ ~ ~  Protection Agency document: Short-ker 
methods for estimating the chronic toxicity of effluents and receiving waters to freshwater organisms. 
EPA/600/4-85/014, edited by W.B. Homing and C.I. Weber, 1985, pp. S-12. 



SUBJECT: QUAEI[TP" ASSURAN 

SECTION 4 

QUALITY ASSURANCE] 

4.1 INTRODUCTION 

4.1.1 Quality Assurance (QA) practices for effluent toxicity tests consist 
o f  all aspects of the t es t  that atfect data quality, such as: ( 1 )  effluent 
sampling ana handling; ( 2 )  the source ana condition of the test organisms; 
(3) conaition o i  equipment; (4) test conaitions; (5) instrument 
calibration; (6) replication; (7) use of reference toxicants; ( 8 )  recora 
Keeping; and (9) aata evaluation. For general guidance on good laboratory 
practices relatea to toxicity testing, see: FDA, 1978; USEPA, 1979d, 
1980b, ana 1980~; ana DeWOSKln, 1984. 

4.2 EFFLUENT AND RECEIVING WATER SAMPLING AND HANDLING 

4.2.1 Effluent Samples collectea for on-site ana off-site testing must be 
preserve0 as described in Section 8, Effluent ana Receiving Water Sampling 
ana Sample Handling. 

4.3 TEST ORGANISMS 

4.3,l The test organisms used in the procedures described in this manual 
are the fathead minnow, Pime hales promelas, the cladoceran, Ceriodaphnia 
auaia, and the green alg-trum ca ricornutum. The organisms used 
shu'rd be disease-free, and should be positive -g_7__ y identified t o  species. 

4.4 FACILITIES, EQUIPMENT, AND TEST CHAMBERS 

4.4.1 Laboratory and bioassay temperature control equipment must be 
adequate to maintain reeomenaed test water temperatures. Kecommenaed 
materials must be used in the fabrication of the test equipment which comes 
in contact with the effluent (see Section 5, Facilities ana Equipment). 

4.5 ANALYTICAL METHODS 

4.5.1 Routine chemical and physical analyses must include established 
quality assurance practices outlined in Agency methods manuals (USEPA, 
197%~). 

4.6 CALIBRATION AND STANDARDIZATION 

4.6.1 InStrUITEfItS used for routine measurements o f  chemical ana physical 
parameters such as pH, DO, temperature, conductivity, alkalinity, and 
haraneS5, InuSt be calibrated and standardized according to instrument 
manufacturers procedures as indicated in the general section on quality 
assurance (see EPA Methods 150.1, 360.1, 170.1, and 120.1, USEPA, 1979b). 

]Adapted from: Peltier [ 1978) Peltier and Weber (1985), 
and USEPA (1979a). 
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SUBJECT: QU Ass 

4.6 .2  xiet cnernical metnoas usea to measure naraness ana alkalinity must h e  
stanaararzea ziccoraing to the prncedures for those specific EPA mexhods (see 
EPA Methoas 1?0.2 and 310.1, USEPA 1'379b). 

4.7 D i L U T I O i d  WATER 

4.7.1 :ne dilution water ;sea i n  tne toxicity tests may be synr;hetlc Nates, 
receiving water, or grouna water, appropriate to the objectives of t n e  stud 
ana logistical constraints, as aiscussea in Section 7. 

4.8 TEST CONDITIONS 

4.8.1 dater temperature must be  rnaintainea witnin the limits specifiea for 
eacn tesr;, D i s s o l v e d  oxygen (DO) concentrations ana pH s h o u l d  be checked at 
the beginning o f  the test and d a i l y  througnout tne test perioa. 

4.9 TEST ACCEPTABILITY 

4.9.1 
toxicant tests are unacceptable if the  survival in the controls i s  less than 
90%. For e f f l u e n t  toxicity tests to be acceptable, control survival must be 
at l eas t  80%. The resulcs of the a l g a l  toxicity test are unacceptable i f  
tne cell density i n  the controls a f t e r  96 h i s  less than lo6 cells/rnL. 

4.9.2 An indiviaual test may ~e conditionally acceptable if temperature, 
DO, ana other specified conditions f a l l  outside specificattons, depending an 
the degree of the departure and the objectives o f  the tests (see test 
conaTtion summaries). 
best professional juagment and experience o f  the investigator, 
deviation from test specifications must be noted when reporting data from 
the test. 

The results of the fathead minnow o r  Ceriaddpnnta 2 4 - t ~  reference 

The acceptability of the test would depend on tne 
The 

4.10 PRECISION 

4.10.1 The aDility of the laoosatary personnel to ootain consiStenZ, precise 
results must be oemonstrated wi th  reference toxicants before t hey  attempt t a  
measure effluent toxicity. 
test to be usea i n  a laboratory should be determined by performing five or 
more tests with a reference toxicant. In cases where the test data are used 
in the Prooit Analysis (see Section 91, precision can be described by the 
mean, stantlard deviation, and relative standara deviation (percent 
coefficient of variation, or C V )  of the calculated end points from the 
replicated tests. However, in cases where the results are reported in terms 
o f  the No-Observea-Effect Concentration (MOEC 1 and Lowest-ObsePwed-Effest 
Concentration (LOEC) (see Section 91, precision can only b e  described by 
listing tne NOEC-LOEC i n t e r v a l  for each test. In this case, it i s  not 
possible t o  express precision i n  terms of a C O ~ Q I - I ~ ~  used statistic. For 
instance, when all tests of the same toxicant y i e l d  t h e  same NOEC-IOEC 
interval maximum precision has been attained. However, the "true" no 
effect  concentration could fall anywhere within the  interval, MOEC 2 

The s i n g l e  laooratory precision of each type of 

(NOEC-LOEC). 
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4.10.2 It snould be note0 here that the dilution factor selected for a 
test determines the wioth o f  the NOEC-LOEC interval and the inherent 
maximum precision o f  the test. As the absolute value of the dilution 
factor aecreases, the wiath o f  the NOEC-LOEC interval increases, and the 
innerent maximum precision of the test decreases. iJhen a dilution factor 
o f  0 .3  i s  usea, the NOEC could be considered to have a relative variability 
as high as + 300%. 
considerea To have a relative variability of + 100%. 
can affect test precision include test organiym age, condition, and 
sensitivity, temperature control, and feeding. 

'rlith a dilution factor o f  0.5, the NOEC could be 
Other factors whdch 

4.11 REPLICATION AND TEST SENSITIVITY 

4.11.1 The sensitivity o f  the tests will depend in part on the number of 
replicates, the proDability level selected, and the type o f  statistical 
analysis. The minimum recommenaed number of replicates varies with the 
test and the statistical methoo used, and is discussed in Section 9 and in 
eacn method. The sensitivity of the test will increase as tbe number o f  
rmlicates is increaseo. 

4.12 QUALITY O f  TEST ORGANISMS 

4.12.1 
program and obtains the test organisms from an outside source, the 
sensitivity of each batch of test organisms must be evaluated with a 
reference toxicant in a toxicity test performed concurrently with the 
effluent and/or receiving water toxicity tests. If the laboratory 
maintains breeding cultures, the sensitivity of the offspring should be 
determined in a toxicity test performed with a reference toxicant at least 
once each month. 
performed concurrently with an effluent toxicity test. A 24-h acute 
toxicity test 1s used to determine the sensitivity o f  fathead minnows and 
Cerioda hnia. 
*+ A 96-h toxicity test is used to determine the sensitivity of 
Sel enastrum I 

4.12.2 The sensitivity o f  fatheaa minnow larvae is determined with newly 
hatched larvae as used in the growth and survival or embryo-larval test. 
The sensitivity of Cerioda hnia is determined using animals less than 24 h 

4.12.3 Three referencetoxicants are available from EMSL-Cincinnati to 
establish the precision and validity o f  toxicity data generated by 
biomonitoring laboratories: sodium dodecylsulfate (SDS), sodium 
pentachloropenate (NaPCP), and cadmium chloride (CdC12). 
toxicant5 may be obtained by contacting the Quality Assurance Branch, 
Environmental Monitoring and Support Laboratory, U. S. Environmental 
Protection Agency, Cincinnati, Ohio, 45268; FTS 684-7325, comm'l 513-569-7325. 
Instructions for the use and the expected toxicity values for the reference 
toxicants are provided with the samples. 

If the laboratory does not have an ongoing test organism culturing 

I f  preferred, this reference toxicant test may be 

For the acute toxicity test design, see Peltier and Weber 

old, and which were + re easea within the same 4-41 period. 

The reference 

To assure comparability of QA 
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aata on a national scale, a l l  laboratories must use the same source  o f  
reference toxicant (EMSL-Cincinnati) dna the same formuiation o f  dilution 
water -- rnoaerately nard synthetic water, deSCrlDe0 in Table 1 ,  p. 18, for 
fatheao minnows an0 CeriooaDnnla, ana algal growth medium aescrioect i n  
Tables 1 ana 2, Section 14,  :or Selenastrum. 

4.13 FOOD QUALITY 

4.13.1 The quality of the food  for fish and invertebrates is an imoortant 
factor i n  toxicity t es t s .  3 u i t a b l e  trout chow, Artemla, and other fooas 
must be obtained as described i n  the manual. Limited quantities o f  
reference Artemia cysts, Information on commerical sources of good quality 
Artemia cysts, ana procedures for aetermining cyst suitability as food are 
availaole from the 4uaiity Assurance Branch, tnvironmental Monitoring and 
Support Laboratory, U. S. Environmental Protection Agency, Cincinnati, 
Ohio, 45268. The suitability of eacn new supply of fooa must be oetermined 
in a siae-by-side test in wnich the response o t  test organisms fea with the 
new f o o o  1 s  comoared with tne response o t  organisms f ed  a reference fooa or  
a previously used, satisfactory food. 

4.14 CONTROL CHARTS 

4.14.1 A control chart should be prepared for each referenee-toxicant- 
organism combination, ana success~ve toxicity values should oe plotted and 
examined to determine if the results are within prescribed limits 
( F i g .  1 ) .  In this technique, a running plot i s  maintained for the toxicity 
values ( X i )  from successive tests with a given reference toxicant. 
type of control chart illustrated (USEPA, 1979a) i s  used to evaluate the 
cumulative trend o f  the statistics from a series of samples. 
and upper ana lower control limits ( 2  2s)  are re-calculated with each 
S U C C ~ S S ~ V ~  point, until the statistics stabilize. Outliers, wnicti a re  
values which fall outside the  upper and lower control limits, and trends of 
increasing or decreasing sensitivity are readily identified. 
P0.05 probability level, one in 20 tests would be expected to fall 
outside of the Control limits by chance alone. 

4.14.2 
does not fall i n  the expected range. for the test organisms when using the 
standard dilution water, the sensitivity of the organisms ana the overa l l  
creaibility of the test system are suspect. In this case, the t e s t  
proceaure ShOMlQ be  examined for defects and should be repeated with a 
different batch of test organisms. 

h e  

The mean ( X )  

At the 

If the toxicity value from a given test with the reference toxicant 

4.15 RECORD KEEPING 

4.15.1 Proper record keeping i s  required. 6ound notebooks should be used 
t o  maintain aetailea records of the test organisms such as species, source, 
age, date of receipt, and other pertinent information relating to their 
history and health, and information on the calibration o f  equipment and 
instruments, test conditions employed, and test results. Annotations 
should be made on a real-time basis to prevent the loss of information. 
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PAGE 6 of 6 
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U P P E R  C O N T R O L  L I M I T ( z +  2 s )  
--_----_.__------- 

Q 
m 
u 
i 

L O W E R  C O N T R O L  L I M I T ( z -  2s) 
----------------I 

a 5 10 1 5  20 

T O X I C I T Y  T E S T  W I T H  R E F E R E N C E  T O X I ' C A N T S  

F i g u r e  1 .  C o n t r o l  c h a r t .  

Where : 

X i  = Success ive LCSO's f rom toxicity t e s t s .  

n = Number o f  t e s t s .  
1 

X = Mean L E O .  

S = Standard d e v i a t i o n .  
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The following method is from a U.S. Environmental Protection Agency document: Short-term 
methods for estimating the chronic toxicity of effluents and receiving waters to freshwater organisms. 
EP~600/4-85f014, edited by W. B. Horning and C. I. Weber, 1985, pp. 13-14. 



SECTlON ]REF-3 
PAGE 2 of 3 
DATE Wl-89 

S E C T I O N  5 

FACILITIES A N D  EQUIPMENT~ 

5.1 G E N E R A L  K E Q U I R E M E N T S  

5.1.1 
laboratory. Facilities snouid include equipment for rearing, holding, and 
acclimating organisms. Temperature control can be achieved using 
circulating water baths, neat excnangers, or environmental chambers, Water 
usea for rearing, holding, acclimating, and testing organisms may De ground 
water, surface warer, aecnlorinated tap water, or synthetic water. 
Dechlorination can be accomplishea by aeration (allowing the water to stand 
in an open vessel for 24 h), carbon filtration, or the use of soaium 
thiosulfate. ilse o f  1.0 mg (anhydrous) sodium thiosulfate/l will reduce 
1.5 rng cnlorine/L. After aechlorination, total residual cnlorine should be 
non-aetectable. Air used for aeration must be free o f  oil and fumes. Test 
facilities must be well ventilated ana free o f  fumes. 
holding, acclimating, ana testing, test organisms snould be snielded from 
external disturbances. 

Effluent toxicity tests may b e  performed i n  a f i x e d  or mobile 

During rearing, 

5.1.2 Materials used for exposure chambers, tubing, etc., xhich come i n  
contact with the effluent should be carefully chosen. 
perf luorocarbon plastics (TEFLONR) should be used whenever possible to 
minimize sorption and leaching of toxic substances. 
reused following decontamination. Plastics such as polyethylene, 
polypropylene, polyvinyl chloride, TYGQNR, ets., may be used as test 
chambers or to store effluents, but caution should be exercised in their 
use because they could introduce toxicants when new, or carry over 
toxicants from one test t,: another i f  reused. The use of glass carboys is 
discouraged for safety reasons. 

5.1.3 New plastic products of a type not previously used should be tested 
for toxicity before initial use by exposing the test organisms in the test 
system where the material i s  used. Equipment (pumps, valves, etc.) which 
cannot be discarded after each use because o f  cost, must be decontaminated 
according to the cleaning procedures listed below. Fiberglass, in addition 
to the previously mentioned materials, can be used for holding, 
acclimating, and dilution water storage tanks, and in the water delivery 
system. All  material should be flushed or rinsed thoroughly with the test 
media before using in-the test. 
brass, and lead must not come in contact with holding, acclimation, or 
dilution water, or with effluent samples and test solutions. Some 
materials, such as several types of neoprene rubber (comnsnly used f o r  
stoppers) may be toxic and should be tested before use. 

Temperea glass and 

These materials may be 

Copper, galvanized material, rubber, 

1Adapted from: Peltier and Weber (1985). 
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SUBJECT: FACZITES AND EQW- 

5.1.4 Silicone adhesive used to construct glass test chambers absorlls some 
arganocnlorine and organopnosphorus pesticides, which are difficult to 
remove. Therefore, a5 little of the adhesive as possible should be in 
contact with waxer. Extra beads of adhesive inside the containers should 
be removea. 

5.2 TEST CHAMBERS 

5.2.1 
organism. Zequirernents are specified in each test. 

T e s t  chamber s i r e  and snape are varied accoraing to size o f  the test 

5.3 CLEANING 

5.3.1 
vessels aoes not require rigorous cleaning. 
new containers once with sample before use. New glassware, however, should 
be soatcea overnignt i n  acia (see below).  

5.3.2 It  is recommended that a l l  sample containers, test vessels, pumps, 
tanks, and other equipment that has come in contact with effluent be washed 
after use in the manner described below to remove surface contaminants. 
Special cleaning requirements for glassware used in algal toxicity tests 
are described in Section 14. 

New plasticware used for sample collection or organism exposure 
I t  i s  sufficient t o  rinse the 

1. Soak 15 minutes, and scrub with detergent i n  tap water, or clean in 
an automatic dishwasher. 

2. Rinse twice with tap water. 
3 .  Carefully rinse once with fresh dilute (20% V : V )  nitric acid or 

hydrochloric acid t o  remove scale, metals and bases. 
20% solution of acid, add 20 mL of concentrated acid t o  80 mL of 
distilled water. 

4. Rinse twice with tap water. 
5. Hinse once with full-strength acetone to remove organic compounds. 
6. Rinse well with tap wa-ter. 
7. Rince twice with dilution wacer. 

To prepare a 

5.3.3 All test chambers and equipment must be thoroughly rinsed with the 
dilution water immediately prior t o  use in each test. 
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STANDARD OPEBATING PROCEDURES DATE m - 8 9  
PAGE 1 of 3 

SUBTEC'T: DILUTXONWATER 

The following method is from a U.S. Environmental Protection Agency document: Short-term 
methods for estimating the chronic toxicity of effluents and receiving waters to freshwater organisms. 
EPA/600/4-85/014, edited by W. B. Homing and C. L Weber, 1985, pp. 17-18. 



ESD TOXlCOLXXiY LABOMTORY SECTION REF4 
PAGE 2 of 3 

STANDARD OPERATING PRc#;'EDuREs DATE m - 8 9  

SUBTECT: DILUTION WATER 

SECTION 7 

DILUTION WATER 

7.1 The source of dilution water used in the tests will Qepend largely on 
the oojectives of the study as descrioea in Section 1: ( 1 )  If the 
Objective o f  t h e  test is to estimate the inherent chronic toxicity of the 
effluent, a stanaard dilution water (moderately hara water, Table 1 )  is 
usea; ( 2 )  If the objective o f  the test i s  to estimate the cnronic toxicity 
of the effluent in uncontaminatee receiving water, the test may be 
conauctea using dilution water consisting of a single grao sample of 
non-toxic receiving water collected upstream from the outfall, or with 
other uncontaminated surf ace water or standard dilution water having 
approximately the same haraness ( c  10%) as the receiving water; (3) If the 
objective of the test 1s to deter%ne the additive effects of the QiSCharge 
on alreaay contaminated receiving water, the test is performed using 
dilution water consisting of receiving water collected d a i l y  upstream from 
the outfall. 

7.2 When the dilution water i s  to be taken from the receiving water 
"upstream" from the outfall, it should be collected at a point as close as 
possible to the outfall, but upstream from or outside of the zone 
influenced by the effluent. The sample should be collected immediately 
prior to the test, but never more than 96 h before the test begins. 
where it is used within 24 h, the sample should be chilled to 40C during 
or immediately following collection, and maintained at that temperature 
until used. 

Except 

7.3 Where toxicity-free dilution water i s  required i n  a test, the water i s  
considered acceptable i f  test organisms show adequate survival, growth, and 
reproduction in the controls during the test. 

7.4 Dechlorinated water should be used as dilution water only as a last 
resort, because it i s  usually difficult to completely remove a l l  tne 
resiauali chlorine or cnlorinated organics, whicn may be very toxic to the 
test organisms. Sodium thiosulfate i s  recommended for aechlorination 
(1.0 mg anhydrous sodium thiosulfate/L will reduce 1.5 rng chlorine/L ). 
After d@ChlOrination, total residual chlorine must be non-detectable. 

7.5 
remove unacceptably high concentrations o f  copper, lead, zinc, fluoride, or 
other toxic substances before use, i t  must be reconstituted to restore the 
calcium and magnesium removed by the deionization process. 

7.6 To prepare a synthetic fresh water, use the reagents listed in 
Table 1. 

If it i s  necessary to pass the dilution water through a deionizer to 

For example, to prepare 20 L of moderately hard synthetic water: 

1. Place 19 L o f  distilled or deionized water in a properly cleaned 

2. Add sufficient MgS04, NaHC03 and KC1 to the carboy, and stir 
plastic carboy. 

we1 1. 
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3 .  Add sufficient CaS04.2H20 to 1 L o f  distilled or deionized 
water in a separate flask, place on a magnetic stirrer until the 
calcium sulfate has aissolved and aad to the carboy ana stir wel l .  

4, Aerate vigorously f o r  24 h (with air filtered through c o t t o n  to 
remove o i l )  t o  diSSOlVe the added chemicals and stabilize the 
meaium. 

7.7 The measured pH, hardness and alkalinity of the aerated water w i l l  be 
approximately as indicated under "Final Water Quality" in Table 1. 

TABLE 1. PREPARATION OF SYNTHETIC FRESH WATERa 

Reagent Added (mg/L)b  Final Mater Ouality 

Water Alka- 
TY pe N ~ H C O ~  CaU04*2H20 Nab04 KCL Hardnessd 1 i n i  tyd PHC 

Very soft 12.0 7.5 7.5 0.5 6.4-6.8 10-13 10-13 
30-35 Soft 48.0 30.0 30.0 2.0 7.2-7.6 40-48 
60-70 

225-245 

Moderately Hard 96.0 60.0 60.0 4.0 7.4-7.a ~ Q - I O O  
Hard 192.0 120.0 120.0 8.0 7.6-8.0 160-180 110-120 
Very hard 384.0 240.0 240.0 16.0 8.0-8.4 280-320 

aTaKen in part from Marking and Oawson (1973). 
bAdQ reagent grade chemicals to dlstllled or deionized water. 
CApproximate equilibrium pH after 24 h of aeration. 
dExpressed as mg CaC03/L . 
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STAMlARD OPERATING PRCXXDURES DATE: ogo1-89 

SUBJECT: EFFLUENT AND RECEIVING WATER SAMPLING AND SAMPEE HANDLING 

The following method is from a U.S. Environmental Protection Agency document: Short-term 
methods for estimating the chronic toxicity of effluents and receiving waters to freshwater organisms. 
EPN600/4-85/014, edited by W. IS. Homing and C. I. Weber, 1985, pp. 19-21. 
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SECTION 8 

EFFLUENT AN0 RECEIVING WATER SAMPLING AND SAMPLE HANDLING 

8.1 EFFLUENT SANPL I NG 

8.1.1 
specifies in the NPOES aischarge permit (USEPA, 1 9 7 9 ~ ) .  Conditions for 
exception would be: (1 )  better access to a sampling point between the 
final treatment and the aischarge outfall; ( 2 )  if the processed waste is 
chlorinated prior to discnarge to the receiving waters, it may a l s o  be 
desiraole t o  take samples prior t o  contact with the cnlorine t o  determine 
toxicity of the unchlorinated effluent; or ( 3 )  in the event there is a 
desire to evaluate the toxicity of the influent to municipal waste 
treatment plants or separate wastewater streams in inaustrial facilities 
prior t o  their being COmDinea with other wastewater streams or non-contact 
cooling water, aaditional sampling points may be chosen. 

The effluent sampling point usually should be the Same as Chat 

8.1.2 
based on the objectives of the test and an understanding o f  the short and 
long-term operations and schedules of the discharger. 
quality varies COnSiderably with time, which can occur where holding times 
are short,  grab samples may seem preferaole because of the ease of 
collection and the potential o f  observing peaks (spikes) in toxicity. 
However, the sampling duration o f  a grab sample i s  so short that full 
characterization of an effluent over a 2 4 4  period would require a 
prohibitive number of separate samples and tests. Collection of a 2 4 4  
composite Sample, however, may dilute toxicity spikes, and averages the 
quality of the effluent over the sampling period. A lengthy discussion of 
the aavantages and disadvantages of using grab or composite samples is 
founa in Peltier and Heber (1985), 

The aecision on whether to collect grab or composite samples is 

If the effluent 

8.1.3 Aeration during collection and transfer of effluents Should be 
minimizea to reduce the loss of volatile chemicals. 

8.1.4 Definitive tests performed for NPDES permit purposes require daily 
effluent sample collection and daily renewal of test solutions. 

8.2 RECEIVING WATER SAMPLING 

8.2.1 It i s  common Practice to collect grab samples for receiving water 
toxicity studies. 

8.2.2 When non-toxic receiving water i s  required for a test, it may be 
collected upstream from the outfall o r  from other uncontaminated surface 
water having approximately the same hardness (+  10%) as the receiving 
water.. If the objective o f  the test i s  t o  determine the additive effects 
o f  the discharge on receiving water which may already be contaminated, the 
test is performed using dilution water consisting of receiving water 
collected daily upstream from the outfall. 
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8.2.3 Dilution water to be taken from the receiving water "upstream4' from 
the outfall, I S  collectea a t  a point as close as posslble to the outfall, 
out upsweam from or outside of the zone influenced by the erffuent. 

8.2.4 
water aownstream from the outfall, receiving water samples are collected 
a t  several distances aownstream from the discharge. The time required f o r  
the er f l uen t - rece iv ing -wa te r  mixture to travel to sampling points 
downstream from the outfall may be difficult t o  ascertain, and St may not 
be possiole to correlate downstream toxicity with effluent toxicity a t  the 
discnarge point unless a dye study is performed, The toxicity o f  
receiving water samples from five stations downstream from the discharge 
point can be evaluatea using the same number of test vessels and test 
organisms as used in one effluent toxicity test with five effluent 
ailutions. 

To determine the extent of the zone of toxlclty i n  the receiving 

8.3 SAMPLE HANDLING AN0 PRESERVATION 

8.3.1 If the aata from the samples are to be acceptable for use i n  the 
NPDES Program, the lapsed time from collection of a grab or composite 
sample ana the initiation o f  the test must not exceed 72 h .  Composite 
samples should be cnilled durinq collection, where possible. Except when 
used within 24 h of collection, samples must be chilled after co 
and maintained a t  4*C until used. 

8,3 .2  Samples Used in On-Site Tests 

8.3.2.1 

8 .3 .3  Samples Shipped to Off-Site Facilities 

Samples collected f o r  on-site tests should be used with 

1 ect ion 

n 24 h. 

8.3.3.1 Samples collected for off-site toxicity testing are to be chilled 
t o  4OC when collected, shipped iced to the central laboratory, and tnere 
transferred to a refrigerator (4oC) until used. Every effort must be 
made to initiate the test with an effluent sample on the day of arrival in 
the laboratory. 

8.3-3 .2  Samples may be shipped in 4 4  ( I - g a l )  glass jugs, CUBITAINERSR, 
or new plastic "'milk" jugs. A l l  sample containers should be rinsed with 
source water before being filled with sample. 
and reused (see p. 121, whereas CUBITAINERSR and plastic jugs are not 
reused. Plastic containers used for effluents OK- toxic surface water 
samples should be punctured after use t o  prevent reuse. 

Glass jugs can be cleane 

8.4 SAMPLE PREPARATION 

8.4.1 With the Cerioda hnia and fathead minnow tests, effluents and 
surface waters must +red be through a (30 urn) plankton net to remove 
indigenous organims that may attack or be Confused with the test organisms 
(see Ceriadaphnia test method for details). Surface waters used in algal 
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toxicity tests must be filtered through a 0.45 um pore diameter filter 
before use. i t  may be necessary to first coarse-filter the dilution 
and/or waste water througn a nylon sieve having 2-  to 4-mm holes to remove 
aebi-is ana /o r  break u p  large floating or suspended solids. 

8.4.2 The DO concentration in the dilution water should be near 
saturation prior to use. Aeration will bring the DO and other gases i n t o  
equilibrium with air, minimize oxygen demand, and stabilize the pH. 

8.4.3 If the dilution water ana effluent must be warmed to bring them t o  
the prescribed test temperature, supersaturation of the dissolved gases 
may become a proalem. To prevent this problem, the effluent and dilution 
water are heated to 25OC and checked for dissolved oxygen ( D O )  with a 
probe. if the DO exceeds 8.5 mg/L (100% saturation), the solutions are 
aerated virorously with an air stone (usually 1-2 min) until the DO is 
lowerea to 100% saturation. 
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CHRONIC TOXICITY TEST END POINTS AND DATA ANALYSIS 

9.1 END POINTS 

9.1.1 Numerous terms are used to define the end points employed in 
chronic toxicity tests, wnich have their origin in the earlier, full 
1 ife-cycle tests. 
common practice to apply the same terminology to the end points. 
primary terms i n  current use are listed below: 

As shorter "chronic" tests were developed, it became 
The 

9.1.1.1 Safe Concentration - the highest concentration which will permit 
normal propagation of fish and other aquatic life i n  receiving waters. 

9.1.1.2 No Observed Effect Concentration ( N Q E C )  - The highest 
concentration of toxicant to which organisms are exposed in a full 
life-cycle or partial life-cycle test, which causes no statistically 
significant adverse effect on the observed parameters (usually 
hatchabi 1 ity, survival, growth, and reproduction). 

9.1.1.2. Lowest Observed Effect Concentration (LOEC) - The lowest 
concentration of toxicant to which organisms are exposed in a life-cycle 
or partial life-cycle test, which causes a statistically significant 
adverse effect on the observed parameters (usually hatchability, survival, 
growth, and reproduction). 

9.1.1.3. Maximum Acceptable Toxicant Concentration (MATC) - An 
undetermined concentration within the interval bounded by' the NOEC and 
LOEC 9 

9.1.1.4. Chronic Value (ChV) - A value lying between the NOEC and LOEC; 
derivea by calculating the geometric mean of the NOEC and LOEC. 
is sometimes used interchangably with MATC. 

9.1.1.5. LC (or E C )  - Lethal concentration (LC) or effective 
concentration (EC). A point estimate of the toxicant concentration that 
would adversely affect a given percent of the test organisms, calculated 
by regression (such as Probit Analysis). The LC1 (or E C I )  is the 
estimated concentration of toxicant that adversely affects 1% o f  the test 
population, and i s  defined here as the threshold concentration, or lawest 
concentration that w w l d  cause an adverse effect on the observed 
parameters, and falls in the range o f  the NOEC and LOEC (Birge, et. al. 

The term 

1981). 

9.2 DATA ANALYSIS 

9.2.1 Role of the Statistician 

9.2.1.1 
and the interpretation of the results of the analysis of the data from any 

The choice of a statistical method to analyze toxicity test data 
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of the toxicity tests aescribed in this manual can become problematic 
because o f  the innerent variability and sometimes unavoidable anomalies in 
biological data. 
strongly aavisea to seeK the assistance o f  a statistician before selecting 
the metnoa of analysis and using any of the results. 

9.2.2 Plotting the Data 

Analysts who are not proficient in statistics are 

9.2.2.1 It is recommended that the data always be plotted a5 a 
preliminary Step, t o  help spot problems ana detect unsuspected trends or 
patterns in the responses. 

9.2.3 Oata Transformatlons 

9.2.3.1 Transformations o f  the data, such as arc sine and logs, can be 
used i f  they help the aata meet the assumptions o f  the proposed analyses. 

9.2.4 Analysis of Growth and Reproduction Oata 

9.2.4.1 Growth data from tne fathead minnow larval survival and growth 
test, and reproduction data from the Ceriodaphnia survival and 
reproduction test, are analyzed using Dunnett's Procedure (Dunnett, 1955) 
if the assumptions of normality and homogeneity o f  variance are met (see 
Appendix for details). 
analyzed using Steel's Many-One Rank Test (Steel, 1959; Miller, 1981). 

9.2.4.2 The growth response data from the algal toxicity test may be 
converted to a proportion of the growth of the controls, which may then be 
analyzed by Probit Analysis (Finney, 1971) or, the growth response data, 
after an appropriate transformation if necessary to meet the assumptions 
o f  normality and homogeneity of variance, may b e  analyzed by Dunnett's 
Procedure or Steel's Many-One Rank Test. 

If  the assumptions are not met, the data are 

9.2.5 Analysis of Mortality Data 

9,2.5.1 Mortality data from the fathead minnow larval survival and growth 
test and the fathead minnow embryo-larval survival and teratogenicity test 
are used in a Probit Analysis to determine the LC1, if Probit Analysis i s  
appropriate (see discussion below). 

9.2.5.2 Fisher's Exact Test i s  used to analyze the mortality data from 
the Ceriodaphnia survival and reproduction test, prior to the analysis o f  
the reproauction data. 

9.2.5.3 Mortality data from the fathead minnow larval survival and growth 
test, and the fathead minnow embryo-larval survival and teratogenicity 
test, can be analyzed by Dunnett's Procedure or Steel's Many-One Rank Test 
after transforming the square root of the proportion o f  dead organisms to 
an arc sine value (See Appendix). This transformation i s  performed by the 
computer program for Dunnett's Procedure provided in the Appendix. 

23 



9.2.6 Dunnett's Procedure 

9.2.6.1 Dunnett's Procedure consists o f  an analysis o f  variance (ANOVA)  
to deterrnjne the error term, which is then use0 in a multiple comparison 
method for comparing each of the treatment means with the control mean, in 
a series of pairea tests. Use of Dunnett's Procedure requires at least 
two replicates per treatment. 

9.2.6.2 The asumptions upon which the use o f  Dunnett's Procedure are 
contingent are that the observations are independent and normally 
distributed, with homogeneity of variance. Before analyzing the data, the 
assumptions are checked using the procedures provided in the Appenaix. 

9 . 2 . 6 . 3  
providea by calculating: (1) the minimum difference between means that can 
be detected as StatiStiCa1ly significant, and ( 2 )  the percent change from 
the control mean that t h i s  minimum difference represents for a given 
test. Calculation of beta levels (Type I 1  error, which results when the 
null hypothesis i s  no t  rejected when i t  should be) as an indication of the 
power of the test would be another alternative. 

9.2.6.4 The safe concentration derived from this test i s  reported in 
terms o f  the NOEC. 

Some indication of the sensitivity of the analysis should be 

A step-by-step example of Dunnett's Procedure is 
provided in the AQpendlX. 

9.2.6.5 If, after suitable transformations have been carried out, the 
normality assumptions have not been met, the Steel Many-One Rank Test 
should be used. 

9.2.7 Steel's Many-One Rank Test 

9.2.7.1 Steel's Many-One Rank Test is a multiple comparison method for 
comparing several treatments with a control which i s  similar t o  Dunnett's 
Procedure, except that it is .not necessary to meet the assumption for 
normality. The data are ranked, and the analysis i s  performed on the 
ranks rather than on the data themselves. If the data are normally or 
nearly normally distributed, Dunnett's Procedure would be more sensitive 
(would detect smaller differences between the treatments and control). 
For data that. are not normally distributed, Steel's Many-One Rank Test can 
be much mare efficient (Hodges and Lehmann, 1956). It is necessary to 
have at least f o u r  replicates to use Steel's test. The sensitivity o f  
this test cannot be Stated in terms of the minimum difference between 
treatment means and the control mean. 

9.2.7.2 The safe concentration is reported as the NOEC. A step-by-step 
example of Steel's Many-One Rank Test is provided in the Appendix. 

9.2.8 Probit Analysis 

9.2.8.1 
concentration-response tests. 

Probit Analysis is used to analyze percentage data from 
The analysis can provide an estimate of the 
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concentration of toxicant lethal to a given percent o f  the test organisms 
ana provide a confidence interval f o r  the estimate. Probit Analysis also 
assumes normal distribution OT log tolerances ana indepenaence o f  tne 
1nalVIdUal responses. To use P r o b t t  A n a l y s i s ,  at least  two partial 
inortalities must be ootaineo. 

9.2.9 Fisher's Exact Test 

9.2.9.1 Fisher's Exact Test (Finney, 1948; Pearson and Hartley, 1962) i s  
a statistical method basea on the hypergeometric probability distribution 
that can be used to test that the probability of a response i s  t h e  same i n  
two ainomial populations. dhen used w i t h  the Ceriodaohnia data, it 
provides a conservative test o f  the equality of any two survival 
proporrlons assuming Only t h e  lndepenaence o f  responses from a binomia l  
population. 
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SUBJECT. FATHEAD MINNOW (PIh47PHALES PROMELAS) LARVAL SURVlVAL AND 
GROWTH TEST METHOD 10.0 
- - 

SECTION 1 1  

T E S T  METHODi 9 2  

FATHEAD MINNOW (PIMEPHALES PROMELAS) LARVAL SURVIVAL AND GROWTH TEST 
METHOD 1000 .O 

1. SCOPE AND APPLICATION 

1.1 
receiving water to the fatheae minnow (Pimephales promelas), using newly 
hatched larvae in a seven-aay, static renewai test. The effects include 
the synergistic, antagonistic, and additive effects o f  all the chemical, 
physical and biological components wnich adversely affect the 
physiological ana biochemical functions of the test organisms. 

1.2 
are organism depenaent. 

This method estimates the chronic toxicity o f  whole effluents and 

Detection limits o f  the toxicity o f  an effluent or pure substance 

1.3 
using 24-41 composite samples. 
collection period involved in composite sampling, and because the test 
chambers are not sealed, highly volatile and highly degradeable toxicants 
in the source may not  be detected in the test. 

Single or multiple excursions in acute toxicity may not be detected 
Also, because of the long sample 

1.4 
o f  professionals experienced in aquatic toxicity testing. 

2. SUMMARY OF METHOO 

2.1 
renewal system for seven days t o  different concentrations of effluent or 
ta receiving water. Test results are  based on the survival and growth 
(increase in weight) of the larvae. 

This method should be restricted to use by or under the supervision 

Larvae (preferrably less than 24-h old) are exposed in a static 

3 .  DEFINITIONS 

(Reserved for addition of terms at a later date,) 

4. INTERFERENCES 

4.1 Toxic  substances may be introduced by contaminants in dilution 
water, glassware, sample hardware, and testing equipment (see Section 5, 
Faci 1 i t i es and €qui pment ) . 
]The format used for this method was taken from Kopp, 1983. 
2This method was adapted from Norberg and Mount, 1985. 
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-- 

4.2 Adverse effects of low aissolved oxygen (DO) concentrations, high 
concentrations of suspenaed and/or dissolved sol ids ,  and extremes of pH, 
may mask the presence of toxic suostances. 

4 . 3  
results (see Sectton 8, Effluent and Receiving Water Sampling ana Sample 
tianal i n g ) .  

4.4 Pathogenic ana/Or predatory organisms in the dilution water and 
effluent may affect test organism survival, and confound test results. 

Improper effluent Sampling and handling may adversely affect test 

4.5 Fooa added during the test may sequester metals and other toxic 
substances ana contouna test results. 

5. SAFETY 

5.1 See Section 3, Health and Safety. 

6. APPARATUS AND EQUIPMENT 

6.1 Fatheaa minnow and brine shrimp culture units -- see Peltier and 
Weber (1985). 
preferable to obtain this fish from an inhouse fathead minnow culture 
unit. 
can be shippea in well oxygenated water in insulated containers. 

6.2 Samplers -- automatic sampler, preferrably with sample cooling 
capability, that can collect a 24-h composite sample of 4 L. 

6.3 Sample containers -- for sample shipment and storage (see Section 8,  
Effluent and Receiving Water Sampling and Sample Handling). 

6.4 Environmental cnamber o r  equivalent facility with temperature control 
(252 2OC). 

6.5 Water purification system -- Millipore Super-Q or equivalent. 

This test requires 150-300 newly hatched larvae. I t  i s  

If it i s  not feasible to culture f i s h  inhouse, newly hatched larvae 

6.6 Balance -- analytical, capable of accurately weighing larvae to 
0.0001 9. 

6.7 Reference weights, Class S -- for checking performance of balance. 
Weights should bracket the expected weights of the weighing pans and the 
expected weights o f  the pans plus fish. 

6.8  Test chambers -- DOrOSiliCate glass or non-toxjc disposable plastic 
labware. 
and control. 
should be covered during the test, 

6.9 Volumetric flasks and graduated cylinders -- Class A, borosilicate 
glass o r  non-toxic Plastic labware, 10-1000 mL for making test solutiOn5. 

A minimum of two 1-L beakers are required for each concentration 
To avoid potential contamination from the air, the chambers 
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6.10 Volumetric pipets-- Class A, 1-100 mL. 

6.11 Seroiogical pipets-- i -10 mL, graauated. 

6.12 Pipet bulbs ana fillers -- PropipetR, or equivalent. 
6.13 
transferring larvae. 

Droppers, dnd glass tubing with fire polishea edges, 4mm ID -- for 

6.14 
and for rinsing small glassware and instrument electrodes and prooes. 

6.15 

6.16 
continuousiy recording temperature. 

Wash bottles -- for washing embryos from substrates and containers 

Glass or electronic thermometers -- for measuring water temperatures. 
Bulb-thermograph or electronic-chart type thermometers -- for 

6.17 
170.1, USEPA 1979b). 

National Bureau of Standards Certifiea thermometer (see USEPA Method 

6.18 pH, DO, and specific conductivity meters -- for routine physical and 
chemical measurements. Unless the test is being conaucted to specifically 
measure the effect of one of the above parameters, a portable, fiela-grade 
instrument is acceptable. 

6.19 
ana automatic dilution devices should be constructed of materials as 
indicated in Section 5, Facilities and Equipment. 

Miscellaneous apparatus and equipment -- transfer containers, pumps, 

7. REAGENTS AN0 CONSUMABLE MATERIALS 

7.1 Reagent water -- defined as activated-carbon-filtered distilled or  
oeionizea water that docs not contain substances which are toxic to the 
test organisms. 
reagent water (see paragraph 6 . 5  above). 

A water puiification system may be used to generate 

7.2 Effluent, surface water, and dilution water -- see Section 7, 
Dilution Water, and Section 8,  Effluent and Surface Water Sampling 
Sample Handling. 

7.3 Reagents for hardness and alkalinity tests (see USEPA Methods 
and 310.1, USEPA 1979b). 

7.4 pH buffers 4, 7, and 10 (or as per instructions of instrument 
manufacturer) for standards and calibration check (see USEPA Method 
USEPA 1979b). 

nd 

30.2 

150. I ,  

7.5 Membranes and filling solutions for dissolved oxygen probe ( see  USEPA 
Method 360.1, USEPA 1979b), or reagents for modified Winkler analysis. 

7.6 Laboratory quality assurance samples and standards for the above 
methods. 
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7.7 Specific conauctivity stanaards (see USEPA Method 120.1, USEPA 1979b). 

7.8 Reference toxicant solutions (see Section 4, Quality Assurance). 

7.9 Formalin (4%) for use as a preservative for t h e  f i s h  larvae. 

7.10 Brine Shrimp (Artemla) Cysts -- see Peltier and Weber (1985) .  

7.10.1 
the Brazilian or Colombian strains are preferred because the supplies 
examinea have had low concentrations of chemical residues. (One source is 
Aquarium Products, 180 L Penroa Ct., Glen Burnie, MO, 21061). Each new 
batch o f  Artemia cysts should be evaluated f o r  nutritional suitability 
against known suitable reference cysts by performing a larval growth 
test. It i s  recommended that a sample of newly-hatched Artemia n a u p l i i  
from each new batch of cysts be chemically analyzea t o  determine that the 
concentration of total organic chlorine does n o t  exceed 0.15 ug/g wet 
weight or the total Concentration of organochlorine pesticides plus PCEs 
does n o t  exceeu 0.3 ug/g wet welgnt (USEPA, 1982). 
exceeaed, the Artemia should not be used. 

7.10.2 Limited quantities of reference Artemia cysts,  information an 
comnerical sources o f  good quality Artemia cysts, and procedures for 
determining cyst suitabi 1 i ty are a v m  from the Qual i ty Assurance 
Branch, Environmental Monitoring and Support Laboratory, U. S. 
Environmental Protection Agency, Cincinnati, Ohio ,  45268. 

7.11 
and Weber, 1985). 

Although there are many commercial sources of  brine snrimp eggs, 

I f  those values are 

Test organisms -- Newly-hatched fathead minnow larvae (see Peltier 

8. SAMPLE COLLECTION, PRESERVATION AND STORAGE 

8.1 
Hand1 ing. 

See Section 8, Effluent and Receiving Water Sampling ana Sample 

9. CALIBRATION AND STANDARDIZATION 

9.1 

10. 

10.1 

11. 

11.1 

See Sectlon 4, Quality Assurance. 

QUALITY CONTROL 

See Section 4, Quali ty  Assurance. 

PROCEDURES 

TEST SOLUTIONS 

11.1.1 Surface Maters 

11.1.1.1 
as co 1 1 ected. 

Surface water toxicity i s  determined with samples used directly 
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11.1.2 Effluents 

11.1.2.1 The selection of the effluent test concentrations should b e  
Dasea on t h e  oojectives Of the stuay. 
approximately 0 . 3  or 0.5, i s  commoniy used. 
approximately 0.3 allows testing between 100% ana 1% effluent using only 
five effluent concentrations (loo%, 30%, IO%, 3%.  ana 1%). This  se r ies  o f  
dilutions minimizes the level of effort, but because of the wide interval 
between test concentrations provides poor test precision (+ 300%). 
A dilution factor of 0.5 provides greater precision ( +  l o o f ) ,  but requires 
several additional dilutions t o  span the same range 07 effluent 
concentrations. Improvements in precision decline rapidly as the di iution 
factor i s  increased beyona 0.5 

One of two ailution factors, 
A dilution factor of 

11.1.2.2 
lower range o f  effluent concentrations should be used, beginning at 10%. 
I f  a high rate o f  mortality is observed during the first 1 to 2 h o f  the 
test, aaditional dilutions at the lower range of effluent concentrations 
can ae aadea. 

I f  the effluent is known or suspected to be highly toxic, a 

11.1.2.3 The volume of effluent required for daily renewal of two 
replicates per concentration, eacfl containing 500 mL o f  test solution, is 
approximately 2 L. 
at each effluent concentration t o  provide 400 mL additional volume for 
chemical analyses. 

11.2 START OF THE TEST 

Prepare enough test solution (approximately 1400 mL) 

11.2.1 
sample collection. 
known, the maximum holding time should not exceed 36 h. 
the test be startea more than 72 h after sample collection. 
testing, the temperature o f  the sample should be adjusted to (25 + 2OC) 
and maintained at t h a t  temperature until portions are added t o  the 
dilution water. 

Tests should begin as soon as possible, preferably within 24 h of 
If the persistence of the sample toxicity i s  not 

In no case should 
Just prior to 

11.2.2 The test is initiated by piacing larvae one or two at a time, into 
each test chamber in Sequential Order, until each chamber contains 10 
larvae, for a total o f  at least 20 larvae for each concentration. The 
test organisms should come from a pool of larvae consisting of at least 
three separate spawnings. 
transferring the larvae to the compartments should be kept to a minimum to 
avoid unnecessary dilution of the test concentrations. 

The am3lsnt of water added to the chambers when 

11.2.3 
test 0 

Randomize the position of test chambers at the beginning of the 

11.3 LIGHT, PHOTOPERIOD AM0 TEMPERATURE 

11.3.1 
levels, which is approximately 10-20 uE/mZ/S, or 50 to 100 foot 

T h e  light quality and intensity should be at ambient laboratory 
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canales (ft-cj, with a pnotoperioa of 16 h of light ana 8 h o f  darkness. 
The water temperature i n  tne test chambers shoula be maintained at 
25 2 2OC. 

11.4 DISSOLVED OXYGEN (DO) 

11.4.1 Aeratim may affect the toxicity of effluents ana should b e  used 
o n l y  as a l a s t  resor t  to maintain satisfactory DO concentrations. The DO 
concencrations should not fall below 40% SatUratlOn. If it i s  necessary 
to aerate, a11 concentrations and the control should be aerated. The 
aeration rate should not exceed 100 bubbles/rnin, using a pipet with an 
orifice o f  approximately 1.5 m, such as a 1-mL, Kimax serological pipet, 
No. 37033, or equivalent. Care SnOulO be taken t o  ensure that turbulence 
resulting from aeration aoes not cause undue physical stress t o  the fish. 

11.5 FEEDING 

11.5.1 The fish in each test chamber are fed 0.1 m t  (approximately 700 to 
1000) o f  a concentrated suspension of newly hatched (less than 24-h o l d )  
urine snrimp nauplii three times aaily at 4-h intervals (at the beginning, 
midway, and at the en0 o f  the work day). The nauplii should be rinsed 
viith tresnwater before use. 

11.6 DAILY CLEANING OF TEST CHAMBERS 

11.6.1 Before the daily renewal o f  test solutions, uneaten and dead brine 
shrimp ana other aearis are removed from the bottom o f  the test chambers 
with a sipnon hose. Alternately, a large pipet (50 mL) fitted with a 
rubber bulb can be used. Because o f  their small size during the first few 
days of the tests, larvae are easily drawn in to  the siphon tube when 
cleaning tne test chambers. By placing the test chambers on a light boxI 
inaavertent removal o f  larvae can be greatly reouced because they can oe 
more easily seen. If the water 5lphOnea from the test chambers i s  
collectea In a white plastic'tray, the larvae caught up in the siphon can 
be retrieved and .returned to the Chambers. 

11.7 TEST SOLUTION RENEWAL 

11.7.1 
samples, imnediately after cleaning the test chambers. The water level in 
each chamber i s  lowered to a depth of 7 t o  10 m, which leaves 15 to 20% 
of the test. solution. New test solution (500 mi) should be added slowly 
by pouring down the side of the test chamber to avoid excessive turbulence 
for the larvae. 

The test solutions are renewed daily using freshly collected 

11.8 ROUTINE CHEMICAL AND PHYSICAL ANALYSIS 

11.8.1 At a minimum, the following measurements are made: 

11.8.1.1 
periaa at a l l  test concentrations and in the control, 

DO i s  measured at the beginning and end of each 24-h exposure 
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Temperature, pH, and conauctivity are measured at the beginning 11.8.1.2 
of eacn 24-h exposure perioa at all test concentrations and in the control. 

11.8.1.3 Alkalinity and hardness are measured at the beginning of each 
24-h exposure period in 100% effluent ana in the control. 

11.9 OBSEKVATIONS DURING THE TEST 

11.9.1 The number of live and dead larvae in each test chamber are 
recorded daily, and the Qead larvae are-discarded. 

11.9.2 
carrying out the daily test observations, solution renewals, and removal 
of deaa larvae, carefully. 
the performance of the above operations. 

Protect the larvae from unnecessary disturbance during the test by 

Make sure the larvae remain immersed during 

11.10 TERMINATION OF THE TEST 

11.10.1 The test is terminated after seven days of exposure. A t  
termination, the larvae in each test chamber are counted and preserved as 
a group, in 4% formalin, and are dried and weighed at a later date. 
Imneaiately prior to the dry weight analysis, the preserved larvae are 
rinsed in distilled water. The group of rinsed larvae from each test 
chamber are transferred t o  a tared weighing boat and dried at lOOOC for 
a minimum of 2 h. Immediately upon removal from the drying oven, the 
weighing boats are placed in a dessicator to prevent the absorption of 
moisture from the air, until weighed. 
the nearest 0.1 mg. 

11.11 ACCEPTABILITY OF TEST RESULTS 

The weights should be measured to 

11.11.1 for the test results to be acceptable, survival in the controls 
must be at least 801, except where survival in any test cancentration i s  
8QZ o r  oetter. 

11.1% SUMMARY OF TEST CONDITIONS 

11.12.1 A summary o f  test conditions i s  listed in Table 1. 

12. CALCULATIONS 

12-1 The endpoints of-toxicity tests using the fathead minnow larvae are 
based on the adverse effects on survival and growth. Probit Analysis 
(Finney, 1971 ) ,  Dunnett's Procedure (Dunnett, 1955), and Steel's Many-One 
Rank Test (Steel, 1959; Miller, 19811, are used to evaluate the data. See 
the Appendix for examples of the manual computations, and the program 
listings and examples o f  data input and program output. 

12.2 The statistical tests described here must be used with a knowledge 
of the assumptions upon which t h e  tests are contingent. 
normality and homogeneity of variance are included in the Appendix. The 
assistance o f  a statistician i s  recornended for analysts who are not 
proficient in statistics. 

Tests for 
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12.3 Table 2 shows the survival and growth response after seven days of 
exposure t o  the reference toxicant NaPCP. 
be similar except tnat the test concentrations would be expressed as a 
percent. 

12.4 Analysis o t  Survival Data - P r o b i t  Analysis 

The data f o r  an effluent would 

12.4.1 Probit Analysis (Finney, 1971) i s  used to determine the 
concentration causing 1% mortality (LCI). In this analysis, the total 
survival data from all test replicates at a given concentration are 
comPined (see Table 2, Mean Proportlon Surviving). A listing o f  the 
computer program and an example of data input and program output for the 
Probit Analysis are provided i n  the Appendix. Note that for the data in 
Table 2 ,  the number of animals exposed i n  each concentration woula be 40, 
and numoer that died at each concentration could be calculated from tne 
proportions in the table. The program transforms the concentration values 
t o  l o g l o  and the percent mortality to probits, and then performs a 
regression analysis. 

12.4.2 Report the LCl ana i t s  95% confidence limits. The L C 1  i s  an 
estimate of the threshold (chronically toxic) concentration. For the 
sample data in Table 2 ,  the LCI i s  128 ug NaPCP/L, with upper and lower 
95% confidence intervals of 30.5 ug/L ana 198 ug/L, respectively. 

12.4.3 
analysis, analyze the data using Dunnett's Test, as described below. 

12.5 Analysis of Survival Data - Dunnett's Procedure 
If the data do not meet the assumptions necessary for the Probit 

12.5.1 The survival data meet the normality assumptions (see Appendix), 
which inaicates that analysis by Dunnett's Procedure i s  appropriate. 
If the data had not met the assumptions, Steel's Many-One Hank Test would 
have been used (see Section 9 ) .  Dunnett's Procedure (Dunnett, 1955; Steel 
and Torrie, 1960) includes an analysis o t  variance (ANOVA) ,  followed by a 
comparison o f  each toxicant concentration mean with the control mean. 'The 
error value calculated i n  the ANOVA i s  used in the comparison of the 
control and treatment means. 

12.5.2 It i s  necessary to have at least duplicate test chambers at each 
treatment concentration to perform this test. 

12.5.3 The computer program listed in the Appendix generates output which 
includes an ANOVA table, a statement about each treatment mean that can be 
used to identity the NOEC and LOEC, and the minimum difference between 
treatment and control means that can be detected as statistically 
significant. 

12.5.4 
survival data by converting the square root of the proportion of surviving 
organisms to arc sine during the analysis, and includes a special 
modification of the arc sine transformation which i s  required where the 

The computer program makes the necessary transformation of the 
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proportion of surviving organisms is 0 or 1 (Bartlett, 1937). For a more 
aetailea information on the arc s ine  transformation, see the Appenaix. 

12.5.5 
are shown in Table 3, ana indicate a statistically significant difference 
in survival among NaPCP concentrations. 

l2.5.6 The results of the comparison o f  the control with the treatment 
effects, using 18 degrees o f  freeaom and with a Dunnett's "t" value of 
2.41 ( P  = 0.05), indicate that the NOEC is Concentration 5 (256 ug/L) and 
the LOEC is Concentration 6 (512 ug/L). The computer printout of these 
results i s  as f o l l o w s :  

The results of the analysis of variance of the data from Table 2 

THERE IS NO SIGNIFICANT DIFFERENCE BETWEEN CONCENTRATION 2 
(32 UG NAPCP/L) AND CONTROL. 

THERE IS NO SIGNIFICANT DIFFERENCE BETWEEN CONCENTRATION 3 
(64 UG NAPCP/L) AND CUNTROL. 

THERE IS  NO SIGNIFICANT DIFFERENCE BETWEEN CONCENTRATION 4 
(128 UG NAPCP/L) AND CONTROL. 

THERE IS NO SIGNIFICANT DIFFERENCE BETWEEN CONCENTRATION 5 
(256 UG NAPCP/L) AND CONTROL. 

THERE IS A SIGNIFICANT DIFFERENCE BETWEEN CONCENTRATION 6 
(512 UG NAPCP/L) AND CONTROL. 

12.5.7 For this set of data, the minimum difference that can be detected 
i s  0.177. This represents a 19% reduction in as statistically significant 

the mean response (survival) 

12.6 The chronic value (ChV 
ana is calculated as follows 

Loglo NOEC = Loglo 256 
Loglo LOEC = Loglo 512 
ChV = Antilog (2.4082 
ChV = 362 ug/L NaPCP 

from the control. 

is the geometric mean of the NOEC and LOEC 

= 2.4082 
= 2.7093 
2.7093)/2 = Antilog 2.5588 

12.7 Analysis of Growth Data - Ounnett-'s Procedure 
12.7.1 
expressed in terms o f  average dry weight (Table 2), i s  similar to tnat f o r  
the survival data, except that the weight data are not transformed. 

12.7.2. The average dry weight o f  the larvae from each replicate test 
chamber (Table 2) i s  entered into the program. 

12.7.3. The results from the analysis of variance of the data in Table 2 
are found in Table 4. The analysis indicates a statistically significant 
difference i n  the effects on larval growth at the various concentrations 
of NaPCP a 

The use o f  Dunnett's Procedure to analyze the growth data, 
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12.7.4. 
treatment w i t h  the average weights for the control, using 18 degrees o f  
ireeaom and with a Dunnett's "t" value o f  2.41 ( P  = O.05), indicate that 
the NOEC i s  Concentration 4 (128 ug NaPCP/L) and the LOEC i s  
Concentration 5 (256 ug NaPCP/L). The computer output from the Dunnett 
program i s  as follows (the control i s  Concentration 1): 

The results of the comparison o f  the average weights for each 

THERE IS NO SIGNIFICANT DIFFERENCE BETWEEN CONCENTRATION 2 
(32 UG NAPCP/L) AND CONTROL. 

THERE IS NO SIGNIFICANT DIFFERENCE BETWEEN CONCENTRATION 3 
(64 UG NAPCP/L) AN0 CONTROL. 

THERE IS NO SIGNIFICANT DIFFERENCE BETWEEN CONCENTRATION 4 
(128 UG NAPCP/L) AN0 CONTROL. 

THERE IS H SIGNIFICANT DIFFERENCE BETWEEN CONCENTRATION 5 
(256 UG NAPCP/L) AND CONTROL. 

THERE IS A SIGNIFICANT DIFFERENCE BETWEEN CONCENTRATION 6 
(512 UG NAPCP/L) AND CONTROL. 

For this set of data, the minimum difference that can be detected as 
statistically siqnificant i s  0.095. This reoresents a 13,3% reduction in 
the mean response from the control. 

12.6.5 The chronic value (ChV) is the geometric 
and i s  calculated as follows: 

L o g o  NOEC = Log10 128 = 2.1072 
Loglo LOEC = Loglo 256 = 2.4082 
ChV = Antilog (2.1072 + 2.4082)/2 = Anti 
ChV = 181 ug/L NaPCP 

mean of the NOEC and LQEC 

og 2.2577 

12.6.6 The results of the test indicate that growth was a more sensitive 
index o f  the effects of NaPCP than was survival. 

13. PRECISION AND ACCURACY 

13.1 PRECISION 

13.1.1 Information on the single laboratory precision o f  the fathead 
minnow larval survival and growth test is presented in Table 5. 

13.2 ACCURACY 

13.2.1 The accuracy of toxicity tests  can not be determined. 
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TABLE 1. SUMMARY OF RECOMMENDED TEST CONDITIONS FOR FATHEAD MINNOW 
(PIMEPHALES PROMELAS) LARVAL SURVIVAL. AND GROWTH TEST 

1. Test type: Static renewal 

2. Temperature (OC): 25 - + 2oc 

3. Light quality: Ambient laboratory illumination 

4. light intensity: 10-20 uE/mZ/s (50-100 ft-c)(arnbient l ab  
levels) 

5. Photoperiod: 16 h light, 8 h darkness 

6. Test chamber size: 1 -L containers 

7. Test solution volume: 500 ml/repl icate 

8. Renewal o f  test 
concentrations: Daily 

9. Age of test organisms: Newly hatched larvaed 

10. barvae/test chamber 10 larvae/chamber; 
and control: Minimum o f  20 larvae/test concentration 

11. Rep1 icate 
charnbers/concentration: Minimum o f  2 

12. Feeding regime: 

13. Cleaning: 

Feed 0.1 mL newly hatched brine shrimp nauplii 
three times daily, 4 h between feedings (at the 
begining, midway, and the end of the work day) 

Siphon daily, imneaiately before test solution 
renewal 

Notat?, unless DO concentration falls below 40% 
saturation. Rate should be less than 100 
bubb les/min . 

15. Dilution water: Moderately hard standard water, receiving 
water, other surface water, ground water, or 
synthetic water similar to receiving water 

16. Effluent concentrations: At least 5 and a control 

17. Dilution factor! Approximately 0.3 or 0.5 

18. Test duration: 7 days 

19. Effects measured: Survival and growth (increase in weight) 
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TABLE 3. ANALYSIS OF VARIANCE OF SURVIVAL DATA IN TABLE 2. 

Calculated Tabular 
Source DF Sum o f  Squares Mean Square F F0.05 

Among 5 1.575 0.315 13.3a 2.77 

Within 18 0.426 0.024 

Total 23 2.001 

asignificant at P = 0.01. 

TABLE 4. RESULTS FROM ANALYSIS OF VARIANCE OF 
DRY WEIGHT DATA I N  TABLE 2. 

Cal cu 1 ated Tabu 1 ar 
Source OF Sum o f  Squares Mean Square F Fcl.05 

Among 5 0.155 0.031 9.31a 2.77 

Within 18 0 .Q60 0.Q03 

Total 23 0.215 
~ ~ - 

aSignificant at ? = 0.05 
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SUBTECT: FATHEAD MINNOW (PBEPPEIALES PROMELAS) TARVAT., SURVIVAL AND 
G R O W  METHOIS lOOa0 

T A B L E  5. P R E C I S I O N  OF THE FATHEAD MINNOW LARVAL SURVIVAL 
AND GROWTH TEST, USING NAPCP AS A REFERENCE TOXICANTa 

Chron 1 c 
NOEC LOEC Value 

Test  (ug/L 1 (ug/L 1 (ug/L 1 
256 512 362 
128 256 181 
256 512 362 

128 256 181 
256 512 362 

128 2 56 181 

aFar a discussion of the precision o f  data from chronic t o x i c i t y  
tests see Section 4, Quality Assurance. 
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SUBJECT: RECOMMENDED DEFHWlWE TEST CUNDITIONS ]FOR FATHEAD MINNOW 
(€'mu PROMELAS) LARVAL SURVIVAL, AND GROWTH "'EST USED 
FOR NPDES PERMlTs 

The following draft document was provided by William Peltier, Region IV, U.S. Environmental 
Protection Agency, in March 1988. The test conditions listed were put into effect in April 1988. 
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STArNDARa O P m m G  PR ums DATE OMll-89 

!. Truc type:  StacLc  reneual 

2.  Temperature  (*C): 
Hean Dally A v e r a g e  

3. Llghc q u a l i t y :  

4 .  L i i h c  l n c e n r l r y :  

5 .  Phocoprrlod:  

6 .  Teic ChAmber sire: 

1 .  T e i c  r o l u c l o n  vo lume:  

8. Renewal of cesC concenCraclon*:  

9 .  M e  of t e r c  organlrasr  

10. Lacvae/Cczr chamber 
and c o n t r o l :  

1 1 .  RepllCrCt! challbeCS/ 
concenc rac lon :  

12. Feeding regime: 

13. Cleaning: 

14.  Acraslon:  

15. DIlucLon water: 

16. E f f l u e n e  ConCencracLons: 

17. D l l u c i o n  f a c c o r :  

18. TrrC d u r a r l o n :  

1Y. C f f e c c r  uasured:  

20. Ferc  a c c e p c a b t l l c y :  

h b l c n c  l a b o r a c o r y  1 I l u r l n a r l o n  

10-20 U E / & / S ,  o r  50-100 fc-c 
( a r b i c n c  labararory lewrlz) 

I 6  h I i y h c ,  8 h d a r t  

SUO s& c o n c r t n c r r  

250 rL/rrplicrcc 

Dally 

1-5 d a y s  (68-h o l d  r a n g e  in age) 

IO I a f v a c / c h a a b e r ;  minlslua of 30 
l a r v a c l c e s r  concenccac ion  

4 reco-mnded (minimum of 3 a c c e p c a b l a )  

Feed 0.1 mL 24 h old o r  l e s r  b r i n e  s h r i m p  
nauplii In a c o n c e n c r a t r d  r u r p e n r i o n  
cwlc r  d a i l y .  S u f f i c l c n c  n a u p l i i  are 

far che  larvar 

Slphon  d r t l y .  i m e d l a c ~ l y  &fore 
c e s c  r o l u r i o n  renewal 

None, un lesn  a0 c o n c c n r r a c l o o  f a l l 1  
belw 4 0 1  s r c u c a c l o n .  Race u h o d d  b 
l e 8 1  chan Lo() bubb la r /n in .  

Hill1 Q o r  e q u i v a l e n t  wace r  used CO 
erkc standard a o d c r a c e l y  hz rd  uaCeC 

X l l l l  Q and I parc Perrlcr) 

M i n i u m  o f  5 c o n e e n c r a r i o n s  and a c o n r r d  

0.3 

CO br added provlde an  eXC.88 

O r  d l l u c d  rlsleral U J C C r  (la.. 9 W C C S  

7 days 

S u r v i v a l  and growth ( lncrrare I n  wviplhc) 

80% oc greater survival i n  the concrol  
cuncentracton 

I Hiialur  at three 24-hr c o o p o i l c c  ra.mplrs.- 
f i u l d l n g  c i u a  for * A m p l e r  noc co excued h- 

Z L  
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SUBJECT: CERKXMPHNU S U R V I V A L  AND REPRODUCIION TEST METHOD 10020 

The following method is from a U.S. Environmental Protection Agency document: Short-term 
methods for estimating the chronic toxicity of effluents and receiving waters to freshwater organisms. 
EPA1600/4-85/014, edited by W. B. Homing and C. I. Weber, 1985, pp. 58-75. 



S E C T I O N  13 

TEST METHOD] 

C E R I O D A P H N I A  S U K V I V A L  AND R E P R O O U C T I O N  T E S T  
METHOD 1002 .O 

1 .  SCOPE AND A P P L I C A T I O N  

1.1 This  method measures the chronic toxicity of whole effluents and 
receiving water to the cladoceran, Ceriodaphnia dubia, during a seven-day, 
static renewal exposure. The effects include the svneraistic. 

- 4  

antagonistic, and aaciltive effects o f  all the chemical, physical, and 
biological components which adversely affect the physiological and 
biochemical functions of the test organisms. 

1.2 Detection limits of the toxicity of an effluent or pure substance are 
organism aependent. 

1.3 Single or multiple excursions in acute toxicitv mav not be detected - -  
using 241h composite samples. Also, because o f  the long sample col 
period involved in composite sampling and because the test chambers 
not sealed, highly volatile and highly degradeable toxicants in the 
may not be detected i n  the test. 

1.4 
o f  professionals experienced in aquatic toxicity testing, 

This method should be restricted to use by or under the superv 

ection 
are 
source 

s ion 

2 .  LUMMARY OF METHOD 

2.1 
different concentrations of effluent, or to receiving water. 
are based on survival ana~reproauction. If the test is conducted as 
described, the control organisms should produce three broods of young 
during the seven-day period. 

Ceriodaphnla are exposed in a static renewal system for seven days to 
Test results 

3 .  D E F I N I T I O N S  

(Reserved for addition of terms at a later date.) 

4. INTERFERENCES 

4.1 
glassware, sample hardware, and testing equipment (see Section 5, 
facilities and Equipment). 

1The format used for this method was taken from Kopp, 1983. 
2This method was adapted from Norberg and Mount, 1984. 

Toxic substances may be introduced by contaminants in dilution water, 
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4.2 
results (see Section 8, Effluent ana Receiving Water Sampling ana Sample 
Handling). 

4 . 3  Pathogenic and/or predatory organisms i n  the dilution water and 
effluent may affect test organism survival, and confound test results. 

4.4 The amount and type of natural food i n  the effluent or dilution 
water may confouna test results. 

4.5 FOQQ added during the test may sequester metals and other t o x i c  
substances and confouno test results. 

Improper effluent sarnoling and handling may adversely affect test 

5. SAFETY 

5.1 See Section 3 ,  Health and Safety. 

6 .  APPARATUS AND EQUIPMENT 

6.1 

o f  newDorn (neonate) organisms must be available. 

6.2 
capability, capable of collecting a 24-h composite sample o f  1 L. 

6 . 3  
Effluent and Receiving Water Sampling and Sample Hanaling). 

6.4 Environmental chamber, incubator, or equivalent facility with 
temperature control (25+ - 1%).  

6.5 Water purification system -- Millipore Super-Q or equivalent. 
6.6 ~alance -- Analyticai-, capaole of accurately weighing 0.0801 g. 

6.7 Reference weights, Class S -- f o r  checking performance of balance. 

6.8 Racks f o r  test vessels -- Racks approximately 8 cm x 40 cm, drilled 
to h o l d  10 test vessels each. 

Laboratory Cerioda nnia culture unit -- See culturing methods 
below. To test + e t  uent or receiving water toxicity, sufficient numbers 

Samplers -- Automatic sampler, preferrably with sample cooling 
Sample containers -- f o r  sample shipment and storage (See Section 8, 

6.9 Dissecting microscope -- for examining organisms i n  the test 
chambers. 

6.10 Light box -- f o r  illuminating organisms during examination. 

6.11 
glass or non-toxic plastic labware, 18-1000 mL, for culture work and 
preparation o f  test solutions. 

6.12 Volumetric pipets-- Class A, '8-100 mL. 

Volumetric flasks and graduated cylinders -- Class A, borosilicate 
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6.13 Serological pipets-- 1-10 mL, graduated. 

6.14 Pipet bulbs ana fillers -- PropipetR, or  equivalent. 

6.15 Disposable polyethylene Pipets, droppers, and glass tubing with 
fire-polishea eages, 2-mn ID -- far transferring organisms. 
6.16 Wash bottles -- for rinsing small glassware and instrumem 
electroaes ana probes. 

6.17 

6.18 
continuously recoroing temperature. 

Glass or electronic thermometers -- for measuring water temperatures. 
Bulb-thermograph or electronic-chart type thermometers -- for 

6.19 National Bureau of Standards Certifiea thermameter -- see EPA Method 
170.1, USEPA 1979b. 

b .20  pH, DO, ana specific conductivity meters -- for routine physical and 
cnemical measurements. Unless the test i s  being canducted to specifically 
measure the effect of one of the above parameters, a portable, field-grade 
instrument i s  acceptable. 

6.21 Miscellaneous apparatus and equipment -- transfer containers, pumps, 
and automatic dilution devices should be constructed o f  materials as 
indicated in Section 5, Facilities and Equipment. 

7. REAGENTS AND CONSUMABLE MATERIALS 

7.1 
deionized water which does n o t  contain substances which are toxic to the 
test organisms. 
reagent water (see paragraph 6.5 above). 

Reagent water -- defined as activated-carbon-filtered distilled or 

A water purification system may be used t o  generate 

7.2 Effluent, surface water, and dilutian water -- see Section 7, 
Dilution Water, and Section 8, Effluent and Surface Water Sampling and 
Sample Handling. 
may attack the test organisms should be filtered through a fine mesh net 
(30-um o r  smaller openings). 

7 . 3  Reagents for hardness and alkalinity tests (see €PA Methods 130.2 and 
310.1, USEPA 1979h). 

7 .4  pH buffers 4, 7, and 10 (or as per instructions of instrument 
manufacturer) for standards and calibration check (see USEPA Method 150.1, 
USEPA 1979b) e 

7.5 Membranes and filling solutions for dissolved oxygen probe (see USEPA 
Method 360.1, USEPA 1979b), or reagents for modified Winkler analysis. 

7.6 Laboratory quality assurance Samples and standards for the above 
methods. 

Rilution water that contains undesiraole organisms, that 
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7.7 Specific: conouctivity standards (see EPA Method 120.1, USEPA 1979b). 

7.8 Reference toxicant solutions (see Section 4, Quality Assurance). 

7.9 T e s t  Vessels -- 30-mL Dorosilicate glass beakers or disposaale 
plastic salad dressing cups (manufacturea by Anchor-Hocking Plastic 
DivlSlOfl, and supplied by Plastics Inc., 224 Kyan Avenue, S t .  Paul, 
i*linnesota, 55164) are recommenoea because they will fit i n  the viewing 
fiela of most stereoscopic microscopes. Rinse thorougnly in distilled 
water ana then I n  dl~utlan water before use. A volume o f  15 mL o f  test 
solution is aaequate for the organisms, and will provide a depth i n  which 
it i s  possible to count the animals with a minimum of re-focusing. Ten 
test vessels are used f o r  each effluent dilution and for the control. 

7.10 Test Qrganisms -- Neonate Ceriodaphnia dubia 2- to 24-h o l d  and 
released during the same 4-h period. 
below. 

- 
See information on culturing methods 

7.10.1 The test organism (species being used) cultures should be started 
at least two weeks before the brood animals are needed, t o  provide an 
adequate supply of neonates for the test. Only a few individuals are 
needed to start a culture because of their pro1 i f i c  reproduction. 

7.10.2 Cerioda hnia may be shipped or otherwise transported in 

week i n  a I - L  bottle filled three-fourths full with culture medium 
containing the trout chow d i e t  (Paragraph 7.10.6.2,4 below) LI 

received from an outside Source should be transferred t o  new culture media 
gradually, over a period o f  1-2 days, t o  avoid mass mortality. 

7.10.3 It i s  best to start the culture from one animal, which i s  
sacrificed after producing young, embedded, and retained as a permanent 
microscope s l i d e  mount to facilitate identification and permit future 
reference. The species identification of  the stock culture should be 
verified by preparing slide mountsI regardless of the number of animals 
used to start the culture. 
making slide mounts of Cerdodaphnia (Seckett and Lewis,  1982): 

polyethy + ene bott es. Several hundred animals will live as 'long as cine 

Animals 

The following procedure i s  recamended fair 

1. Pipet the animal onto a watch glass. 
2. Reduce the water volume by withdrawing excess water with the 

3 .  Add a few drops of carbonated water (club soda or seltzer 
pi pet.  

Water) or 70% ethanol to relax the specimen so that the 
post-abdomen i s  extended. (Optional: with practice, 
extension of the postabdomen may be accomplished by putting 
pressure on the cover s l i p . )  

on a glass microscope slide. 
4 .  Place a small amount (one t o  three drops) of mounting medium 

The recommended 
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mounting meeium i s  CMCP-9/9AF Medium], preparea by 
mixing two parts o t  CMCP-9 with one part o f  CMCP-YAF. for 
more viscosity and faster drying, CMC-10 stained with acid 
fuchsin may oe used. 

5. Using a forceps or a pipet, transfer the dnimal to the 
drop of mounting meaium on the microscope slide, 

6. Cover lctith a cover slip and exert minimum pressure to 
remave any air bubbles trapped under the cover slip. 
Sligntly more pressure will extend the postabdomen. 

7. Allow mounting medium to dry. 
8. Make slide permanent by placing CMC-IO around the edges of 

the coverslip. 
9. Identify to Species (See PennaK, 1978, and Berner, 1985). 
10. Label with waterproof ink or aiamona pencil. 
11. Store for permanent record. 

7.10.4 One-litre glass beakers are recomnenaea for use as culture 
vessels. Use o f  aquaria (40- t o  80-L, or 10- to 20-gal) and other types 
of culture vessels may also be convenient. klaintain cultures i n  several 
(four or more) separate vessels t o  provide back-up cultures in case one is 
lost due to accident or other problems, such as low DO concentrations or 
lack of food. F i l l  the I - L  culture vessels with 900 mL of meaium. 

7.10.5 A new culture is started each week, and the oldest culture is 
discarded. Using this schedule, 1-L cultures w i l l  provide 500 to 1000 
neonate Ceriodaphnia per week for use in the tests. 

7.10.6 Feeding 

7.10.6.1 
important in Ceriodaphnia culturing. 
nutrition to support normal reproduction without adding excess food which 
may clog the animal's filtering apparatus o r  greatly decrease the DO 
concentration, and lead to the death of the animals. 
trout chow9 yeast, and CEROPHYLR described below wd 11 provide adequate 
nutrition if fed aaily at the rate of 3 mL/L  o f  medium. 

7.10.5.2 The combined food i s  prepared from three ingredients as follows: 

7.10.6.2.1 Digested trout chow: 

Feeding the proper amount of the right food is extremely 
The key is to provide sufficient 

The suspension o f  

1. Add 5.0 g o f N o .  1 trout chow, U.S. F i s h  and Wildlife Service 
Specification Diet SD9-30, to 1 L of distilled o r  deionized 
water. This  trout chow may be obtained from Ziegler Bros., 
Inc., P. 0. Box 95, Gardners, P A ,  17324. M i x  well in a 
blender and aerate continuously (digest) for one week at 
ambient laboratory temperature prior to use, 

ICMCP-9 and 9AF are available from Polysciences, Inc., Paul Valley 
Industrial Park, Warrington, PA, 18976. (215-343-6484). 
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2. At the end of digestion period, place the mixture i n  a 
refrigerator ana allow t o  settle overnight. Decant 300 mL of 
the supernatant and comoine with equal volumes o f  supernatant 
from CEROPHYL~ and yeast preparations (below). Discard the 
remainder. 

7.10.6.2.2 Yeast: 

1. Add 5.0 g o f  dry yeast, such as FLEISCHMANN'SR or ST. 

2. Stir with a magnetic stirrer until well dispersed or use a 

3. Place in a refrigerator overnite, mix well, and combine 

REGISR, t o  1 L of distilled water. 

blender a t  low speed f o r  5 min. 

300 mL with eaual volumes of supernatant from the trout chow 
(above) and CEROPHYLR preparations (be 
remainder. 

7.10.6.2.3 CEROPHYLd (Powaered, Dried, Cerea 

I .  place 5.0 g o f  CEROPHYLR powder in a t~ 
2 .  Add 1 L o f  distilled water. 
3 .  M i x  a t  hiqh speed for 5 mine 

ow).  Oiscard the 

Leaves) 1 : 

mder . 

4. Place i n  a refrigerator OVernite t o  settle, decant 300 mL o f  
the supernatant and combine with equal volumes o f  supernatant 
from trout chow and yeast preparations (above). Discard the 
remainder. 

7.10.6.2 "4  Combined trout chow-yeast-CEROPHYLR food: 

1. M i x  equal (300 mL) volumes of the three foods. 
2. Place a'liquots o f  the f i n a l  mixture in small (50 mL t o  

100 m ~ )  screw-cap plastic bottles and freeze until needed. 
3 .  Fresh or  thawed food i s  Stored i n  the refrigerator between 

feedings, ana i s  used f o r  a maximum o f  one week. 

7.10.6.2.5 The quality of each batch of food prepared with a new 
supply o f  components should be determined by using the food in a 
7-day reproduction test with control water (use culture medium, see 
7.10.7, below). 

7.110.7 Synthetic, mderatefy hard water (hardness o f  80 to 100 mg/L as 
CaC03) i s  recomnended as a standard culture medium (see Table 1, Sect ion 
7, Dilution Water). Other culture water, such as well water, pond waters 
or dechlorinated tap water, also may be satisfactory. 

Available froin Sigma Chemical Company, P.O. ~ Q X  14508, St. LOUIS, 
Missouri, 63178. (800-325-3OlO). 
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7.10.8 Cerioaaghnia should be cultured at a temperature o f  25 + 2oC 
water temperature control equipment is needed if the ambient 1aEoratory 
temperature remains i n  the recommendea range, ana if there are no 
frequent, r a p i d ,  large, temperature excursions in the culture room. 

No 

7.10.9 Day/night cycles prevailing in most laboratories will provide 
adequate illumination for normal growth and reproduction. A 16-h/8-h 
aay/nignt cycle i s  reCOimK!nded. 

7.10.10 Ceriodaphnia cannot survive DO concentrations below 5 mg/L for 
extenaed periaas. riowever, aeration i s  generally not needed unless the 
cultures are overfed. DO should be measured when the cultures are first 
startea and weekly thereafter. Aerate if the DO concentration drops oelaw 
5 mg/L. 

7.10.11 Suspend a clear glass or plastic panel over the cultures to 
exclude dust ana dirt. 
the vessels t o  provide oxygen f o r  the cultures. 

7.10.12 Ceriodaphnia are eaten by many species of copepods and shrimp, 
ana cultures muse be maintained free of predltOrS. 
culture media should De filtered through a plankton net with 30 um mesh 
openings . 

There should De space for circulation o f  air over 

Natural waters used as 

7.10.13 
and temperature cnanges, and Care should be taken to limit rapid changes 
in pH to less than 0.5 units and rapid changes in water temperature t o  
less than 5OC. 

Ceriodaphnia have been reported to be very sensitive to sudden gH 

7.10.14 
possible so that they are not unnecessarily stressed. 
transferred f rom cultures to test vessels, and between test vessels, with 
a pipet o f  approximately 2-m bore, taking care to release the animals 
under the surface of the water. 
hanoling should be oiscarded. 

7.10.15 Culture Maintenance 

The test organisms should be handled carefully and as little as 
They should be 

Any organism that is injured during 

7.10.15.1 
optimum condition so as to provide maximum repraduction in the toxicity 
tests. Stock cultures which are stressed because they are not adequately 
fed may produce large-number of males and ephippial females. A l s o ,  brood 
females and their offspring may produce few young when used in the test. 

Cultures shauld be fed daily t o  maintain the organisms in 

1. I f  food i s  frozen, remove a bottle of food from the freezer 1 h 
before feeding time, and allow to thaw. 

2. Shake thoroughly. 
3 .  Feed daily at the rate of 4 mL/L o f  medium. 
4. Return unused food mixture to the refrigerator. 

Discard unused portion after one week. 
Do not re-freeze. 
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7.10.15.2 Careful culture maintenance is essential. The population 
should not be allowed to exceed 1000 animals/L o f  medium. If 
necessary, tnin the cultures every four or five days after cnanging 
the meaium t0 prevent crasnes ana discourage gametogenesis. 

7.10.15.3 The culture medium i n  each culture vessel should be 
replaced with fresh medium weekly as follows: 

1 .  

2, 

3 .  

4. 

5. 

6. 

?our aoout one half (450 mL o f  the 900 mL) of the contents o f  
a culture vessel into a shallow vessel. 
works we1 1 
Discard the remainder o f  the meaium and animals unless needed 
for a test or to start a new culture. 
Clean the culture vessel by brushing the sides and bottom, or 
Miping with a clean sponge or paper towel, and rinsing with 
distilled or deionized water. Each month, the culture 
vessels snould be wasned as described in Section 5, 
(Facilities and Equipment), and air dried. 
Place about 100 mL o f  fresh medium i n  the clean culture 
vessel. 
Remove about 100 Cerioda hnia from the holding vessel (finger 

small beaker, and transfer them to the fresh medium, along 
with a small amount o f  the old medium to provide seed 
bacteria for the new culture, 
Carefully add sufficient additional fresh medium to f i l l  the 
culture vessel. 

A large finger bowl 

bowl) with a pipet, + p astic tubing, or by aipping with a 

8. SAMPLE COLLECTION, PRESERVATION AND HANDLING 

8.1 
Hand1 i ng. 

See Section 8 ,  Effluent and Receiving Water Sampling and Sample 

9. CALIBRATION AND STANDARDIZATION 

9.1 See Section 4, Quality Assurance. 

10. QUALITY CONTROL 

10.1 See Section 4, Quality Assurance. 

11. PROCEDURE 

11.1 TEST SOLUTIONS 

11.1.1 Surf ace Waters 

11.1.1.1 
as collected. 

Surface water t o x i c i t y  i s  determined with samples used directly 
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11.1.2 Effluents 

11.1.2.1 The selection of tne effluent test concentrations snould be 
basea on the oDjectives of the study. 
approximately 0.3 or 0.5, i s  commonly used. 
approximately 0.3 allows testing between 100% and 1% effluent using only 
five effluent concentrations (loo%, 30%, lo%, 3%, and 1%). This series of 
ailutions minimizes the level of effort, but because of the wide interval 
between test concentrations provides poor test precision ( +  300%). 
A dilution factor of 0.5 provides greater precision (+  loo%), but requires 
several additional dilutions to span the same range OF effluent 
concentrations. Improvements in precision decline rapidly as the dilution 
factor i s  increased beyona 0.5 

One of two dilution factors, 
A dilution factor o f  

11.1.2.2 If the effluent i s  known or suspected to be highly toxic, a 
lower range of effluent concentrations should be used (such as lo%,  3%, 
I%, 0.3%, and 0.1%). 
first 1 to 2 h of the test, additional dilutions at the  lower range of 
effluent concentrations can be aadeo. 

If a high rate o f  mortality is observed during the 

11.1.2.3 The volume of effluent required for daily renewal of 10 
replicates per concentration, each containing -15 mL of test solution, i s  
approximately 1 L. 
each effluent concentration to provide 400 mL additional volume for 
chemical analyses. 

Prepare enough test solution (approximately 600 mL) at 

11.2 O B T A I N I N G  NEONATES FOH THE TEST 

11.2.1 This  test methoa requires neonates 2- t o  2 4 4  o l d  (all within 4 h 
of the same age) to begin the test. To Obtain a sufficient number of young 
which are all less than 4-h old, brooa animals containing eggs are placed 
singly in 30-mL beakers containing 15 mL of media (using the Same source 
of dilution water that will be used in the test), four or five days prior 
to the initiation of the test. One brood animal is needed for each test 
vessel that will be used in the test. For example, if five concentrations 
and a control will be Used in a test to begin on a Friday, 60 brood 
animals are placed i n  individual beakers on Monday and fed daily, as in 
the test (see Paragraph 11.6). The brood stock are transferred t o  fresh 
media daily, and the young are discarded with the old media. Four h a w s  
befare the test i s  to begin, the young are removed from the brood beakers 
and discarded. In this way, all t h e  young in the brood beakers when the 
test i s  ready to start will be less than 4-h old, and are used in the 
test, Some workers prefer t o  begin removing and saving young from the 
brood chambers at 2- or 4-h intervals beginning 8 h before the test is 
scheduled t o  start. This maKeS it possible to use older, but similar 
aged, young for beginning the test, thus improving chances of goad 
survival o f  test animals. 
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11.3 START OF THE TEST 

11.3.1 The t e s t  snould begin as soon as possible, preferably within 24 h 
o t  sample collection. I n  no case shouid the test be startea more than 72 
h after sampie coileccion, ,Just prior to testing, Lhe temperature o f  tne 
sample snould be adjusted to 25 + 1°C ana maintained at that temperature 
until portions are aadea to the T i i l u t i o n  water. 

11.3.2 i3egin the test by ranaomly placing one neonate in each test 
beaker. Secause o f  their small s i z e  ana difficulty i n  hanaling, the test 
cnamtaers are usually placed in racks, 10 to a rack. The position of tne 
test chamoers i s  randomized in the racks a t  the beginning o f  the test. On 
following days, the posltlons of the raCKS are ranaomized. 

11.4 LIGHT, PHOTOPERIOD AND TEMPERATURE 

11.4.1 The lignt quality and intensity should be at amoient laboratory 
levels, approximately 10-20 uE/mZ/s, or 50 to 100 f o o t  canales ( f t - c ) ,  
w i t h  a photoperiod of  16 h of lignt ana 8 h of' darkness. It i s  critical 
that che test water temperature be maintained at 25 - + loC to obtain 
three broods in seven oays. 

11.5 DISSOLVED OXYGEN 

11.5.1 Low DO concentrations may be important when running effluent 
toxicity tests. However, aeration i s  nat practical for the Ceriodaphnia 
test. If the DO i n  the effluent and/or dilution water i s  low, aerate 
before preparing the test solutions. 

11.6 FEEDING 

11.6.1 During the test, the Ceriodaphnia are fed the same diet as used 
for the cultures. 

suspension/l5 mL of test solution. 

The or anisms in the test vessels are fed digested 
trout chow-yeast-CEROPHYL L! diet daily a t  a rate of 0.1 rnL food 

11.7 TEST SOLUTION RENEWAL 

11.7.1 Using a glass or polyethylene dropper, or pipet, transfer each 
test organism daily to a new test vessel containing 15 mL o f  
freshly-prepared test solution and 0.1 mL of the food suspension. The 
animals should be released under the surface o f  the water so that air i S  
not trapped under the carapace. 

11.8 ROUTINE CHEMICAL AND PHYSICAL DETERMINATIONS 

11.8.1 A t  a minimum, the following measurements are made: 

11.8.1.1 DO i s  measured in each test solution at the beginning of each 
24-h exposure period, and at the end of the exposure period in one test 
vessel a t  each test concentrations and in the control, after the adult 
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nas been removea ana the young have been counted. 
to count the young in that chamber.) 

11.8.1.2 Temperature, p H ,  and conductivity are measured at the beginning 
o f  eacn 24-h exposure period at all test concentrations and in the control. 

11.8.1.3 Alkalinity and haraness are measurea at the beginning o f  each 
2 4 4  exposure period i n  100% effluent and in the control. 

(Acid must not be added 

11.9 OBSERVATIONS DURING THE TEST 

11.9.1 Three broods are usually obtained in the controls in a seven-day 
test conducted at 25OC. The first brood of two to five young i s  usually 
released on the third day of the test, soon after the adults are 
transferred to fresh test solutions. 
36 to 48 h thereafter, and may contain 10 to 15 young. 

Successive broods are released every 

11.9.2 Each day, at the time the organisms are to be transferred to fresh 
test solutions, determine adult survival and count and record the number 
of young. 
dead young, and then add two drops of 1N hydrochloric acid to the vessel 
(except the vessel used for DO measurements). 
quickly and settle to the bottom of the test vessel where they may be 
counted with a minimum of effort and error. 
counting. 

First remove the adult to the new test solution. Count any 

The living young die 

The young are discarded after 

11.9.3 The young are best counted with the aid of a stereomicroscope. 
The organisms are more easily seen if viewed against a black background. 
I f  counts are made without the aid of a stereomicroscope, place the test 
vessels on a black strip of tape on a light box. 

11.9.4 
per adult. I f  toxic substances are present, young may develop i n  the 
brood pouch of the adults, but may not be releasea during the exposure 
period. 

In the absence of toxic substances, young production may exceed 30 

11.10 TERMINATION OF THE TEST 

11.10.1 Because of the rapid rate of development o f  Ceriodaphnia, the 
test must be terminated and a l l  abservations completed within + 2 h of 
exactly seven days after the initiation of the test. 
period was selected because each control animal will normally produce 
three broods, totaling 10 to 30, at a test temperature o f  25OC. An 
extension of more than a few hours in the test period would be a 
significant part of the brood production cycle of the animals, and could 
result in additional broods. 

The seve?i-day test 

11.11 SUMMARY OF TEST CONDITONS 

11.11.1 A sumary of test conditions is listed in Table 1. 
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12. CHLCULATIOIYS 

12.1 hAPA PKEPARAT ION 

12.1.1 The number a i  young proauced per adult female I S  determinea by 
taking the total numaer of young produced until either the time of death 
o f  t he  a a u l t  o r  the end et the experiment, whichever comes first. An 
animal that d i e s  before producinq young would be included i n  the analysis, 
with zero  entered as the numOer o f  young produced. The subsequent 
calculation a f  the mean number o f  young produced per adult f o r  each 
toxicant concentration provides a comoined measure of the toxicant ' c ;  
ef fec t  on a ~ t h  mortality and reproduction. 

12.1.2 Tabu la te  and SUmarlZe t h e  data.  A sample s e t  of tes t  data are 
listea i n  Table 2. Using these d a t a ,  the total numDer ai young produced 
per adult during the test i s  shown i n  Table 3 ,  

12.2. DATA ANALYSIS  

12.2.1 Fishes's Exact Test (Finney, 1948; Pearson and Hartley, 1962) and 
Bunnett's Pr~cedure (Dunnett, 1955 1 or Steel ' s  Many-One Hank Test (Steel 
1959; Miller, 1981) are used ta analyze the data. The first step i s  to 
test for a significant difference i n  the survival ~f the original test 
organisms in the various effluent concentrations and control, using 
Fisher's Exact Test. 
reproauction data from eniy those effluent concentrations where mortality 
was n o t  significantly different from the controls. 

12.2.2 For the data i n  Table 3 ,  reference t o  the tamlateel values i n  
Appendix E show that the survival i n  25% effluent i s  significantly 
different from the con t ro l  survival. Therefore, the 25% effluent 
concentration will n o t  be inc luded  i n  the analysis of the reproduction 
data .  

Dunnett's Procedure is  then used t o  analyze the 

12.2.3 Since it i s  border-line as to whether the remaining data meet the 
assumptions for normality, both ihnnett's Pracedure and Stee l ' s  I.2any-One 
Rank Test can be used to analyze the reproduction d a t a .  

12.2.4 The safe concentration derived from the test i s  reported as the 
NOEG. 

12 -2.5 Dunnett's Procedure 

12.2.5-1 
Followed by a comparison of each toxicant concentrat ion mean wi th  the 
control mean. The error value callculated i n  the A~~~~ i s  used i n  the 
comparison of the control and treatment means. 
calculation i s  included i n  the Appendix. The computer program listed in 
the Appendix generates output which includes an ANOVA table, a statement 
about each treatment mean that can be used to identify the NOEG, and the 
minimum difference between treatment and control means that can be 
detected as statistically significant. 

Dunnett 's procedure includes an analyriis o f  variance (AHOVA) 

An example o f  a Dunnett's 

69 



SECTION REF-9 
PAGE 14 Of 19 
DATE m1-89 

12.2,5.2 The analysis is carried out using the total numDer of live young 
produced by each adult female during the the test (Table 3 ) .  

12.2.5.3 
and inaicates that the effects of the various treatments an reproduction 
were significant at P = 0.05. 

12.2.5.4 The computer output for the comparison of the control mean with 
the treatment means i s  shown below: 

The output from the analysis of variance i s  snow in Table 4, 

THERE IS NO SIGNIFICANT DIFFERENCE BETWEEN CONCENTRATION 2 
(1% EFFLUENT) AND CONTROL. 

THERE IS NO SIGNIFICANT DIFFERENCE BETMEEN CONCENTRATION 3 
(3% EFFLUENT) AND CONTROL. 

THERE IS NO SIGNIFICANT DIFFERENCE BETWEEN CONCENTRATION 4 
( 6 %  EFFLUENT) AND CONTROL. 

THERE IS NO SIGNIFICANT DIFFERENCE BETWEEN CONCENTRATION 5 
( 12% EFFLUENT) AND CONTROL. 

12.2.5.5 The NOEC and LOEC, as determined from the analysis, were 
12% ana 25% effluent, respectively. Note that the Ounnett program 
considers the control as Concentration 1. Thus, Concentration 5 in 
the output from Ounnett's test is effluent Concentration 4 
(12% effluent) in the test. 

12.2.5.6 For this set of data, the minimum difference that can be 
detected as statistically significant i s  6 . 2 8  young per adult. 
represents a 34.5% reduction in the response from the control. 

12.2.6 Stee l ' s  Many-One Rank Test 

This 

12.2.6.1 Steel's Many-One Rank Test compares several treatments 
with a control by analyzing the ranks of the data, thereby 
eliminating the necessity that the data meet the normality 
assumptions. The calculations for Steel's Many-One Rank Test o f  the 
data in Table 3 are detailed in the Appendix. 
from Steel's Test was 12%, which agrees with the NOEC from Dunnett's 
Procedure above. 

The NOEC determined 

12.2.7 The chronic value (ChV) i s  the geometric mean of the NOEC and 
LOEC and is calculated as follows: 

Loglo NOEC = Log10 12 = 1.0792 
Loglo LOEC = Loglo 25 = 1.3979 
ChV = Antilog (1.0792 + 1.3979)/2 = Antilog 1.2386 
ChV = 17.3% effluent 
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SUBJECT: C E R f o D A m  SURVIVAL AND RFPRODUCTION TEST METHOD 10028 

13. PRECISION AND ACCURACY 

13.1 PRECISION 

13.1.1 
Ceriodaphnia reproauction t e s t  based on the NOEC and LOEC values 
from nine tes ts  w i t h  the reference taxicant NaPCP i s  provided in 
Table 5. 

Information on t h e  single laboratory precision o f  the 

13.2 ACCURACY 

13.2.1 The accuracy of toxicity tests cannot be determined. 

7 1  
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TABLE 1. SUMMARY OF RECOMMENDED TEST CONDITIONS FOR CERIODAPHNIA 
SURVIVAL AND REPRODUCTION TEST 

1. Test type: 

2 .  Temperature ( O C )  : 

3, Light quality: 

4. Light intensity: 

5. Photoperiod: 

6 .  Test vessel size: 

7. Test solution volume: 

8. Renewal of test concentrations: 

9. Age o f  test organisms: 

10. Number of test organisms 
per chamber: 

11. Number o f  replicate 
chambers per treatment: 

12. Feeding regime: 

13. Aeration: 

14. Dilution water: 

15. Dilution factor: 

16. Test duration: 

17. Effects measured: 

Static renewal 

25 - + lOC 

Ambient labaratory light 

10-20 uE/rnZ/s, or 50-100 ft-c 
(ambient labaratory levels) 

16 h light, 8 h dark 

30 mL 

15 m l  

Daily 

Less than 24 h ;  and all released 
within a 4-41 period 

1 

10 

Feed 0.1 mL food suspension/l5 mL, 
d a i l y  

None 

Moderately hard standard water, 
receiving water, other surface 
water, or ground water with hardness 
similar to receiving water 

Approximately 0 .3  OF 0.5 

7 days 

Survival and reproduction 
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TABLE 2 .  DATA F8QM CERIODAPHNIA EFFLUENT TOXICITY TEST 

Total NO. Most young 
E f f l  Clay Repi i c a t e  Live L i v e  By Any 
Conc No. A 3 C D E F G H I J Young Adults One A d u l t  

3 O O O O O x O O O O  0 9 0 
4 2 2 4 0 6 - 2 6 1 4  27 9 6 

Cont 5 9 2 9 0 9 - 0 6 2 9  46 9 9 
6 5 6 9 6 0  - 3 5 1 1 1 0  55 9 11 . .  
7 6 8 5 1 0  1 - 3 8 1 0  3 54 9 10 

’ Z T 1 8 2 7 X 1 6 O S E 2 4 2 6  182- 

3 0 0 0 0 0 0 0 0 0 0  0 10 0 
4 2 4 1 0 4 2 2 3 2 2  22 10 4 

1.0% 5 9 5 2 0 8 1 3  2 8 2 2 51 10 13 
6 6 3 6 2 9 8 1 0 0 6 6  55 10 10 
7 5 3 1 2 4 3 8 9 0 1 3 1 2  69 10 13 

E15216233-i-237T23-i-i 197 

3 O Q O O O O O O O O  0 10 0 
4 2 1 2 4 4 8 2 0 4 3  30 10 a 

3.0% 5 3 4 2 9 1 1  6 2 4 8 6 $5 10 11 
6 1 0 8 6 9 0 3 6 1 0 8 3  63 10 10 
7 1 0 1 2 1 0  2 0 6 1 1  8 Q 6 65 1Q 12 

- i 5 7 5 m n l T n - i T 7 . T m i g  2 7 3  

3 O O O O O O O Q O 3  3 10 3 
4 2 4 2 2 0 1 2 0 4 2  19 10 4 

6 . 0 % 5  2 8 0 2 4 2 2 4 6 8  38 18 8 
6 9 2 2 3 1 0 6 8 6 2 4  52 1 Q  10 
7 10 2 3 6 1 2 1 3  9 1 1  9 4 79 10 13 

z K - 7 - r $ % E 7 T n ’ T T n  1Y-T 

3 0 0 0 0 0 0 0 0 0 0  0 1Q 0 
4 0 4 2 2 2 0 1 2 1 4  18 18 4 

1 2 . 0 % 5  1 8 0 2 3 3 0 2 3 0  22 10 8 

7 11 5 7 6 10 12 l Q  11 8 7 87 10 12 

3 O Q O O O O O O O O  0 10 0 
4 x Q 0 O x x Q x Q O  0 6 0 

25.0% 5 - x 1 K X  - - x - x x 1 1 1 
0 0 0 f j - - - - - - - * - -  

0 0 7 - -  

6 8 4 8 3 1 0 1 0  5 ’ 1 0  6 7 71 10 10 

m 7 T T T 7 3 7 3 z m z n r T 8  1%- 

- - - - -  
T ? j . + $ - i T T T T T  + 

x = Dead adult, ne) young produced before death.  
1 X  = Dead adult; one young produced before d e a t h .  
Mote: Days 1 and 2 are not included because young were not produced until 

A d u l t  mortality was not recorded for days 1 and 2. the t h i r d  day. 
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PAGE 18 of 19 
DATE 06-01-89 

TABLE 3. NUHSER OF YOUNG PRODUCED PER CERIODAPHNIA 

Effluent Concentration ( % )  
Rep1 icate Control 1 3 6 12 25 
(Organism) 

A 
8 
C 
D 
E 
F 
G 
ti 
I 
J 

22 
18 
27 
16 
16 
0 
8 

25 
24 
26 

22 
15 
21 
6 

23 
31 
23 
11 
23 
22 

25 
25 
20 
24 
15 
23 
21 
22 
20 
18 

23 
16 
7 

13 
26 
22 
21 
21 
21 
21 

20 
21 
17 
13 
25 
25 
16 
25 
18 
18 

0 
0 
1 
0 
0 
0 
0 
0 
0 
0 

TABLE 4. ANALYSIS OF VARIANCE OF CERIODAPHNIA REPRODUCTION DATA 
FROM CONTROL AND FIRST FOUR EFFLUERIT CONCENTRATIONS (1-12%) 

Calculated Tabular 
F Fo .a5 Source DF Sum of Squares Mean Square 

Among 4 51.480 12.870 0.35 2 -58 

Within 45 1664.300 36 a 984 

TOTAL 49 171 5.780 
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TABLE 5. PRECISION OF THE CERIODAPHNIA REPRODUCTION TEST, 
USING NAPCP A S  A REFERENCE TOXICANTa 

l b  
25 
3 
4d 
5 
6 
7 
8 
9 

8.25 
0.20 
0.20 
0.30 
0.30 
0.30 
0.30 
0.30 
0.30 

0.50 
0.60 
0.60 
0.60 
0.60 
0.60 
0-60 
0.60 
0.60 

0.35 
0.35 
0+35 
0.42 
0.42 
0.42 
0.42 
0.42 
0.42 

aFor a discussion o f  t h e  p r e c i s i o n  o f  data  from Chronic toxicity 
t e s t s  see Section 4, Quality Assurance. 

koncen t ra t i ons  used in T e s t  1 were; 0.03, 0.06, 0.12, 0.25, 0.50, 
1.0 mg NaPCP/L. 

CConcentratianr used i n  Tests  2 and 3 were, O.QQJ, QIQ22, 0.067, 

dConcentrations used i n  Tests 4 through 9 were, 0.0375, 0.075, 
OI2O, 0.60 mg NaPCP/L. 

0.150, 0.30, Qa60 mg NaPCP/L, 
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The following draft document was provided by William Peltier, Region IV, U.S. Environmental 
Protection Agency, in March 1988. The test conditions listed were put into effect in April 1988. 



ESD TOXtCOLOGY MORATORY 

STANDARD OPERATING PRCXED- 

SECTION REF-10 
PAGE 2 of 2 
DATE W1-m 

SUBJECT. aEcoMMENDED DEX;LNITNE TEST CONDITIONS FOR CERIODAPHCNZA 
SURVIVAL AND GROWTH TEST USED FOR NPDES PERMTIM: 

..... 

I .  

, _. 

3 .  

4 .  

5 .  

6 .  

7. 

8. 

9 .  

10. 

1 1 .  

12 .  

1 3 .  

1 4 .  

15. 

16. 

LT. 

18. 

19. 

20. 

21 .  

LIgllc quallcy: 

Llghc lncenr  icy: 

Phocoperlod: 

Tesc chamber s l r e :  

Trsc s o l u t i o n  volume: 

Renewal of cesc concencracions: 

Age of Lesc organisms: 

Number  of c e c c  organisms 
per chamber: 

Number of r e p l i c a c e  
chambers per creacment: 

Feeding regime:  

A e C a K t O n :  

Dilution wacer: 

E f  fluenc concencracions: 

Ollurlon faccor: 

Tear duraclon: 

ECCccca P+ASUCCd: 

Tea c a c e e p ~ a b i - i l c y  : 

Sampl ing  rrquirenenc : 

nlnlaum sample volume 
KequbSed dally: 

Scar lc  rcncval  

2 5  1 ' C  

.%blanc Iaburacory  11 , :hr  

10-20 u E / n ? / s ,  o r  50-190 f c - c  
( a m b i c n ~  laboratory l ~ v r l s )  

16 h l i g h t ,  8 h dark 

30 mL. 

1 5  mL 

Dally 

Less chan 24h, a l l  r e l e a s e d  
uLcliLn a 6-h p e r i o d  

I 

10 

Peed 0.1 nL each of YCr and Selenascrum 
capr lcornurue rucp+nsion/ l5  ioL dally. 
A l g a  surpenskon oh 31-34 x lo6 ct:lLs/mL 

None 

N k I I  Q o r  r q u l v a l r n c  wacer used co  
make rcnndrrd modaracely hard uacec 
o r  dLlutcd mlcieral water (1.e. 9 parcr 
Hill1 Q and 1 parr P e r r l r r )  

H i n t m u m  of 5 coneencrarlonr and a concrol  

0.3 

7 dAy8 or unci1 602 of concra). fccules 
h a w  had chelr  3rd bcoad 

Survival a d  reproducclon 

80L or greaccr uurvlval and a n  average 
of I5 young/fcmalc in che concrol 
conccnrrrclon 

t4inlaum of chrce 2 4  h coapor i rc  samplPS. if 
H o l d l n g  c l a t r  f o r  samples nOL LO exceed 
7 2  h 
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STANDAIRD OPE%wrJNG PRrnDUREs DATE: 06-01-89 

SUBJECT: INDEX OF KETY WORDS 

Brine shrimp, SOP-5, 6, 9 

Calibration, 6, 7; SOP-11 
Ceriodaphnia 

control water, SOP-1, 10, 15 
culture, SOP-1, 3, 4, 10, 15; REF-2, 3, 9, 10 
dilution water, SOP-8, 10, 15 

neonates (young), SOP-3, 4, 10; REF-2, 9, 10 
reference test, SOP-14, 15; REF-2, 9 
statistics, SOP-9, 10, 13, 14; REF-6, 9 

food, SOP-3, 4, 10; REF-2, 3, 9, 10 

t a t ,  SOP-I, 3, 7, 8, 10, 13, 15; REF-2, 3, 4, 5, 6, 9, 10 
Cerophyl, SOP-3 
Chemical analyses (see also Analytical Chemistry Division) 

alkalinity, SOP-1, 11; REF-2, 7, 9 
conductivity, SOP-1, 11; REF-2, 7, 9 
dissolved oxygen (D.O.), SOP-1, 9, 11; REF-2, 7, 9 
hardness, SOP-1, 11; REF-2, 7, 9 

temperature, SOP-4, 6, 7, 8, 11; REF-2, 7, 9 
total residual and free chlorine, SOP-11; REF-2 

pH, SOP-1, 11; REF-2, 7, 9 

Data analysis (see also Statistics and Chemical analysis), SOP-9, 10, 12, 13 
Data sheets (see also Log books), SOP-7, 14, 15 
Documents (see also Data sheet and Log book) 
Equipment 

calibration, SOP-1 1 

Fathead minnow 
control water, SOP-1, 9, 14 
culture, SOP-5, 6, 9, 14; REF-2, 3, 7, 8 
dilution water, SOP-8, 9, 14 
food (brine shrimp), SOP-5, 6, 9; REF-2, 7, 8 
larvae/eggs, SOP-5, 6, 9, 14; REF-2, 7, 8 
reference test, SOP-15; REF-2, 7 
statistics, SOP-9, 12; REF-6, 7 
test, SOP-1, 5, 6, 7, 8, 9, 12, 14; REF-2, 3, 4, 5, 6, 7, 8 

Forms (see Data sheets, Log books, and Reports) 

Glassware, cleansing of, SOP-2 

Identification of items 
equipment, SOP-14, 15 

Haematococcus lacustrhs, SOP-3, 10 



ESD TOMOBLOGY QRATORY 

STANDARD OPERATING PROGEDURES 

SECTION INDEX 
PAGE 2 ob 2 
DATE o(io1-89 

SUBJECT: lNDJ3.X OF KEY WORDS 

Log b h ,  SOP-4, 6, 7, 8, 9, 10, 11, 16; REF-2 

Quality assurance 
EPA standards, REF2 

Records (see Documents) 
Reference procedures, EPA 

Ceriodaphnia survival and reproduction test, REF-9 
chronic toxicity test endpoints and data analysis, REF-6 
dilution water, REF-4 
facilities and equipment, REF3 
fathead minnow larval survival and growth test, REF-7 
health and safety, REF-1 
quality assurance, REF-2 
sampling, REF-5 
test conditions for CerMuphnia, REF-10 
test conditions for fathead minnow, REF-8 

Ceriodaphnia, SOP-15; REF-2, 9 
fathead minnow, SOP-14; REF-2, 7 

toxicity reports, SOP-22, 13; REF-1 

Reference tests 

Reports 

Samples (see also Reference procedures and toxicity test) 
collection, SOP-7; REF-1, 2, 4, 5 
preparation, SOP-8; REF-1, 2, 5, 7, 9 

program for statistical analyses, SOP-9, 12, 13 
Software 

Statistics, SOP-9, 10, 12; REF6 
Stock solutions, SOP-3, 14, 15 

Technical notebooks (see Log boob) 
Toxicity tests 

Ct?kd~@nia, SOP-10, 13, 15; REF-9, 10 
fathead minnow, SOP-9, 12, 14; REF-7, 8 
General purpose 

Water 
control, SOP-9, 10, 14, 15 
dechlorinated tap, SOP-5 
deionized distilled, SOP-1, 3, 8, 9, 10, 11, 14, 15 
dilution, SOP-8, 9, 10, 14, 15; REF4 
mineral, SOP-1, 4, 8, 9, 10, 14, 15 
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